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faces.  Considering  today's  rapid  advancements  in  the  area  of  planar  fabrication 
processes  used  in  VIHISIC  and  VLSI  chips,  the  effect  of  surface  on  device  per¬ 
formance  is  of  increasing  importance.  This  report  encompasses  both  the  theo¬ 
retical  and  experimental  aspects  of  the  research  related  to  the  characterization 
silicon  and  compound  semiconductors  (such  as  gallium  arsenide,  cadmium 
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sulfide)  surfaces  and  interfaces . 

The  major  emphasis  of  this  report  is  on  a  new  and  novel  surface  acoustic  wav^ 
(SAW)  device  which  has  been  developed  under  this  grant  for  use  in  the  nondestruc¬ 
tive  determination  of  the  electronic  properties  of  semiconductors.  The  technique 
uses  surface  acoustic  waves  on  a  piezoelectric  substrate.  The  electric  field 
associated  with  the  SAW  interacts  with  free  carriers  of  a  semiconductor  placed 
near  the  piezoelectric  surface.  The  interaction  generates  detectable  currents  in 
the  semiconductor  and  attenuates  the  SAW.  By  observing  these  effects  while  vary¬ 
ing  external  parameters  such  as  temperature,  applied  acoustic  power,  SAW  frequency] 
semiconductor  surface  irradiation  and  bias  voltage,  the  desired  information  is 
obtained.  The  properties  that  can  be  determined  by  this  non  contact  technique 
include. the  bulk  and  surface  conductivity,  generation  lifetime,  surface  recombin¬ 
ation  velocity,  the  locatiorf  in  the  energy  gap  of  traps,  surface  states,  and 
interface  states,  trap  emission  and  absorption  times  and  storage  times  in  the 
depletion  layer.  The  technique  can  be  used  to  perform  depth  profiling  of  elec¬ 
trical  properties.  Because  the  properties  are  measured  without  any  contact  and 
the  measurement  is  localized  to  a  small  region  of  the  wafer,  one  can  envision 
an  automated  equipment,  using  this  SAW  technique,  where  256x256  points  (for  an 
example)  on  the  wafer  can  be  evaluated  with  respect  to  lifetime  and  surface  gen¬ 
eration  velocity.  The  results  can  be  shown  in  the  form  of  images  in  pseudocolor 
where  each  color  represents  a  certain  range  of  the  parameters. 

The  SAW  characterization  of  the  semiconductor  could  be  performed  at  pro¬ 
gressive  stages  of  device  fabrication  thereby  improving  yield  by  identifying 
faulty  processing  steps.  Thus,  the  implementation  of  the  new  and  more  convention¬ 
al,  alreading  existing  techniques  (such  as  C-V,  C-t,  SEM,  voltammetry,  etc.) 
reveal  the  critical  semiconductor  surface  and  interface  properties  before  and 
after  the  semiconductor  has  undergone  a  specific  processing  step,  e.g.,  thermal 
oxidation,  etching,  polishing,  annealing  (Si)  and  anodic  oxidation  (GaAs) .  A 
brief  listing  of  the  research  performed  towards  the  application  of  this  technique 
in  determining  different  electrical  properties  of  different  semiconductors  follows 

*  Silicon:  The  nondestructive  SAW  technique  is  greatly  improved  by  the  intro 
ductlon  of  a  new  delay  line  structure  which  has  enabled  us  to  vary  the  surface 
potential  via  a  small  external  DC  bias  field  (about  100  times  smaller  than  the 
previous  work  and  comparable  to  C-V  technique)  while  the  transverse  acousto¬ 
electric  voltage  (TAV)  amplitude  and  transient  time  constants  are  measured.  Param¬ 
eters  such  as  oxide  charge,  flatband  voltage,  generation  lifetime  and  surface  gen¬ 
eration  velocity  are  determined  at  different  surface  potentials. 

*  GaAss  Two  beam  TAV  spectroscopy  is  applied  in  order  to  reveal  the  subband- 
gap  energy  level  structures.  In  two  beam  spectroscopy  the  wavelength  of  one  beam 
is  fixed  (bias  light)  while  the  wavelength  of  the  second  beam  (secondary  light)  is 
scanned  in  the  desired  range.  The  presented  data  reveals  the  subbandgap  interface 
states. 

*  CdS ,  InP,  InAs  (HgCd)  Te:  In  addition  to  the  two  beam  TAV  spectroscopy 
for  the  subbandgap  energy  level  studies,  the  following  investigations  are  con¬ 
ducted  regarding  the  above  semiconductors:  1)  CdS  is  used  as  the  working  elec¬ 
trode  in  a  semiconductor  liquid  junction  solar  cell  configuration.  2)  Low  temper¬ 
ature  one  and  two  beam  TAV  spectroscopy  are  performed  on  high  resistivity  Fe  doped 
InP  samples  and  the  results  demonstrate  the  characteristic  exciton  peaks  and  no 
jquenching  effect  by  bias  light . (as  opposed  to  GaAs  samples)  which  is  attributed  to 
ja  lower  density  of  interface  states.  3)  TAV  versus  voltage  measurements  are  per¬ 
formed  on  (HgCd)  Te  samples  to  reveal  the  surface  condition  at  zero  bias  (deple¬ 
tion,  inversion)  and  possibly  the  magnitude  of  the  interface  charges. 
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CHAPTER  1 


INTRODUCTION 

Nondestructive  semiconductor  characterization  techniques  are  of 
ever  growing  interest  in  the  rapidly  advancing  fields  of  microelectronics 
and  semiconductor  technology.  One  reason  is  their  potential  application 
in  the  automatic  testing  stations  which  can  be  incorporated  in  automated 
production  lines.  This  is  due  to  the  monitoring  capability  without 
damaging  the  semiconductor  which  goes  through  a  large  number  of  fabrica¬ 
tion  steps.  In  this  work  surface  acoustic  wave  (SAW)  techniques  are  used 
as  a  nondestructive  means  to  characterize  the  semiconductor  surfaces  and 
interfaces  in  conjunction  with  more  conventional  techniques  such  as  capac¬ 
itance  voltage  (C-V)  and  capacitance  time  (C-t)  measurements.  During  the 
course  of  this  work  in  the  past  few  years  the  sensitivity  and  applicability 
of  the  SAW  technique  has  been  greatly  enhanced  by  the  introduction  of  a 
new  delay  line  structure,  a  new  profiling  procedure  and  the  use  of  two 
beam  spectroscopy.  The  capabilities  of  the  SAW  technique  are  manifold 
and  are  listed  in  Tables  I  and  II. 

The  main  feature  of  the  SAW  technique  is  that  the  probing  tool  is 
an  ac  electric  field  which  is  generated  at  the  surface  of  a  piezoelectric 
material  and  is  coupled  to  the  semiconductor  surface  free  carriers  without 
any  form  of  contact.  Studies  and  applications  of  the  surface  acoustic 
waves  or  Rayleigh  waves  [1]  related  to  the  signal  processing  devices 
started  in  the  sixties.  Surface  waves  propagate  along  the  free  surface 
of  a  solid  as  opposed  to  bulk  waves.  The  main  distinction  is  that  the 
displacement  amplitude  due  to  the  passage  of  elastic  surface  waves  is 
maximum  at  the  free  surface  and  decays  exponentially  as  a  function  of 
depth  in  the  material  [2].  If  the  material  is  piezoelectric  then  there  is 
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TABLE  I 

NDE  OF  SEMICONDUCTORS  USING  SAW 


J 

SEMICONDUCTOR 

PROPERTY 

SAW 

MEASUREMENT 

VARIABLES 

REQUIRED 

ANALYSIS 

1.  Conductivity 

TAV 

Calibrate  theoretical  plots  for 
each  semiconductor 

2.  Type  of  majority 
carrier  near 
surface 

TAV 

The  polarity  of  TAV  indicates 
carrier  type:  positive  for 
n-type,  negative  for  p-type 

3.  Impurity  concentra¬ 
tion  depth  profile 

TAV 

Applied  bias 
voltage 

Measure  the  TAV  amplitude  as  a 
function  of  applied  bias  voltage 

using  the  ground  path  deposited 
on  the  LiNb03  surface  (new 
structure).  TAV  to  conductivity 
calibration  is  needed.  Mathe¬ 
matical  manipulation  of  the 
average  carrier  concentration 
depth  profile  should  be  per¬ 
formed  to  obtain  the  impurity 
concentration  depth  profile. 
Pulsed  bias  volcage  should  be 
used  for  profiling  deeper  than 
the  maximum  equilibrium  deple¬ 
tion  width. 


4 .  Interface  charge 
distribution,  oxide 
fixed  charge 
density  and  flat 
band  voltage 


TAV  Applied  bias  Measure  the  TAV  amplitude  versus 

volcage  the  applied  bias  voltage  (TAV-V) 

using  the  new  structure. 

Compare  the  experimental  curve 
to  the  theoretical  TAV-V  curve 
and  extract  the  information 
about  Nss  and  Qss.  The  value  of 
surface  potential  at  each  bias 
volcage  can  be  easily  obtained. 


5.  Generation  life-  TAV  Applied  bias  TAV  transient  time  constants  are 

time,  surface  gen-  voltage  measured  (Tef f ) .  Teff  is  approx- 

eraclon  velocity  imately  related  to  generation 

lifetime  (Tg)  and  surface  gener¬ 
ation  velocity  (Sg) .  Crude 
approximations  of  Tg  and  Sg 
might  be  calculated  by  measuring 
Teff  under  varying  applied  bias 
volcage.  Mechanisms  Involved  in 
determining  Teff  are  complicated 
and  a  comprehensive  analysis  of 
them  is  required  for  more  pre¬ 
cise  evaluation  of  T g  and  Sg. 
Measurement  can  be  adapted  as  a 
fast  and  automated  diagnostic 
technique  to  screen  the  wafers 
which  will  be  used  in  '/LSI  fab¬ 
rication. 


6.  Interface  state 
band  structures 
(radiative  states) 


TAV  Two  monochromatic  TAV  amplitude  is  measured  while 

beams  the  surface  under  study  is 

illuminated  by  cwo  monochromatic 
beams.  Detailed  energy  distri¬ 
bution  of  the  Interface  states 
within  the  band  can  be  obtained 
from  the  two  beam  TAV  spectral 
response.  Exciton  peaks  are 
observed  in  GaAs  and  InP. 


TABLE  I  (continued) 


SEMICONDUCTOR 

PROPERTY 

Saw 

MEASUREMENT 

VARIABLES 

REQUIRED 

ANAlYS IS 

7.  Carrier  nobility 

Longi tudinal 

acoustoelectric 

voltage 

Amplitude  2i  the  longitudinal 
acous coelectric  voltage  or 
current  is  measured.  Needs  tvc 
contacts  to  the  semiconductor . 

3.  Annealing  effective¬ 
ness  (Laser  or 
thermal) 

TAV 

Observe  the  change  in  conduc¬ 
tivity  and  type  of  majority 
carrier.  These  indicate  the 
extent  of  annealing. 

9.  Epitaxial  layer 
properties 

TAV  or  atten¬ 
uation 

SAW  measurements  are  confined 
to  a  Debye  length.  Thus,  the 
surface  layer  properties  are 
obtained  with  little  interfer¬ 
ence  from  che  bulk. 

10.  Emission  clme 
constant, 
capture  cross 
section 

Attenuation 

Scan  the  semicon¬ 
ductor  with  dc 
bias  voltage  while 
applying  an  addi¬ 
tional  bias  pulse. 

Through  analysis  of  che  effect 
of  the  pulse  at  each  bias  point 
obtain  capture  cross-section 
and  surface  state  distribution 
as  a  function  of  energy. 

11.  Surface  state 
density 

Attenuation 

Use  dc  bias 
voltage  to  scan 
the  semiconduc¬ 
tor  surface  from 
accumulation  to 
depletion. 

Compare  3cans  with  theoretical 
plots  to  obtain  flat  band 
voltage  and  surface  state 
density. 

12.  Photoconductivity 

Response  Time 

Attenuation 

Shine  pulsed 
light.  Use  dc 
bias  voltage  to 
deplete  or  accum¬ 
ulate  the  semicon¬ 
ductor  surface. 

Measure  the  time  constant 
caused  by  che  light  pulse.  The 
effects  of  bulk  and  surface 
recombination  can  be  separated 
by  comparing  data  obtained 
under  various  bias  conditions. 

13.  Carrier  Gener¬ 
ation  Rate 

Attenuation 

Drive  the  semi¬ 
conductor  from 
accumulation  to 
deep  depletion 
by  switching  the 
dc  bias  voltage. 

Observe  che  recovery  of  the 
attenuation.  This  time  con¬ 
stant  is  the  inverse  of  the 
generation  rate. 

TABLE  II 


TAV  MEASUREMENT  CAPABILITIES,  MATERIALS  AND  PROCESSES 


Evaluated  Quantity 

Measurement 

Procedure 

Material,  Processes  and  Comments 

1.  Depth  profiling  of 
the  average  major¬ 
ity  carrier  con¬ 
centration 

TAV  versus 
applied  bias 
voltage  (TAV-V) 

Phosphorous  implanted,  high 
resistivity  Si  samples.  The 
measured  profile  is  compared 
with  the  spreading  resistance 
measurement  which  evaluates  the 
impurity  carrier  concentration 
profile.  The  error  is  in  the 
same  ord-r  of  magnitude  as  com¬ 
pared  C -V  measurements .  The 

profit  g  of  such  parameters  as 
mobil-  , ,  generation  time,  ... 
might  possible  using  the  new 

profi.  n  procedure. 

2.  Evaluation  of 

fixed  oxide  charge 
and  flat  band 
voltage 

TAV-V 

5"  Si  wafers,  p  =  11-16  ft  cm, 
p  type,  used  for  NMOS  technology. 
Thermally  oxidized  (dry-wet-dry) . 
Theoretical  manipulation  of  data 
is  more  complicated  than  C-V. 

Much  higher  sensitivity  for  low  _2 
carrier  concentration  (N>10^2  ) 

compared  to  C-V.  Lower  sensitiv¬ 
ity  for  high  conductivity  material 
(not  feasible  for  p  <  0.01  ft  cm). 

3.  Effectiveness  of 
the  laser  induced 
damage  on  the 
back  surface  as  a 
gettering  technique 

TAV  transient 
time  constant 
measurement 

(Te££> 

5"  silicon  wafers,  p  ■  11-16  ft  cm, 
p  type.  Half  wafers  have  under¬ 
gone  the  gettering  process  and 
simulated  7  or  8  step  heat  treat¬ 
ment  suitable  technique  for  com¬ 
parative  measurements. 

4.  Effect  of  polish¬ 
ing,  etching  and 
forming  gas  anneal¬ 
ing 

Teff  and  Tef f 
versus  the 

applied  bias 
voltage  (xeff-V) 

5"  silicon  wafers,  p  *  11-16  ft  cm, 
p  type.  Wafers  have  undergone 
different  acid  etching  and  Si02 
based  polishing  removals.  Oxi¬ 
dized  wafers  are  cleaned  and 
random  halves  are  annealed  in 
forming  gas.  Good  technique  for 
comparison.  Accurate  measurements 
of  lifetime  needs  a  thorough 
investigation. 
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an  eleccric  field  ass^iated  witn  the  surface  acoustic  wave  white  ex tones 
above  the  material  surface.  The  basic  mechanism,  exploited  in  the  diverse 
field  of  signal  processing  using  SAW  devices  [9,10],  is  the  interaction  of 
these  electric  fields  with  metal  electrodes  placed  on  the  surface  [3j. 

The  complicated  configurations  of  the  metal  electrodes  which  are  utilized 
today  in  SAW  devices  [11-17]  are  different  combinations  of  the  interdigital 
transducer  (IDT)  configuration  [4]. 

The  interaction  between  the  electric  field  accompanying  SAW  and 
semiconductor  electrodes  are  of  special  importance  [18-32] .  The  basic 
experimental  configuration  used  in  the  SAW-semiconductor  testing  is 
illustrated  in  fig.  1.1.  The  central  feature  is  a  SAW  delay  line  which 
consists  of  a  piezoelectric  substrate  with  a  highly  polished  surface  on 
which  IDT's  are  formed  by  photolithographic  techniques.  In  this  work  the 
piezoelectric  material  is  a  y  cut,  z  propagating  LiNbO^  substrate.  The 
IDT’s  are  thin  film  A l  fingers  (1  dm)  alternately  connected  to  bus  pads 
as  shown  in  fig.  1.1b.  An  RF  voltage  applied  to  the  transducer  creates 
an  alternating  electric  field  which  penetrates  the  substrate  causing 
stress  via  the  piezoelectric  effect  [4],  If  the  periodicity  of  the 
transducer  is  such  that  the  alternating  electric  field  reinforces  the 
stress  waves  as  they  travel  beneath  adjacent  fingers  of  the  transducer, 
then  surface  acoustic  waves  are  generated.  This  condition  is  met  if 
adjacent  fingers,  each  1/4  wavelength  wide  are  separated  by  1/4  wavelength 
for  the  particular  piezoelectric  (particular  SAW  velocity)  and  frequency 
under  consideration.  By  increasing  the  number  of  fingers  of  IDT  the 
coupling  efficiency  of  the  transducers  increases,  while  the  frequency  of 
bandwidth  decreases  [5,6].  The  SAW  propagates  along  the  surface  of  the 
substrate  creating  stress  variations  which  decay  exponentially  with  depth 


into  the  substrate.  Because  of  the  piezoelectric  effect,  the  propagating 
stress  waves  are  coupled  to  propagating  electric  field  which  has  components 
both  perpendicular  and  parallel  to  the  surface  of  LiNbO^ .  As  will  be  shown 
later  the  perpendicular  component  is  the  probing  field,  utilized  in  this 
work.  The  electric  field  exists  both  inside  and  outside  the  piezoelectric 
and  decays  exponentially  with  distance  from  the  surface.  The  decay  constant 
in  the  free  space  above  the  delay  line  is  the  SAW  wavelength.  As  a  result, 
when  the  SAW  passes  under  an  identical  IDT,  after  some  delay,  an  RP  voltage 
is  generated  across  the  transducer.  Thus  the  structure  can  be  used  as  a 
delay  line  and  is  called  as  such  [8] .  Typical  frequency  range  for  SAW 
devices  is  between  30  MHz  to  a  few  GHz.  In  the  experiments  reported  here, 

55  or  110  MHz  SAW  delay  lines  are  used.  On  y-z  LiNbO^  the  SAW  velocity 
is  about  348800  cm/sec.  Therefore  the  SAW  wavelength  is  approximately 
32  ym  and  the  delay  per  unit  length  is  about  2.9  ysec/cm.  Both  linear 
and  nonlinear  interactions  of  the  RF  electric  field  with  the  semiconductor 
near  surface  free  carriers  are  of  interest.  The  earlier  works  treat  the 
interaction  mechanism  itself  as  well  as  its  applications  for  such  devices 
as  SAW  amplifiers  and  convolvers  [20,19,22].  Evaluation  of  the  semicon¬ 
ductor  electrical  properties  using  SAW  started  with  measurements  of  carrier 
mobilities  in  CdS  as  deposited  on  quartz  substrate  [18]  and  silicon  accum¬ 
ulation  layer  [31].  Transient  response  of  Ge  samples  were  studied  under 
pulsed  bias  field  [38]  .  Different  mechanical  configurations  are  realized 
using  semiconductor  interaction  medium.  They  include:  1)  The  separated 
medium  structure,  where  a  slab  of  semiconductor  is  placed  at  close  prox¬ 
imity  above  the  piezoelectric  substrate  with  the  possible  presence  of  an 
air  gap  through  which  the  coupling  between  the  electric  field  and  the 
semiconductor  free  carriers  takes  place  (e.g.,  Si  on  LiNbO,  [34]).  2)  The 


combined  medium  where  a  slab  of  piezoelectric  semiconductor  such  as  CdS  or 
GaAs  serves  both  as  the  delay  line  and  interaction  medium  [36],  In  the 
present  work  the  separated  medium  structure  is  chosen  for  semicondcutor 
characterization  due  to  its  versatility  and  nondestructive  nature.  When 
the  probing  electric  field  reaches  under  the  semiconductor  surface  (fig.  1.1), 
the  nonlinear  interaction  with  the  free  carriers  of  the  semiconductor 
develops  a  voltage  across  the  semiconductor.  The  dc  transverse  component 
of  this  voltage  which  is  called  the  transverse  acoustoelectric  voltage 
(TAV)  is  the  monitored  signal  throughout  the  experiments  reported  here. 

Other  effects  of  the  nonlinear  interaction  are:  the  reduction  of  the  SAW 
velocity  [20,29],  the  attenuation  of  the  output  signal  (propagation  loss) 

[18] ,  the  generation  of  convolution  voltage  across  the  semiconductor  and 
parametric  amplification  if  both  transducers  are  used  as  inputs  [22-28] . 

The  source  of  nonlinear  interaction  can  be  qualitatively  explained 
as  follows.  The  time  varying  electric  field  associated  with  SAW  modulates 
the  free  carrier  concentration  within  the  interaction  depth  according  to 
the  Poisson's  equation.  The  simultaneous  presence  of  the  free  carriers 
and  electric  field  generates  an  acoustoelectric  current  which  is  propor¬ 
tional  to  their  multiplication.  Carrier  concentration  and  electric  field 
both  contain  time  varying  terms,  thus  their  multiplication  generates 
current  with  dc  and  multiples  of  the  center  frequency  components  which  is 
characteristic  of  nonlinear  interaction.  For  open  circuit  condition  the 
total  steady  state  current  within  the  semiconductor  is  zero  leading  to  the 
generation  of  the  transverse  electric  field.  Integration  of  the  induced 
electric  field  across  the  semiconductor  yields  the  transverse  acoustoelectric 
voltage  (TAV) .  It  is  important  to  note  that  the  penetration  depth  of  the 
probing  electric  field  is  on  the  order  of  the  semiconductor  extrinsic  Debye 


length  or  the  acoustic  wavelength  whichever  is  shorter. 

Nondestructive  measurements  of  semiconductor  surface  properties 
began  by  utilizing  the  above  nonlinear  interaction  [39,42],  In  the  present 
work  the  TAV  signal  is  exclusively  used  for  the  characterization  of  semi¬ 
conductor  surfaces  and  interfaces.  TAV  amplitude  is  dependent  on  the 
conductivity  difference  between  electrons  and  holes  in  the  interaction 
region  (with  a  thickness  of  about  an  extrinsic  Debye  length) .  A  theoretical 
background  regarding  the  calculation  of  the  TAV  amplitude  as  a  function  of 
carrier  concentration  is  presented  in  Chapter  2.  Semiconductor  character¬ 
ization  is  performed  by  varying  the  free  carrier  concentration  within  the 
interaction  region  while  monitoring  the  TAV  signal  [42,71].  Carrier  con¬ 
centration  can  be  modulated  by  photons,  heating  or  cooling  and  applied 
bias  voltage  across  the  semiconductor  (field  effect).  TAV  signal  can  be 
monitored  by  placing  a  metal  plate  above  the  semiconductor  and  another 
one  below  the  LiNbO^  substrate  (fig.  1.1).  To  monitor  the  dc  TAV  signal 
through  the  possible  insulators,  the  RF  voltage  and  thus  the  probing 
electric  field  are  pulsed.  TAV  is  capacitively  coupled  to  the  metal 
plates,  so  the  presence  or  absence  of  insulator  layer  on  the  semiconductor 
surface  is  immaterial.  For  spectroscopic  measurements,  the  configuration 
of  figure  1.1  is  used  [45-47]  where  the  ground  path  is  an  A5.  plate  evapor¬ 
ated  underneath  the  LiNbO^  and  one  or  two  monochromatic  incident  beams  are 
shone  on  the  semiconductor  surface  through  a  small  window.  This  structure 
is  only  sufficient  for  spectroscopic  measurements  where  the  modulation  of 
the  surface  potential  by  an  external  bias  voltage  is  not  needed.  On  the 
contrary,  if  the  surface  potential  has  to  be  modulated,  a  very  large 
voltage  in  excess  of  1000  volts  is  needed  to  sustain  the  voltage  drop 
across  the  thick  LiNbO-  structure  (-  3  mm)  [43,48,49].  To  overcome  this 


problem  a  new  delay  line  structure  is  devised  which  provides  an  altern¬ 
ative  ground  path  for  the  TAV  signal  [50] . 

The  new  structure  eliminates  the  voltage  drop  across  the  LiM^O^  and 
thus  reduces  the  necessary  applied  bias  range  (in  field  effect  measure¬ 
ments)  to  10  volts  [50]  as  compared  to  1000  volts  needed  previously  [49]. 
The  combination  of  nondestructive  nature  of  the  TAV  measurement  and  the 
ability  to  readily  modulate  the  surface  potential  leads  to  a  powerful 
measurement  technique.  The  class  of  nondestructive  measurements  under 
applied  bias  voltage  is  discussed  in  Chapter  3  which  includes:  1)  a 
detailed  discussion  of  the  new  delay  line  structure,  2)  the  development 
of  the  theoretical  foundation  needed  to  utilize  the  potential  of  the  TAV 
versus  voltage  (TAV-V)  measurements.  The  subjects  presented  under  this 
heading  are:  2-1)  A  new  profiling  procedure,  applicable  to  the  measure¬ 
ments  where  the  free  carrier  concentration  is  the  primary  measured  quan¬ 
tity  [51,52] .  The  technique  is  applied  to  (TAV-V)  measurements  since  the 
TAV  amplitude  is  a  function  of  the  free  carrier  concentration  [50] .  The 
distinct  difference  between  the  pulsed  capacitance-voltage  (C-V)  measure¬ 
ments  [53-58]  and  the  proposed  procedure  is  that  in  the  former 
measurable  physical  quantity  is  the  depletion  layer  width  which  is  modu¬ 
lated  by  an  external  field.  In  the  latter,  the  carrier  concentration 
as  a  function  of  bias  field  is  monitored  and  the  depletion  layer  width 
is  then  calculated.  The  possibility  of  depth  profiling  of  such  properties 
as  interface  states  energy  levels  and  carrier  lifetime  are  discussed. 

3)  Nondestructive  characterization  of  the  semiconductor/insulator  inter¬ 
face  by  monitoring  such  parameters  as  insulator  fixed  charges,  interface 
states  density,  and  flat  band  voltage  is  demonstrated  [50].  The  basis  of 
the  measurement  is  the  comparison  between  the  theoretical  TAV-V  curve 


(for  a  specific  semiconductor,  insulator  dielectric  constant  and  thick¬ 
ness)  and  the  experimental  one.  Deviations  of  the  experimental  TAV-V  curve 
from  the  calculated  values  are  attributed  to  interface  states  and  insulator 


charges.  This  method  might  be  adopted  as  an  alternative  to  C-V  measure¬ 
ments  [58,59].  An  estimate  of  the  carriers  generation  lifetime  (t  )  and 

O 

surface  generation  velocity  (S  )  can  be  obtained  by  measuring  the  TAV  trans- 

8 

ient  time  constants  (Teff)  [60,61].  These  parameters  which  are  indications 
of  the  defect  density  and  surface  conditions  are  determined  by  capture  and 
emission  rate  of  carriers  and  density  of  deep  traps  within  the  semicon¬ 
ductor  band  gap.  Trap  properties  are  conventionally  studied  by  transient 
capacitance  measurements  regarding  the  buildup  of  the  inversion  layer  in 


MIS  structures  are  also  used  to  determine  t  and  S  [67-70].  The  sep- 
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aration  of  t  and  S  in  this  work  is  done  by  the  application  of  a  deplet- 
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ing  bias  field  across  the  semiconductor  while  monitoring  T ^Teff  versus 
voltage  measurements) .  This  technique  can  be  adopted  as  a  fast  and 
automated  diagnostic  technique  to  screen  the  wafers  which  are  used  in 
VLSI  fabrication.  Theoretical  treatments  in  this  chapter  are  presented 
for  the  first  time  and  they  are  not  complete  in  some  parts  (as  will  be 
shown  in  detail  in  the  corresponding  sections) ,  but  nevertheless  they 
present  a  viable  foundation  for  the  future  work  in  the  related  area. 

The  applications  of  the  theoretical  analysis  in  Chapter  3  are  dem¬ 
onstrated  by  the  experimental  results  presented  in  chapter  4.  In  this 
chapter  the  TAV  measurements  under  applied  bias  voltage  are  mainly  used 
to  characterize  the  effect  of  different  fabrication  processes  on  the 
silicon  wafers.  The  processes  used  in  VLSI  fabrication  such  as  ion 
implantation,  thermal  oxidation,  laser  induced  damage  gettering,  polishing. 


etching  and  annealing  are  investigated  nondestructively  by  monitoring  such 

parameters  as  free  carrier  concentration  depth  profiles,  oxide  charge, 

generation  lifetime  and  surface  generation  velocity.  One  advantage  of 

the  TAV  technique  is  that  there  is  no  need  to  fabricate  a  contact  to 

semiconductor  surfaces  which  is  to  be  studied.  Also  the  measurement 

sensitivity  for  high  resistivity  samples  is  much  higher  than  C-V  or  Hall 
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measurements  (e.g.,  carrier  concentration  on  the  order  of  10  cm  is 
detectable  in  Si) .  The  fundamental  disadvantage  of  the  TAV  is  the  low 
sensitivity  for  low  resistivity  samples  (p  <_  0.012  cm). 

In  the  following  chapters  the  double  beam  TAV  spectroscopy  along 
with  other  techniques  such  as  C-V  are  used  to  investigate  the  property 
of  semiconductor  surfaces  and  interfaces  [47,71,72],  where  a  bias  light 
with  a  fixed  wave  length  illuminates  the  sample  while  the  wavelength  of 
another  incident  beam  (secondary  light)  is  scanned  in  the  desired  range. 

The  main  problem  of  the  devices  made  with  GaAs  MOS  technology  using 
native  oxide  is  the  anomalous  behavior  under  dc  and  low  frequency  oper¬ 
ation,  and  the  long  term  stability  of  the  device.  This  behavior  is  due 
to  the  high  density  of  interface  states  present  at  the  GaAs/oxide  interface. 
An  extensive  effort  has  been  carried  out  for  the  better  understanding  of 
the  complicated  nature  of  the  GaAs/oxide  interface  [78,82]  and  the  anodic 
oxidation  mechanism  [73-77].  Investigation  of  GaAs  samples  and  the  effect 
of  different  anodic  oxidation  schemes  on  the  GaAs/oxide  interface  and 
oxide  bulk  properties  are  presented  in  Chapter  6.  The  subjects  include 
the  following.  1)  Two  beam  TAV  spectroscopic  study  of  interface  states 
energy  levels  of  bare  and  anodically  oxidized  [73]  (wet  oxidation  under 
constant  current  density  regime)  semi-insulating  GaAs  (Cr  doped)  samples. 

The  results  indicate  the  presence  of  a  high  density  acceptor  level  at  about 
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1  eV  above  the  valence  band  for  unoxidized  GaAs  [47].  Anodic  oxidation 
increases  the  density  of  this  acceptor  level  and  also  another  donor  level 
at  about  1.3  eV  below  the  conduction  band  becomes  detectable  after  oxida¬ 
tion.  Higher  oxidation  current  density  results  in  the  higher  density  of 
interface  states.  2)  The  investigation  is  extended  to  low  resistivity  p 
and  n  type  GaAs  samples  using  C-V  measurements  [83,84].  The  results  show 
that  the  higher  current  density  of  oxidation  does  increase  the  interface 
states  density  but  it  produces  an  oxide  with  superior  bulk  properties  such 
as  low  injection  type  hysteresis  and  higher  breakdown  field.  An  optimum 
current  density  waveform  has  also  been  devised  which  starts  at  low 
current  to  produce  a  lower  interface  states  density  in  the  oxide  nucleation 
phase,  followed  by  a  high  current  density  in  the  continuous  oxide  growth 
phase  in  order  to  produce  a  high  quality  oxide  bulk.  3)  Low  temperature 
two  beam  TAV  spectroscopy  of  GaAs  leads  to  the  detection  of  the  character¬ 
istic  exciton  peaks  [85-89]  and  the  quenching  of  the  peaks  [90-94]  is 
observed  upon  shining  a  1  eV  bias  light.  The  quenching  effect  is  attrib¬ 
uted  to  the  increase  in  the  hole  density  by  electron  transition  from  the 
valence  band  to  the  high  density  acceptor  level,  causing  a  higher  recom¬ 
bination  rate  and  therefore  destroying  the  exciton  states  [85].  This 
effect  is  not  observed  in  InP  samples  due  to  lower  density  of  interface 
states  [71].  In  chapter  7  the  studies  of  CdS  samples,  which  are  used  as 
the  working  electrode  in  the  CdS/K^ [Fe(CN)6] /metal  liquid  junction  solar 
cell  configuration  [97-101]  are  presented  [45,95,96].  Two  beam  spectro¬ 
scopy  of  CdS  after  it  has  been  used  under  short  circuit  current  condition 
reveals  two  acceptor  levels  located  at  0.8  and  1.3  eV  above  the  valence 
band.  These  states  are  partially  attributed  to  the  nonstochiometric 
sulfur  deposition  at  the  CdS  surface  by  photo-anodic  dissolution  of  CdS 


13 

2+ 

into  solid  sulfur  and  Cd  ions.  These  states  influence  the  compete ticn 
between  the  redox  charge  transfer  and  the  photo-anodic  dissolution  process 
which  is  studied  by  cyclic  voltammetry  [102-104].  The  factors  affecting 
the  cell  efficiency  such  as  the  production  of  a  thin  insulating  layer 
through  which  the  photo  current  passes  by  tunneling  and  the  effect  of 
counter  electrode  material  (e.g.,  Au  or  Pt)  are  discussed.  At  the  end  a 
brief  discussion  of  the  TAV  measurements  as  applied  to  (Hg  Cd)Te  which  is 
being  used  in  focal  plane  array  IR  detectors  is  presented  [105]. 
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Fif.  1(»1  Schematic  representation  of  the  silicon  on  LiNbO, 
separate  media  convolver  structure. 


Fit.  1(b).  Representation  of  the  isterdi|itai  transducer  used  to 
(enerate  surface  acoustic  waves. 
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CHAPTER  2 


DEVELOPMENT  OF  TRANSVERSE  ACOUSTOELECTRIC  VOLTAGE 


(THEORETICAL  BACKGROUND) 


In  this  chapter  the  theoretical  calculations,  leading  to 
the  formulation  of  the  Transverse  Acoustoelectric  Voltage  (TAV)  as 
a  function  of  the  carrier  concentration  are  presented.  SAW  semicon¬ 
ductor  interaction  has  been  studied  earlier  in  relation  to  SAW 
amplifiers  and  convolvers  [19-28] .  TAV  is  generated  as  a  result 
of  nonlinear  interaction  between  the  rf  electric  field  accompanying 
SAW  and  the  semiconductor  free  carriers.  The  general  configuration 
of  the  problem  is  shown  in  figure  2.1.  SAW  is  propagating  on  the 
piezoelectric  (LiNbO^)  surface  in  the  z  direction  with  the  accompan¬ 
ied  probing  electric  field  extending  in  the  y  direction  and  the 
semiconductor  is  placed  above  the  LiNbO^.  The  distance  between  the 
semiconductor  and  LiNbO^  is  assumed  to  be  zero  which  is  a  reason¬ 
able  assumption  if  this  distance  is  much  smaller  than  the  SAW  wave¬ 


length,  X  (X 


SAW  'SAW 


32  um  or  64  ym  for  SAW  frequency  of  110  MHz  or 


55  MHz  respectively) .  The  time  varying  probing  electric  field 
modulates  the  free  carrier  concentration  as  well  as  applying  a 
force  to  them.  Therefore  an  acoustoelectric  current  with  nonzero 
steady  state  value  is  developed  [23] .  If  the  measurement  is  voltage 
sensitive,  then  the  total  steady  state  current  in  the  y  direction 
(figure  2.1)  is  zero.  Thus  a  steady  state  electric  field  is  set  in 
the  y  direction,  the  integration  of  which  across  the  semiconductor 
(from  y*0  to  y*tg  *  semiconductor  thickness)  yields  the  transverse 
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1  The  spatial  configuration  of  the  semicon- 
ductor/piezoelectric,  used  in  SAW  measure 
raents 
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acoustoelectric  voltage  (TAV).  The  TAV  signal  is  detected  across  the 
semiconductor  via  a  contact  to  the  semiconductor  back  surface,  and 
the  surface  under  study  provides  the  ground  terminal  as  will  be  dis¬ 
cussed  in  more  detail  in  the  next  chapter.  The  interaction  strength 
between  the  probing  electric  field  and  free  carriers  is  a  function 
of  the  free  carrier  concentration.  At  very  low  and  high  densities 
the  interaction  is  weaker  which  is  reflected  in  the  drop  of  the  TAV 
amplitude  at  these  concentrations.  The  reason  is  that  at  very  low 
concentrations  there  are  not  enough  carriers  to  interact  with  and  at 
high  concentrations  the  electric  field  is  effectively  shielded  by  the 

free  carriers  (e.g.,  low  and  high  carrier  concentration  values  for  Si 

12  18  —3 

are  in  the  range  of  10  and  10  cm  ) .  The  penetration  depth  of 
the  probing  field  in  the  semiconductor  is  on  the  order  of  the 
extrinsic  Debye  length.  The  net  effect  of  the  rf  field  in  extrinsic 
semiconductors  is  to  establish  a  weak  depletion  in  the  interaction 
region.  The  reason  is  that  at  the  half  cycles  corresponding  to  the 
accumulation  of  the  semiconductor,  the  Debye  length  decreases,  and 
it  increases  for  the  half  cycles  associated  with  depletion.  Thus 
in  average  a  weak  depletion  is  developed  which  can  be  compared  to 


the  depletion  established  by  applying  a  small  DC  bias  voltage 
across  the  semiconductor.  If  the  extrinsic  Debye  length  of  the 
semiconductor  is  very  large,  then  the  penetration  depth  of  the 
probing  field  is  determined  by  the  acoustic  wavelength.  The  polarity 
of  the  TAV  signal  is  positive  for  net  electron  conductivity  and  neg¬ 
ative  for  hole  conductivity,  if  the  ground  voltage  is  assumed  at 


the  surface  facing  the  LiNbO^  (surface  under  study).  This  effect 
which  is  very  useful  in  determining  the  type  of  surface  conductivity 
is  due  to  the  fact  that  a  positive  voltage  at  the  back  surface  is 
needed  (equivalent  to  substrate  biasing  in  MOS  structure)  to  deplete 
the  n  type  semiconductor  (on  the  device  side)  and  it  should  be 
negative  for  p  type.  The  theoretical  calculation  of  the  TAV 
amplitude  as  a  function  of  carrier  density  is  presented  in  the  next 
section. 


2.1  Theoretical  Evaluation  of  the  TAV  Amplitude 


The  flow  chart  of  the  TAV  calculation  procedure  is  shown 

in  figure  2.2.  An  electric  potential  which  is  propagating  in  the 

2  direction  with  angular  frequency  (lo)  and  wavelength  (X)  is 

assumed  in  the  form  $  *  <Ky)e'1^Wt  ^'Z'>  [29],  where  $(y)  is  the 

amplitude  of  the  electric  potential  in  the  y  direction.  Inside  the 

semiconductor  (y  >  0)  a  fourth  order  differential  equation  for  $(y) 

can  be  established  using  continuity,  current  and  Poisson's  equa- 

— ky 

tions.  The  solution  of  this  equation  is  in  the  form  A^e  + 

A~e-^y  if  the  semiconductor  thickness  (t  )  is  much  larger  than  the 
2  s 

acoustic  wavelength.  Using  the  appropriate  boundary  conditions 
for  ac  current  and  electric  potential  at  the  semiconductor  and 
LiNbO^  surfaces  [37]  the  values  of  "< ,  A^  and  A.,  can  be  determined, 
leading  to  the  solution  for  j.  Once  i  is  known,  then  the  ac 
electric  field  in  the  y  direction  (E(y))  and  excess  carrier  concen¬ 
trations  (n^,  p^)  can  be  formulated.  The  nonlinear  acoustoelectric 


Block  diagram  of  the  TAV-n  calculation  procedure 


1* 


current  density  (J^)  is  obtained  from  E(y),  and  p  .  The  total 

steady  state  current  density  (J,(y))  is  then  considered  which  con- 

a 

tains  the  contributions  of  the  drift,  diffusion  and  dc  term  of  the 
nonlinear  current.  By  using  proper  boundary  conditions  regarding 
the  steady  state  current  densities,  the  steady  state  transverse 
electric  field  (y  direction)  is  found.  The  integration  of  this 
electric  field  across  the  semiconductor  yields  the  TAV.  The  math¬ 
ematical  formulation  is  as  follows. 

The  rf  electric  potential  can  be  demonstrated  as: 

<J>(y,z,t)  =  0(y)  e^'JC  ,CZ)  (2.1) 

where  oj  =  SAW  angular  frequency 

k  =*  —  =  wave  number 

v 

s 

v  *  SAW  velocity  *  348800  cm/ sec  in  y  cut  z  propagating 
LiNbO-j. 

From  this  point  on,  all  the  time  and  space  varying  quantities  will 
be  presented  in  the  F(y)  e~^Ut  form.  For  parameters  with 

nonzero  equilibrium  values  the  subscript  1  is  used  for  the  perturbed 
quantities,  e.g.,  the  modulated  excess  electron  and  hole  concen¬ 
trations  are  denoted  by  n^  and  P^.  The  general  current,  continuity 
and  Poisson's  equations  are: 

J  =  CE  -  DVp  (2.2) 


7.J 


-)£ 

?t 


where 


J  =  current  density 


0  ■  electrical  conductivity 
D  ■  free  carrier  diffusion  constant 
p  *  charge  density 
£g  =  semiconductor  permittivity 

The  small  signal  equations  for  time  varying  quantities  at 
fundamental  frequency  are  obtained  by  subtracting  the  equilibrium 
terms  from  the  general  equations  and  neglecting  the  second  order 
terms.  The  current  equations  for  electrons  are: 

dni 

Jn(y)  "  qUn  n  E(y)  +q  DndT  (2'5) 

J  (z)  -  qu  n  E(z)  -  jk  q  D  n  (2.6) 

n  n  n  1 

For  holes: 


Jp(y)  -  qUp  P  E(y)  -  q  D?  ^ 

J  (z)  -  qp  P  E(z)  +  jk  q  D  P 
P  P  P  1 

The  continuity  equations  are  : 

3Jn(y) 

jajqni  -  -  jk  Jn(z)  +  5y-- 

5J  (y) 

jaJqPi  -  jk  Jp(z)  -  —t— 
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where  q  -  electronic  charge  **  1.6  x  10  coulomb 


(2.7) 

(2.8) 


(2.9) 


(2.10 


-* a  .V.'i  ■ 


,  - 


mC-'A*  V- 
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y  ,  y  =  electron  and  hole  mobilities  respectively 
n  p 

D  ,  D  =  electron  and  hole  diffusion  constants 
n  p 

n,  p  =  time  and  space  independent  electron  and  hole 
concentrations 

n^,  p^  =  excess  electron  and  hole  concentrations. 

It  should  be  mentioned  that  in  the  continuity  equations  the  genera¬ 
tion  and  recombination  of  free  carriers  at  SAW  frequency  are  ignored. 
The  bulk  mobility  is  used  in  the  above  equations.  The  Poisson's 
equations  are  (no  variation  in  x  direction) : 


V20  =■  -  k2$  =  -  f-  (P  -  nx) 

dy  s 

E  -  -  V4> 


(2.11) 


(2.12) 


Using  equations  (2.1),  (2.5-2.12)  the  following  equation  for  <Ky) 


is  found: 


d4-^-  -  k2(l  +  y2)  d2<^)  +  k4  Y2  <|»(y)  =  0 
dy  dy 


(2.13) 


where  Y  can  be  obtained  from  the  following  equation: 


2  2 
(Y  -  1) 


D  (Y2  -  k2)  -jw  D  (Y2  -  k2)  -jw 
P  n 


-1=0  (2.14) 


The  roots  of  the  above  equation  are: 


(2.15) 


„  W  0J_  +  CO  0J  0J  Uj_  +  ui  U!  2 

2  _  cn  Dn  cp  Dp  .  cn  Dn  cp  Dp 

^2  2  J  w(u  w  +  w  w  ) 

w  cn  Dn  cp  Dp 


(2.16) 


i.'i  .  A  •.*  OiV'  ^  *  *  k  1 


(2.17) 


=  cn  Dn  Dp  cp  Dp 

1 3  J  oi(a j  oj_  +  to  co.  ) 

cn  Dn  cp  dp 


Dn 


In  the  above  equations 

u)  =  dielectric  relaxation  frequency  for  electrons  = 


q  b  n 
n 


a 

co  *  — 2- 
cp  £s 


co^  =  electrons  diffusion  frequency  =  — — 

n 


co 


Dp  D 


If  co  >  co  ,  co_  ,  then  y0  can  be  reduced  to 
Dn  Dp  2 


_  CO  CO—  4*  co  CO 

Y  2  =  I  +  cn  Dn  CP  Dp 

'2  2 
CO 


(2.18) 


and 


Y^  is  close  to  unity. 


The  solution  of  equation  (2.13)  can  be  written  in  the 
following  form 


*<y>  -  Aj  e'ky  +  A2  e”Yky  +  Aj  eky  +  A4  eYky 


(2.19) 


If  the  semiconductor  thickness  is  much  larger  than  the  SAW  wavelength 

then  the  coefficients  A_  and  A,  should  be  zero.  Therefore: 

3  4 

♦  <y>  -  Ax  e*ky  +  A,  e-yky  (2.20) 

By  using  the  boundary  condition  for  ac  current  density  at  y  =  0  and 
neglecting  the  surface  recombination  velocity,  the  following  rela¬ 


tionship  is  obtained  between  A.  and  A-. 
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where 


2  .  2 

U)  0J__  +  OJ  oj,. 

_  cn  Dn  cp  Dp 
r  *  - - - y 

(OJ  0J_.  +  OJ  0J_  ) 

cn  Dn  cp  Dp 


(2.22) 


Y  in  equations  (2.20),  and  (2.22)  is  equal  to  Y£  in  equation  (2.18) 
even  though  equation  (2.16)  is  used  in  deriving  equation  (2.21). 

The  reason  is  that  the  real  part  of  Y2  (equation  (2.16))  cancels 
out  in  the  ac  current  density  formula  (which  is  used  to  obtain 
(2.21))  and  the  imaginary  part  is  not  negligible.  But  in  the 
following  equations  only  the  real  part  of  Y  as  shown  in  equation 
(2.18)  might  be  used. 

The  total  steady  state  dc  current  density  in  the  y 
direction  is:  (dc  terms  are  nenoted  by  the  subscript  d) 


JdCy>  -  a  Ed(y)  ♦  <Jni>  -  D  ^ 


(2.23) 


The  time  average  of  the  nonlinear  acoustoelectric  current  (J^) 
can  be  written  as  follows: 


<Jn,>  -  f  Re  (^  E*(y)) 


(2.24) 


where  a.  m  q(u  n,  +  u  P, ) . 

1  n  1  Pi 

Excess  electron  and  hole  concentrations  (n^,  P^)  can  be 
obtained  by  solving  Poisson's  and  continuity  equations: 


£  OJ  OJ 

„  _  S  „2  J.  cn  Dn 

n,  ■  —  V  <p - - - 

1  q  oj  oj_  +  oj  oj 

cn  Dn  cp  Dp 


(2.25) 


-  „  OJ  oj_ 

P  ,  _  _£  v2  0  - ^-52 - 

1  q  oj  oj_  +  oj  oj 

n  cn  Dn  cp  Dp 


(2.2b) 


Using  equations  (2.11),  (2.18),  (2.20),  (2.25)  and  (2.26)  leads  co: 


£  TO  W  U. 

s  .  , 2 ,  2  , .  cn  Dn 

n  -  —  A-  k  (y  -  1)  - - -  e 

1  q  2  (xi  co_  4-  co  co 

cn  Dn  cp  Dp 


£  -  /u) 

f  A2  k  (— 


V) 


w  „  -  oo  co_ 

P  - - -a  k2(Y2  -  1)  - cp  °P -  e' 

1  q  2  co  co  +  co  co 

cn  Dn  cp  Dp 


(2.27 


-  A,  k2 

q  2 


(2.28 


The  amplitude  of  the  ac  electric  field  in  the  y  direction  is: 


E(y)  -  -  ^^20  „  k  e-Ky  +  yk  ^  e-yky 


(2.29 


<Jn)^>  can  be  obtained  using  equations  (2.21),  (2.24),  (2.27), 
(2.28)  and  (2.29). 


e  kJ  y 

•  -*-2—  (A2  A2*> 


CO  (j)  -  U  CO  C0_  \  -  , 

cn  Dn  p  cp  Dp  ]  -2Yky 


(2.30 


In  order  to  find  A2  A ^  ,  the  electric  potential  at  y=0  is 


considered 


$(0)  -  A1  +  A2 


(2.31 


Using  equations  (2.21)  and  (2.31)  we  have: 


A  a  *  *  MSStiZ  . 
A2  A2  .  ,  2—2 
1  +  co  R 


(2.32 


E£j(y)  can  now  be  obtained  by  using  equations  (2.23),  (2.30),  and 
(2.32).  By  the  application  of  boundary  conditions  given  by 


J^(0)  *  J^00)  ”  0  and  continuity  equation  which  dictates  — — —  =  0 
the  transverse  acoustoelectric  voltage  (TAV)  can  be  obtained: 


TAV 


00 

r 


j  Ed(y)  dy 
0 


(2.33 


In  calculating  TAV  it  can  be  assumed  that  yk  which  is  the  effective 
decay  constant  of  the  electric  potential  inside  the  semiconductor 
is  on  the  order  of  the  inverse  of  the  extrinsic  Debye  length  (Lg)  * 
To  demonstrate  this  approximation  an  n  type  extrinsic  semiconductor 
(n  >>  p)  can  be  considered. 


1/2 


/£sKBT  \  =  s  V\ 

\q2(n  +  p)  /  \  q2  n  / 


1/2 


(2.34 


q  (n  +  p) 
where  Kg  *  Boltzman's  constant 


T  -  absolute  temperature. 
From  equation  (2.18): 
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U). 


+  w 


UL, 


1  + 


cn  Dn  cp  Dp 
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if  to 


cn  Dn 


»  oj  and  to  >>  w 
cn 


cp 


o  U) 

,  2  cn 

then  y  -  —r— 


Thus : 


[tXil 


12  (w  +w  ) 
cn  cp 


2  2 
1  +  w  R 


Following  reference  [37],  the  electric  potential  at  the  surface  of 


the  LiNbO^  can  be  written  as: 


K  Re(l/Z  *) 
k  A 


(2.36 


where 

Sz  =  power  flux  per  unit  length 
a  =  propagation  loss 

K  *  electromechanical  coupling  coefficient 

=  surface  impedance  of  the  piezoelectric  substrate. 

Both  ZA  and  a  are  affected  by  the  semiconductor  medium,  adjacent  to 
the  piezoelectric  surface.  The  equations  for  Z A  and  a  are: 


z  -  j  x  1  +  3.(>)-R 
A  v  e  y  +  iwR  ' 

s  s  T  J  R  defined  in  (2.22) 


(2.37 


K2  ,  ,  £p  Vs  ZA 

a  =  -  t  k  Im  €  v~z 

p  s  A  J 


(2.38 


where  is  the  permittivity  of  the  piezoelectric  material. 
Using  equations  (2.22),  (2.32),  and  (2.36)— (2.38)  we  have: 

„  2  K2  S  e  (1  +  U>2  R2) 


v  k  w  R 


+  Y  + 


Vi 


r 


»Tr 


By  inserting  |<J>(0)  |  from  equation  (2.39)  in  equation  (2.35)  TAY 
can  be  written  as 


/  ny  -  py  \ 

'•  ("“d  *  "%) 


‘■4*y‘4*y; 


(2.40) 


where  V 


K  S  £  q 
z  p 


0  6  £s2  “  V 


(2.41) 


As  shown  in  equation  (2.41)  the  constant  Vq  is  a  function 
of  the  electromechanical  coupling  coefficient,  acoustic  power,  SAW 
frequency  and  temperature.  The  TAV  dependency  on  the  carrier  con¬ 
centration  (TAV-n)  for  Si  and  GaAs  is  calculated  using  equation 
(2.40)  and  the  plots  are  shown  in  figures  2.3  and  2.4  respectively. 
Figures  2.3a,b  include  two  plots  (each),  the  solid  curve  is  the 
(TAV-n)  as  calculated  from  equation  (2.40).  The  dashed  curve  is  the 
(TAV-n)  plot  from  the  equation  presented  in  reference  [42]  where  a 
u)R  term  appears  in  the  numerator  due  to  miscalculation.  Figure 
2.3a  is  for  the  SAW  frequency  of  110  MHz  and  2.3b  for  55  MHz. 
Additional  theoretical  treatments  considering  nonzero  distance 
between  the  semiconductor  and  the  delay  line  [43],  and  including 
the  imaginary  term  of  y  (equation  (2.16))  and  the  diffusion  term 
(equation  (2.23))  while  using  the  one  carrier  (electrons  or  holes) 
interaction  approximation  [44]  were  presented  recently. 

The  important  features  of  the  (TAV-n)  plots  that  were 
qualitatively  discussed  in  the  beginning  of  this  chapter  can  now  be 
observed  in  figures  2.3  and  2.4.  These  features  are:  1)  n  type 


•■-v.  va'.v.vvv.vaVa'v:-.  *>.  ■■■*.  •: v  .  ■  - 


lO3  10*  I07  10*  10*  lO10  10"  10 12  I013  I0'4  lO'3  ic 


Electron  Concentration  (cm'3) 


Figure  2.3b  Transverse  acoustoelectric  voltage  amplitude  as  a  func¬ 
tion  of  carrier  concentration  in  silicon,  SAW  frequency 
-  55  MHz. 
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surface  conductivity  exhibits  a  positive  TAV  and  vice  versa  for 
p  type.  2)  There  is  a  maximum  in  both  n  and  p  regions  because  at 
near  intrinsic  concentrations  there  are  few  carriers  to  interact 
with  the  electric  field  and  at  very  high  concentrations  the  free 
carriers  effectively  screen  the  probing  electric  field  and  the  TAV 
amplitude  reduces.  Thus  by  monitoring  the  TAV  amplitude  one  can 
distinguish  between  electron  and  holes  surface  conductivities  and 
also  obtain  the  magnitude  of  the  free  carrier  concentration. 

One  should  note  the  high  sensitivity  of  the  TAV  signal  at 
very  low  carrier  concentrations  which  extends  the  measurement  capa¬ 
bility  to  very  high  resistivity  materials  such  as  Cr  doped  GaAs 
(P  >  10^2  cm).  This  is  an  advantage  over  other  measurement  tech¬ 
niques  such  as  C-V  or  four  point  probe  measurements.  On  the  other 
hand  the  sensitivity  of  the  TAV  technique  decreases  at  very  high 
carrier  concentrations  and  surface  characterization  with  average 
surface  resistivity  below  0.01 cm  is  not  practical.  Lock  in 
detection  of  the  TAV  amplitude  has  alleviated  this  problem  to  some 
extent.  It  should  be  noted  that  in  this  work  the  surface  character 
ization  is  referred  to  the  region  with  a  thickness  on  the  order  of 
the  semiconductor  extrinsic  Debye  length  or  the  acoustic  wavelength 
whichever  is  shorter. 


CHAPTER  3 


TAV  MEASUREMENTS  UNDER  APPLIED  BIAS  VOLTAGE 

In  this  chapter  a  discussion  of  the  new  delay  line  struc¬ 
ture  which  allows  the  modulation  of  the  surface  potential  via  a 
small  external  bias  voltage  (±  10  volts  range)  is  presented. 
Development  of  the  theoretical  foundations  which  are  utilized  in  the 
TAV  versus  voltage  (TAV-V)  measurements  are  discussed  next.  The 
subjects  to  be  presented  are  as  follows: 

•  New  delay  line  structure  for  TAV-V  measurements. 

•  A  depth  profiling  procedure  which  is  applicable  to  the 
measurements  where  the  free  carrier  concentration  is 
the  primary  measured  quantity  rather  than  the  deple¬ 
tion  layer  width. 

•  Evaluation  of  the  interface  charge  density  and  flat 
band  voltage  by  comparing  theoretical  and  experimental 
TAV-V  curves. 

•  TAV  transient  measurements  and  the  estimation  of  the 
carrier  lifetime  and  surface  generation  velocity. 

3.1  A  New  Delay  Line  Structure  for  TAV-V  Measurements 
and  the  Experimental  Apparatus 

The  delay  line  arrangement  is  shown  in  figure  3.1.  The 
piezoelectric  substrate  is  a  y  cut  z  propagating  LiNbO^  with  two 
aluminum  interdigital  transducers  fabricated  on  the  surface  (fig. 
3.1a).  The  semiconductor  is  placed  above  the  LiNbOy  with  the 
surface  under  study  facing  the  LiNbOj.  In  the  previous  work  the 


INTERACTION  REGION  ALUMINUM 


INTERDIGITAL  TRANSDUCERS 


V  (APPLIED  D.C.  VOLTAGE) 
T  SAMPLE 


DELAY  LINE 
(  LiNb03) 


Figure  3.1  Delay  line  arrangement  for  TAV  measurements. 


TAV  signal  across  the  semiconductor  has  been  detected  by  placing 
an  aluminum  plate  on  the  back  surface  of  the  semiconductor  and 
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another  one  under  the  LiNbO^  [42]  (fig.  1.1a).  The  TAV  is  a  dc 
voltage  across  the  semiconductor,  therefore  in  order  to  monitor  this 
signal  through  the  insulators  such  as  the  oxides  on  the  semicon¬ 
ductor  surfaces  and  the  LiNbO^,  the  rf  voltage  and  thus  the  probing 
electric  field  are  pulsed.  As  a  result  the  TAV  can  be  detected 
as  a  transient  voltage  via  the  capacitive  coupling  [50,71].  In  the 
new  TAV  measurements  a  thin  aluminum  structure  (-  1  ym)  is  evap¬ 
orated  on  the  LiNbO^  surface  as  shown  in  figure  3.1a  [50].  This 
structure  provides  a  ground  path  for  the  TAV  signal  which  does  not 
pass  through  the  LiNbO^  substrate,  as  compared  to  the  previous  work. 
At  the  center  of  the  aluminum  structure  a  window  is  made  to  provide 
an  interaction  region  (fig.  3.1a).  The  mechanical  surface  wave 
produced  by  the  interdigital' transducer  is  accompanied  by  the  prob¬ 
ing  electric  field  only  in  the  region  not  covered  by  the  aluminum. 
Under  the  aluminum  covered  area  the  electric  field  tends  to  zero 
while  the  mechanical  wave  continues  to  propagate.  Once  the  mech¬ 
anical  wave  reaches  the  interaction  window  the  probing  electric 
field  is  regenerated.  The  area  of  the  semiconductor  surface  which 
is  to  be  tested  is  placed  above  the  interaction  region  (fig.  3.1b) 
where  the  probing  electric  field  penetrates  in  the  semiconductor 
surface,  interacts  nonlinearly  with  the  free  carriers  and  produces 


the  TAV  signal. 


In  order  to  change  the  surface  potential,  the  bias  voltage 
is  applied  across  a  contact  to  the  semiconductor  back  surface  and 
the  ground  path  underneath  the  surface  under  study.  The  nature  of 
these  contacts  are  important  for  a  nondestructive  measurement.  The 
back  contact  can  be  provided  by  removing  the  possible  insulator 
layer  from  the  back  surface  and  evaporating  an  appropriate  metal 
with  no  hot  step  involved  (e.g.,  by  contacting  to  an  abraided 
region  on  the  back  surface)  to  form  an  ohmic  contact.  The  forma¬ 
tion  of  the  back  ohmic  contact  is  not  necessary  for  the  TAV  detec¬ 
tion,  since  the  probing  rf  electric  field  only  interacts  with  the 
carriers  at  the  surface  under  study  (as  long  as  the  extrinsic  Debye 
length  is  smaller  than  the  semiconductor  thickness) .  If  the  insul¬ 
ator  layer  is  not  removed  from  the  back  surface,  then  the  voltage 
drop  across  this  layer  and  the  variation  of  the  back  side  surface 
potential  should  also  be  considered  in  evaluating  the  device  side 
surface  potential  as  a  function  of  the  bias  voltage.  The  contact 
to  the  surface  under  study  (device  side)  is  of  special  importance. 
This  contact  is  simply  provided  by  placing  the  semiconductor  (with 
or  without  an  insulator  layer)  on  the  A Z  coated  LiN'bO^  as  shown  in 
fig.  1(b)  and  there  is  no  processing  involved.  If  there  are  no 
insulators  present  in  the  signal  path,  a  dc  current  can  pass 
through  the  detection  system.  In  this  case  the  measurement  appar¬ 
atus  can  be  adapted  to  monitor  the  steady  state  current  density 
(J  (y)  in  2.23)  instead  of  the  TAV.  The  important  features  of 
the  new  delay  Line  structure  are  shown  in  fig.  3.2a  which 


includes:  1)  The  interaction  region  width  (w^)  which  determines 
the  spatial  resolution  of  the  measurement.  For  higher  spatial 
resolution  a  smaller  width  (w^)  is  desired,  but  a  lower  limit  is 
set  by  the  detection  sensitivity  of  the  TAV  signal.  T-  •’Iso 
affects  the  form  of  the  bias  electric  field  (should  be  distinguished 
from  the  rf  probing  electric  field)  which  passes  through  the  area 
under  study.  As  shown  in  figure  3.2a  the  probed  area  is  the  only 
region  where  the  aluminum  ground  is  removed  from  the  LiNbO^  sub¬ 
strate.  Thus  the  bias  electric  field  bends  towards  the  corners 
of  the  interaction  window  and  the  center  of  the  probed  region  is 
unaffected.  The  surface  potential  in  this  region  (thickness  =  w 
in  figure  3.2a)  can  only  be  slightly  modulated  as  compared  to  the 
edges  of  the  probed  area.  Therefore  the  calculated  surface 
potential  for  a  certain  bias  voltage  can  be  considerably  different 
from  the  real  value.  To  lessen  this  problem,  w^  should  be  reduced 
as  much  as  possible  by  such  means  as  the  reduction  of  w^  to  its 
experimental  limit  (detection  sensitivity) .  The  aluminum  ground 
path  thickness  (t^)  can  also  be  increased  in  order  to  obtain  a  more 

uniform  electric  field.  For  practical  vacuum  deposition,  t  does 

<1 

not  exceed  a  few  microns.  Also  the  amplitude  of  the  mechanical 
surface  waves  might  be  reduced  by  the  thick  aluminum  loading  effect 
to  such  an  extent  that  the  re'’'- -erated  probing  electric  field  is 
not  adequate  to  produce  a  detectable  TAV  signal.  One  remedy  is 
to  use  an  array  of  aluminum  fingers  (figure  3.2b),  all  connected 
to  a  common  ground  terminal  with  spacings  (w.  )  on  the  order  of 


2ta  or  smaller.  In  this  case  an  almost  uniform  surface  potential 

modulation  is  possible  without  the  reduction  of  the  TAV  signal. 

The  spatial  resolution  cannot  be  improved  by  this  structure  since 

the  total  interaction  region  area  (the  sum  of  the  spacing  between 

fingers)  is  still  determined  by  the  TAV  detection  sensitivity  and 

the  spatial  resolution  is  further  reduced  by  the  addition  of  the 

nonzero  width  of  the  aluminum  fingers  (w^) .  In  the  experimental 

work  reported  in  this  thesis  the  one  piece  interaction  window  with 

a  width  on  the  order  of  mm  is  used.  Another  method  to  establish  a 

more  uniform  bias  field  is  to  leave  a  very  thin  aluminum  layer 

with  a  thickness  (t  )  on  the  order  of  100  A°  in  the  interaction 

w 

region  (figure  3.2c).  This  layer  should  be  thin  enough  to  allow 
the  probing  rf  field  to  pass  through  it  without  excessive  atten¬ 
uation.  The  bias  electric  field  can  then  be  terminated  on  the  thin 
Ai.  layer,  producing  a  uniform  electric  field.  In  this  work  the 
thickness  of  the  aluminum  ground  path  is  about  1  ym.  The  inter¬ 
action  region  width  also  determines  the  lower  limit  of  the  TAV 
transient  measurements  as  will  be  discussed  in  the  following  sec¬ 
tions.  This  limit  is  established  by  the  transit  time  of  the 
surface  acoustic  wave  through  the  interaction  window  (=  0.3  ysec 
per  mm).  If  placing  the  wafer  on  the  piezoelectric  substrate  is 
not  desirable,  an  air  gap  can  be  maintained  between  the  surface 
under  study  and  the  substrate  by  the  proper  mechanical  arrangement, 
resulting  in  a  contactless  measurement.  The  air  gap  should  be 
considerably  smaller  than  the  acoustic  wavelength  which  is  on  the 


order  of  32  or  64  ym  for  110  or  55  MHz  SAW  frequencies  respectively. 
The  optical  lithography  tools,  used  for  proximity  exposure  [115] 
which  are  capable  of  maintaining  a  small  gap  in  the  range  of  10  to 
25  um  can  be  used  for  this  purpose.  In  this  case  the  voltage  drop 
across  the  air  gap  should  be  accounted  for  in  calculating  the 
surface  band  bending  by  the  bias  and  rf  fields.  This  arrangement 
can  also  aid  the  uniformity  of  the  bias  electric  field. 

The  experimental  apparatus  for  the  TAV-V  measurements  is 
shown  in  figure  3.3.  The  setup  is  divided  into  four  sections  as 
follows:  section  I  consists  oi  the  electronics  which  generate  the 

rf  pulse,  section  II  is  arranged  to  apply  the  bias  voltage  across 
the  semiconductor  and  measures  its  value,  TAV  detection  is  performed 
by  section  III  and  section  IV  is  the  SAW  delay  line  structure  which 
has  already  been  discussed.  The  rf  pulse  is  generated  by  modulating 
the  output  of  a  continuous  rf  source  by  a  pulse  generator.  Modula¬ 
tion  is  performed  by  a  balanced  mixer.  Typical  rf  frequencies  are 
55  MHz  or  110  MHz.  Pulse  width  ranges  from  a  fraction  of  ysec  to 
10  msec  and  the  pulse  period  can  vary  between  0.5  msec  to  500  msec. 
The  rf  pulse  is  fed  to  an  rf  amplifier  followed  by  an  attenuator 
which  keeps  the  rf  pulse  amplitude  in  the  range  of  10  volts  peak  to 
peak.  The  amplified  rf  pulse  is  then  applied  to  the  interdigital 
transducer  (IDT)  which  is  tuned  to  be  a  500  resistive  load  at  the 
desired  frequency.  The  IDT  by  itself  is  a  capacitive  load  and  a 
single  series  inductance  is  used  for  tuning.  The  application  of 
the  rf  pulse  to  the  input  IDT  launches  the  surface  acoustic  wave. 
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Section  II  shows  the  arrangement  which  allows  the  biasing 
of  the  sample  and  the  simultaneous  detection  of  the  TAV  signal.  It 
consists  of  a  dc  voltage  source  (can  also  be  a  pulsed  voltage 
source)  in  series  with  a  high  value  resistance  which  effectively 
constitutes  a  current  source,  connected  to  the  semiconductor  back 
surface.  The  high  value  resistor  is  used  to  prevent  the  shorting 
of  the  TAV  signal  by  the  low  output  impedance  voltage  source. 

The  TAV  signal  is  applied  to  a  low  frequency  amplifier  via  a  capac¬ 
itor.  The  aluminum  structure  under  the  semiconductor  is  grounded 
and  the  applied  bias  voltage  is  measured  at  the  semiconductor  back 
surface  (similar  to  substrate  bias  in  MOS)  by  a  voltmeter  with  an 
analog  output.  It  is  also  possible  to  apply  the  bias  voltage 
directly  to  the  aluminum  structure  instead  of  grounding  it  (similar 
to  gate  bias  in  MOS).  In  this  case  the  back  surface  can  be  at  a 

virtual  dc  ground  through  the  input  of  the  amplifier  if  the  0.015  uf 

capacitor  is  removed.  This  configuration  is  not  used  because  of  the 
uncertainty  in  the  ground  voltage.  Also  the  saturation  of  the 
amplifier  by  the  possible  dc  input  causes  additional  problems.  The 
advantage  of  this  configuration  (if  it  is  used  after  careful  exam¬ 
ination)  is  that  it  requires  a  smaller  bias  voltage  range  than  the 
previous  arrangement.  To  detect  the  TAV  amplitude  (section  III  in 
figure  3.3)  the  TAV  signal  is  fed  to  a  low  frequency  amplifier  with 

the  maximum  bandwidth  from  dc  to  10  MHz.  The  output  of  this 

amplifier  is  connected  to  the  input  of  a  lock  in  amplifier, 
possibly  via  a  signal  attenuator.  The  attenuator  is  sometimes  used 


Co  eliminate  Che  readjustment  of  the  amplifiers  at  different  signal 
levels.  The  reference  signal  to  the  lock  in  amplifier  is  provided 
by  the  pulse  generator.  The  TAV  waveform  for  a  p  type,  11-16  ~  cm 
silicon  sample  is  shown  in  figure  3.4.  To  obtain  the  TAV-V  curves, 
the  amplitude  of  the  TAV  signal  is  recorded  as  a  function  of  the 
applied  bias  voltage,  as  the  voltage  source  is  scanned  in  the 
desired  range.  In  the  TAV  transient  time  constant  (t)  measurements, 
the  lock  in  amplifier  can  be  replaced  by  a  computer  which  calculates 
the  time  constant,  and  (x-v)  is  recorded.  The  bias  voltage  source 
can  be  either  dc  (a  slow  varying  ramp)  or  pulsed.  In  most  of  the 
following  experiments  a  slow  varying  ramp  is  used  and  the  operation 
under  pulsed  bias  voltage  is  also  discussed. 

3.2  New  Depth  Profiling  Procedure 

Electrical  depth  profiling  is  most  commonly  performed  by 
differential  capacitance-voltage  (C-V)  techniques  [53-56]  and  other 
capacitance  measurements  such  as  feedback  method  [57]  and  second 
harmonic  technique  [116].  The  common  characteristic  of  all  these 
measurements  is  that  the  depletion  width  (W)  is  monitored  as  a 
function  of  the  bias  voltage  (V)  by  measuring  the  depletion  layer 
capacitance.  The  average  majority  carrier  concentration  profile, 
(for  example  n(x)  in  n  type  semiconductor),  and  from  that  the 
dopant  density  profile  (N(x)),  are  then  evaluated  by  the  mathe¬ 
matical  manipulation  of  the  depletion  width  versus  voltage  (W(V)) 
[53-56]  or  by  producing  a  capacitance  related  signal  which  is  pro¬ 
portional  to  N(x)  or  1/N(x)  [57-116].  In  this  section  the  profiling 


Figure  3.4  Experimental  TAV  Waveform 

(Si  sample,  p  type,  p  *  11-16  (2  cm) 

Upper  trace:  Rf  pulse,  vertical  scale  =  5V/div, 
Horizontal  scale  =  100  usec/div. 

Lower  trace:  TAV  signal,  vertical  scale  =  1  mv/d 
Horizontal  scale  =  100  ysec/div. 


capability  of  the  measurements  which  are  primarily  sensitive  to 
the  free  carrier  concentration  rather  than  the  depletion  layer 
thickness  is  introduced  [51,52].  Using  this  procedure,  the  tech¬ 
niques  measuring  such  parameters  as  surface  conductance  and  surface 
photovoltage  [106],  optical  reflection  [117],  transverse  acousto¬ 
electric  voltage  (TAV)  [71]  and  Hall  effect  [118],  which  are 
presently  used  to  characterize  semiconductor  materials  might  be 
suitably  adopted  for  depth  profiling.  Semiconductor  properties, 
e.g.,  mobility,  trap  and  ionized  impurity  energy  levels  and  density 
which  are  measurable  by  the  above  methods  might  also  be  evaluated 
as  a  function  of  depth  in  addition  to  the  dopant  density  profile. 

The  experimental  setup  for  these  measurements  should  be  capable  of 
monitoring  the  carrier  density  at  the  edge  of  the  depletion  layer, 
considering  the  abrupt  space  charge  edge  (ASCE)  approximation. 

The  surface  potential  is  varied  by  the  bias  voltage,  and  the 

average  carrier  concentration  versus  the  applied  bias  voltage  is 
monitored  (n(V)).  The  information  about  the  depletion  layer  width 
versus  the  bias  voltage  (W(V))  can  then  be  obtained  from  the  math¬ 
ematical  analysis  of  the  h(V)  curve.  This  analysis  is  presented 
in  section  3.2.1  which  leads  to  the  average  free  carrier  concen¬ 
tration  depth  profile  h(x).  It  should  be  noted  that  in  the  C-V 
technique  also,  the  majority  carrier  concentration  depth  profile 
which  is  subjected  to  the  Debye  averaging  effect  [56]  is  measured 
rather  than  the  impurity  ions  density  profile  [54,55].  The  approx¬ 
imate  doping  profile  can  then  be  calculated  by  using  the 


computations  discussed  in  references  [55]  and  [56].  The  same 


limitations  and  approximations  are  applicable  in  this  work.  The 
limitations,  corrections  and  experimental  implications  are 
presented  in  section  3.2.2. 

3.2.1  Theoretical  Analysis 

For  depth  profiling  using  the  measurements  sensitive  to 
the  free  carrier  concentration,  one  should  obtain  the  depletion 
width  as  a  function  of  the  bias  voltage  (W(V))  [52].  In  this 
analysis,  the  ASCE  approximation  is  used,  and  it  is  assumed  that 
the  surface  potential  is  modulated  by  a  bias  field,  applied  across 
an  insulator  on  the  surface  and  the  substrate.  The  effects  of  the 
surface  states  and  the  minority  carriers  are  neglected.  An  n  type 
semiconductor  is  considered  without  losing  the  generality  of  the 
treatment.  Poisson's  equation  is  considered  along  the  depleted 
region  (figure  3.5). 

(3.1 

dx  s 

n(x)  =  N (x)  -  n(x)  (3.2 

where 

V(x)  =  electric  potential 

x  =  distance  from  the  surface  into  the  semiconductor 
•  q  =  electronic  charge 

£s  =  semiconductor  permitivitv 
n(x)  =  majority  carrier  concentration  profile 
N(x)  =  ionized  dopant  concentration  profile 


Figure  3.5  Surface  potential  and  depletion  width  modulation 
by  the  applied  bias  voltage. 


The  ASCE  approximation  suggests 


n(x)  =  0 
n(x)  =  N(x) 


for  x  <  W 


for  x  >  W 


where  W  is  the  depletion  layer  thickness.  The  boundary  conditions 
at  the  depletion  edge  (W)  and  the  surface  are 


V(W)  =  0 


B.C.  <  V(0)  =  Vg,  Vg  =  surface  potential 


E  (W)  = 


dV  (x) 


=  0,  E  =  electric  field 


The  applied  bias  voltage  (V  )  can  be  written  in  the  following  form 

O 

VB=VFB+Vi+Vs  (3-5 

where  is  the  fiat  band  voltage,  and  is  the  voltage  drop 

across  the  insulator  due  to  the  space  charge.  Therefore 


V.  =  —  ,  Q  =  £  E  (3.6 

l  C.  sc  s  s 

i 

where  Qgc  is  the  space  charge  density  per  unit  area,  Eg  is  the 
electric  field  at  the  surface,  and  Ch  is  the  insulator  capacitance 
per  unit  area.  Considering  the  boundary  conditions  in  (3.4) 


Eg  =  _  n(x)  dx 

3  0 


!  |  n(x)  dx  dt 


using  (3.5)— (3.8) ,  it  follows 


VB  *  VFB  =  -  t?  J  dx  +  t  J  J 

0  S  0  w 


'itx;  ax 


v  ->  •  ?  j 


Equation  (3.9)  is  precise  with  no  ASCE  approximation  and  it  can  be 

applied  to  any  doping  profile.  Knowing  the  value  of  n  (x)  at  any  V  ,  tl 

B 

value  of  W  must  be  calculated.  To  do  so  the  ASCE  approximation  and 

finite  difference  technique  are  used.  A  voltage  increment  (AV  ) 

B 

is  considered  which  results  in  a  depletion  width  increment  (AW) . 
Using  equation  (3.9)  for  the  mth  voltage  increment  we  find: 

AVb< 


=  VB(m) 

-  VB(m-l) 

w(m) 

— 

=  _ 

c. 

n(x)  dx  + 

1  w(m-l)  3  i 

• 

L  o 

w(m-l)  t 

r 


n(x)  dx  dt 

J 

w(m-l) 


w(m)  t 


r 


+ 
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n(x)  dx  dt 


w(m) 


(3.10) 


To  approximate  n(x)  at  each  voltage  interval,  the  ASCE  approximation 
(equation  3.3)  is  used  and  it  is  also  assumed  that  the  average 
carrier  concentration  (n(x))  is  equal  to  a  constant  (n(m))  in  that 
interval.  Thus 

n(x) |  =  N(x) I  =  n(m)  (3.11) 

i  m  j  m 

By  substituting  (3.11)  in  (3.10)  the  following  equation  can  be 
obtained  after  the  mathematical  manipulation: 

n(m-  (AW(m))2  +  3  [£  +  C.  W(m-l) ] 


where  iW(tn)  is  the  rath  depletion  width  increment  and 


m-1 

W(m-l)  =  l  iW(n)  for  ra  _>  2 

n=l 

In  deriving  equation  (3.12)  it  is  assumed  that  at  the  bias  voltage 
equal  to  the  flat  band  voltage  the  depletion  layer  width  is  zero. 
Another  method  to  derive  (3.12)  from  (3.9)  which  provides  a  better 
physical  insight  is  to  shift  the  origin  (x=0)  inside  the  semicon¬ 
ductor  with  the  translation  equal  to  the  previous  depletion  width 
(figure  3.5).  In  this  case  the  insulator  capacitance  (C^)  is 
replaced  by  another  capacitance  (C^.)  which  includes  the  depletion 

width  capacitance  (C,).  Therefore: 

d 


C  C 
i  d 


T  C.  +  Cj 
x  d 


(3.13) 


or 


C.  £ 
i  s 


T  WC.  +  £ 
i  s 


(3.14) 


Now  for  the  mth  interval,  the  following  equation  can  be  obtained 
directly  from  (3.9). 


^  (£W(m))2  +  q  iW(ra)  -  AV  (m)  =  0  (3.15) 

Z  £  d 

s  T 


Substitution  of  C^,  from  (3.14)  in  (3.15)  leads  to  the  equation 


(3.12).  By  measuring  n(m)  at  each  voltage  interval,  iW(m)  and 
thus  W(m)  can  be  calculated  from  (3.12),  leading  to  the  depth 


profile  h(x).  The  voltage  increment  IV  can  be  chosen  to  be  smaller 


for  more  accurate  calculations  within  the  experimental  limits.  These 


limits  which  dictate  a  spatial  resolution  on  the  order  of  a  few 


Debye  lengths  are  discussed  in  the  next  section.  In  (3.12)  the 
second  order  term  can  be  neglected  if 


where 


AW(m) 

2 


•  «  ^  +  W(m-l)  , 
i 

insulator  permitivity, 
insulator  thickness 


C. 

1 


Therefore 


“i 

t . 
l 


t  +  W(m-l)  (3.16) 

i 

Typically  the  inequality  (3.16)  is  satisfied  except  for  possibly 
the  first  few  steps.  Equation  (3.12)  can  also  be  simplified  if 
<<  Cd  (thick  insulator).  In  this  case  (3.12)  reduces  to  (3.15) 
with  replaced  by  and  the  recursive  nature  of  (3.12)  is  elim¬ 
inated  [511.  The  condition  C.  <<  C)  is  satisfied  when: 

id 

£ 

^  »  W(ra-l)  (3.17) 

i 

Inequality  (3.17)  is  valid  only  in  the  first  few  intervals.  In 
fact,  (3.17)  determines  the  upper  bound  of  the  depletion  width, 
below  which  the  simplified  equation  can  be  used. 


3.2.2  Experimental  Limits,  Corrections  and  Implications 

The  average  majority  carrier  concentration  profile  (h(x)) 
can  be  obtained  by  the  procedure  explained  in  the  previous  section. 
The  next  step  is  to  evaluate  the  ionized  impurity  distribution 
(N(x))  from  n(x) .  A  number  of  corrections  and  mathematical  manip¬ 
ulations  are  devised  for  the  C-V  technique  which  are  also  applicable 


in  this  work.  The  reason  is  that  the  C-V  profiling  also  measures 
n(x)  instead  of  N(x)  as  pointed  out  in  [54-56].  These  corrections 
and  other  limitations  such  as  the  effect  of  interface  traps  at  small 
depletion  widths  (which  dictates  the  use  of  a  higher  measurement 
frequency)  are  discussed  and  the  possible  arrangements  to  reduce 
these  limitations  are  considered. 

The  ASCE  approximation  divides  the  semiconductor  in  two 
distinct  regions,  one  is  the  depletion  region  with  no  majority 
carriers  and  the  other  is  the  neutral  region  where  the  majority 
carrier  concentration  is  equal  to  the  impurity  atoms  density.  In 
reality  if  there  is  a  spatial  variation  in  the  ionized  impurity 
distribution  (N(x)),  then  the  majority  carrier  profile  (n(x))  cannot 
follow  N(x)  and  a  significant  deviation  can  be  present  at  the  hi  :h 
concentration  gradient  regions.  The  reason  is  that  at  equilibrium, 
the  total  current  inside  the  semiconductor  which  is  the  sum  of  the 
drift  and  diffusion  currents  is  assumed  to  be  zero.  Diffusion  of 
the  mobile  carriers  from  high  to  low  concentration  region  has  to  be 
canceled  by  a  drift  current  which  is  caused  by  an  electric  field 
in  the  opposing  direction.  This  electric  field  is  established  by 
the  deviation  from  charge  neutrality  which  means  that  n(x)  and 
N(x)  cannot  be  equal.  Also  it  can  be  deduced  that  the  variation  of 
the  impurity  profile  is  always  sharper  than  the  free  carrier  con¬ 
centration  profile.  As  an  example,  figure  3.6  shows  a  nigh-low 
abrupt  profile  for  N(x)  which  varies  from  N  to  N,  in  a  small 


distance  compared  to  the  local  Debye  leng'h  LQ  = 
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N(x)  ionized  deposit  concentration 
n(x)  majority  carrier  concentration 

An (x)  carrier  concentration  increment  produced  by  an 
increment  of  bias  voltage 


Figure  3.6  Ionized  dopant  density  and  majority  carrier  concen¬ 
tration  profiles,  near  a  high  concentration  gradient 
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The  majority  carrier  profile  is  also  shown  (n(x))  which  exhibits  a 


lower  gradient.  The  n(x)  varies  from  high  to  low  value  in  a  distance 
on  the  order  of  a  few  extrinsic  Debye  lengths.  If  the  measurement 
actually  monitors  n(x) ,  then  there  is  an  equation  from  which  N(x) 
can  be  obtained.  This  equation  which  is  the  result  of  equating 
drift  and  diffusion  currents  is  as  follows  [55]: 


N(x)  =  n(x)  + 


kbt 


\  ( ^s 'N  _d_  1  dn(x) 

/  \  q  /  dx  _  n(x)  dx  _ 


(3.18) 


Equation  (3.18)  can  be  applied  to  n(x)  without  a  complicated  compu¬ 
tation  scheme.  But  it  is  pointed  out  that  the  carrier  concentration 
profile  in  itself  is  subject  to  the  Debye  averaging  effect  which 
leads  to  inaccurate  results  in  the  range  of  a  few  Debye  lengths 
around  the  regions  with  sharp  spatial  variation  of  carrier  density 
[56].  By  incrementing  the  depleting  bias  voltage,  dn(x)  is  measured 
rather  than  the  An(x)  as  shown  in  figure  3.6.  Extensive  computer 
calculations  are  carried  out  to  demonstrate  this  effect  [56]  and 
the  results  indicate  that  N(x)  can  be  calculated  from  n(x) (equation 
3.18)  reasonably  well  if  N(x)  varies  gradually  over  a  few  Debye 
lengths.  Other  attempts  are  also  made  to  relax  the  ASCE  approx¬ 
imation  [119-121]  (using  better  approximations  for  n(x)  in  (3.2)) 
but  a  general  solution  to  the  problem  is  too  complicated  to  be 
practical.  Thus  in  order  to  obtain  N(x)  from  the  measured  profile, 
equation  (3.18)  can  be  used  as  a  first  correction  step  and  then 
iterative  computer  solutions  should  be  applied  if  a  high  spatial 
resolution  is  required  in  the  high  concentration  gradient  region 


(deconvolution  of  the  Debye  averaging  effect).  The  flow  charts  of 
the  depth  profiling  procedures  and  corrections,  applicable  to  this 
work  and  the  C-V  technique  are  shown  in  figure  3.7. 

The  treatment  presented  in  section  3.2.1  neglects  the 

effects  of  minority  carriers  and  interface  states.  The  validity  of 

these  assumptions  should  be  examined.  The  interface  states  response 

can  affect  the  measurement  in  two  ways.  First  if  the  interface 
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states  trap  charges  (Q  =  coul/cm  )  respond  to  the  perturbation 
which  is  used  as  the  probing  tool.  For  example,  in  C-V  technique 
a  1  MHz  sinusoidal  signal  is  used  to  monitor  the  depletion  layer 
capacitance.  If  the  response  time  of  the  interface  traps  is 
lowered  to  the  range  of  psec,  then  they  can  contribute  to  the  total 
measured  capacitance  and  distort  the  data  [58].  The  interface 
states  response  time  is  reduced  if  the  depletion  layer  width 
decreases  (going  towards  flat  band),  due  to  the  increase  of  the 
majority  carrier  concentration  (figure  3.8).  Thus  at  a  fixed  meas¬ 
urement  frequency  the  density  of  interface  trap  levels  (Di(_  = 

-2  -1 

cm  eV  )  and  their  capture  probability  can  be  the  dominant  factor 
in  determining  how  close  to  the  surface  the  depth  profile  can  be 
obtained  without  an  excessive  error.  This  limit  can  be  reduced  by 
decreasing  D^t  or  increasing  the  measurement  frequency.  The  TAV 
measurement  reported  in  this  work  is  inherently  a  high  frequency 
measurement,  thus  it  has  the  advantage  that  the  interface  states 
preclude  response  at  frequencies  that  the  interaction  between  the 
probing  electric  field  and  the  free  carriers  takes  place  (in  the 


range  of  100  MHz).  Therefore  the  profiles  closer  to  the  surface  can 
be  obtained  (as  compared  to  the  C-V  measurement)  without  added 
complexity  (  such  as  corrections  for  high  frequency  interface  states 
response  or  complicated  phase  sensitive  measurements  at  high  fre¬ 
quency).  It  should  be  mentioned  that  the  interface  states  can 
affect  the  transients  of  the  TAV  signal  as  will  be  discussed  in  the 
later  sections. 

Secondly,  the  interface  states  can  affect  the  profiling 
by  responding  to  the  bias  voltage  which  is  used  to  modulate  the 
depletion  width.  If  a  slow  varying  ramp  voltage  is  used,  then 
there  is  enough  time  for  the  charge  occupancy  of  the  interface 
states  to  change  as  they  pass  through  the  Fermi  level  (figure  3.8). 
Therefore  these  charges  contribute  to  the  total  space  charge  and 
affect  the  surface  potential  modulation  at  any  bias  voltage.  As  a 
result  there  will  be  a  stretch  out  along  the  bias  voltage  axis  [58, 
113]  and  the  true  depletion  width  cannot  be  calculated  without  con¬ 
sidering  the  interface  states  charge  occupancy  variation.  The 
equation  relating  the  bias  voltage  to  the  surface  potential  (3.5) 
should  then  be  modified  to  account  for  the  interface  states  charges. 
One  experimental  method  to  solve  this  problem  is  to  use  a  pulsed 
bias  voltage.  In  this  case  if  the  pulse  width  is  shorter  than  the 
interface  traps  response  time,  then  they  cannot  change  their  charge 
occupancy  fast  enough  and  the  correct  depletion  width  can  be 
obtained.  To  use  the  pulsed  bias  arrangement,  the  detection  appar¬ 
atus  should  be  able  to  reach  its  steady  state  long  before  the  end 


of  the  bias  pulse.  Another  advantage  of  the  pulsed  bias  is  to 

eliminate  the  effect  of  minority  carriers.  If  a  dc  bias  field  is 

used,  the  maximum  depletion  width  (W  )  is  determined  by  the  onset 

m 

of  inversion  which  is  set  when  the  surface  potential  exceeds  twice 

the  difference  between  the  Fermi  level  and  midgap  in  the  semicon- 
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ductor  bulk.  As  an  example,  W  is  about  1  ym  for  a  10  cm  doped 

m 

silicon.  To  obtain  the  depth  profile  beyond  W  ,  the  pulsed  bias 

m 

can  be  used.  In  this  case  the  measurement  is  performed  in  a  time 
scale  shorter  than  the  time  required  for  the  minority  carriers  to 
build  up  in  the  inversion  layer  (x  ).  Since  Tr  is  usually  longer 
than  the  interface  traps  time  constant  (t  can  be  on  the  order  of 
tens  of  seconds  for  good  quality  silicon),  the  width  of  the  bias 
pulse  is  determined  by  the  interface  traps  response  time  (in  sil¬ 
icon).  Therefore  by  using  the  pulsed  bias,  the  formation  of 
inversion  layer  is  eliminated  and  the  profiling  depth  can  be 
extended  to  a  new  limit,  determined  by  the  avalanche  breakdown. 

As  an  example,  the  maximum  depletion  width  before  the  avalanche 
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breakdown  is  about  10  uni  for  a  10  cm  doped  silicon  and  it 

decreases  as  the  dopant  concentration  goes  up.  In  TAV  measurements 

the  pulsed  bias  can  be  used  by  replacing  the  dc  voltage  source  in 

Figure  3.3  with  a  pulse  source.  The  bias  pulse  can  be  triggered 

at  about  the  same  time  as  the  rf  pulse  and  its  pulse  width  is 

determined  by  the  time  constant  of  the  interface  traps  (i.e., 

I  .  or  X  ,  where  T  .  =  (C  .  n  )  \  C  .  is  the  electron  capture 

nit  pit  nit  nit  s  nit 

probability  and  ng  is  the  electron  concentration  at  the  surface  [58]) 


59 


It  should  be  noted  that  in  depletion  condition  which  is  used  for 
profiling,  the  interface  trap  effect  is  stronger  than  the  bulk 
trap  as  long  as  the  weak  inversion  condition  is  not  established. 

This  effect  will  be  discussed  in  more  detail  in  the  following 
sections.  In  C-V  measurements  one  method  to  account  for  the  inter¬ 
face  trap  stretch  out  effect,  is  the  high,  low  frequency  C-V  meas¬ 
urement  [122]. 

Another  parameter  to  be  considered  is  the  flat  band  voltage 
(V  )  used  in  equation  (3.9).  This  voltage  is  in  fact  a  reference 

r  d 

point  which  marks  the  zero  depletion  width  condition.  Obtaining 

the  exact  V  at  any  general  doping  profile  might  not  be  feasible, 

FB 

but  for  most  of  the  experimental  cases  in  practice,  a  good  approx¬ 
imation  of  V  can  be  obtained.  For  example,  for  implanted  Si 

r  d 

samples  with  thermal  oxide,  the  oxide  charge  is  almost  invariably 

positive.  Therefore  if  the  implant  is  n  type,  the  surface  tends  to 

be  close  to  accumulation  or  flat  band  at  zero  bias  (this  case  is 

experimentally  demonstrated  in  the  next  chapter).  If  the  implant  is 

p  type  then  the  surface  tends  to  be  depleted,  and  V  can  be  approx- 

imated  by  estimating  the  dopant  concentration  at  the  surface.  The 

oxide  charge  can  be  estimated  from  the  data,  obtained  for  the 

samples  with  similar  oxidation  process  but  with  uniform  doping. 

Therefore  a  reasonable  estimate  for  V  can  be  found  by  trial  and 

f  B 

error. 

In  the  profiling  procedure  presented  in  this  section,  since 
the  information  about  the  depletion  layer  thickness  is  obtained  from 


the  n(V)  data,  the  fabrication  of  MOS  or  p-n  or  Schottky-barrier 
structures  on  the  semiconductor  is  not  always  necessary.  However, 
appropriate  provisions  should  be  made  to  vary  the  surface  potential. 
Methods  such  as  the  polarization  of  the  semiconductor  electrode  in 
contact  with  a  suitable  electrolyte  [100,104]  might  be  used.  The 
surface  potential  can  be  modulated  by  applying  the  bias  voltage 
between  the  semiconductor  and  a  counter  electrode  immersed  in  the 
same  electrolyte,  or  by  passing  a  small  current  through  the  semi¬ 
conductor  and  counter  electrode,  while  measuring  the  voltage  drop 
between  the  semiconductor  and  a  third  reference  electrode.  In 
some  cases,  surface  potential  can  be  varied  by  changing  the  chemical 
composition  of  the  species  at  the  semiconductor  surface.  In  the 
nondestructive  test,  monitoring  the  TAV,  the  bias  voltage  is 
applied  to  the  semiconductors  by  placing  them  between  two  aluminum 
field  plates,  as  discussed  in  section  3.1.  The  carrier  concentra¬ 
tion  depth  profiling  of  the  phosphorous  implanted  high  resistivity 
p  type  silicon  substrates  by  TAV  measurements,  is  presented  in  the 
next  chapter. 

Signals  related  to  phenomena  such  as  surface  photovoltage, 
reflectance,  and  Hall  effect  are  sensitive  to  the  free  carrier 
concentration.  These  techniques  can  be  adapted  for  impurity  depth 
profiling  if  the  appropriate  setup  is  constructed  to  vary  the 
surface  potential  while  the  carrier  concentration  at  the  depletion 
edge  is  monitored.  In  addition,  parameters  such  as  carrier  mobility 
trap  energy  levels,  density  and  capture  cross  section  can  be 
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profiled  using  these  measurements.  In  these  cases,  the  desired 
parameter  should  be  measurable  in  addition  to  the  carrier  concen¬ 
tration,  for  example  by  spectroscopic  or  transient  techniques.  As 
an  example,  the  interface  states  energy  levels  have  been  studied  by 
TAV  spectroscopy  [47,85,  Chapter  5  of  this  thesis].  Using  the  same 
method,  combined  with  the  profiling  procedure,  a  depth  profile  of 
the  interface  states  band  structure  can  be  obtained. 

3. 3  Evaluation  of  the  Interface  Charge  Density  and 
Flat  Band  Voltage  for  Uniformly  Doped  Semicon¬ 
ductors  Using  Theoretical  and  Experimental 
TAV-V  Curves 

The  purpose  of  this  section  is  to  present  both  the  theo¬ 
retical  and  experimental  aspects  of  the  TAV  amplitude  versus 
voltage  (TAV-V)  measurements  which  leads  to  the  nondestructive  eval¬ 
uation  of  the  interface  state  charges  and  flat  band  voltage  [50]. 
Unlike  the  previous  section,  the  theoretical  discussion  is  combined 
with  the  experimental  data  in  this  section  (for  uniformly  doped  and 
thermally  oxidized  silicon  samples) .  The  reason  is  that  the  nature 
of  the  approximations  and  the  general  approach  can  be  pointed  out 
more  clearly  by  comparing  the  theoretical  and  experimental  results 
in  the  same  section.  The  flat  band  voltage  (V  )  is  the  voltage 

r  o 

applied  across  the  semiconductor  which  produces  no  band  bending 
(zero  surface  potential)  from  the  semiconductor  bulk,  up  to  its 
surface  (using  any  form  of  structure,  e.g.,  MIS,  p-n  junction, 
Schottkv  barrier,  semiconductor/electrolvte ,  etc.).  The  V  is  an 

"  r  D 

important  parameter  for  semiconductor  devices  because  it  is  an 


indication  of  the  surface  potential  at  zero  bias  condition.  As  an 
example,  in  MOS  transistors,  V  offsets  the  threshold  voltage  which 

r  D 

is  the  key  parameter  in  device  design.  In  the  following  discussions 

the  effect  of  silicon/oxide  interface  on  the  flat  band  voltage  and 

its  determination  are  discussed.  The  main  contributors  to  V  in 

this  case  are  the  oxide  fixed  charges  (Q^)  and  the  difference  between 

the  gate  metal  and  Si  work  functions  (J  ). 

ms 

To  estimate  the  interface  charge  density  the  comparison 
between  the  theoretical  and  experimental  TAV-V  curves  is  used.  To 
obtain  the  theoretical  TAV-V  plot,  the  average  free  carrier  concen¬ 
tration  in  the  space  charge  is  calculated  at  each  surface  potential 
(shown  as  Vg  in  the  inset  of  figure  3.11).  Then  the  space  charge 
region  of  the  semiconductor  is  created  as  a  region  with  the  calcu¬ 
lated  average  free  carrier  concentration,  but  at  flat  band  condition. 
The  reason  for  this  approach  is  that  the  theoretical  dependence  of 
the  TAV  amplitude  on  the  free  carrier  concentration  (equation  (2.40)) 
is  obtained,  assuming  a  near  flat  band  condition.  The  normalized 
TAV  amplitude  as  a  function  of  surface  potential  (TAV-Vs)  can  then 
be  calculated.  Knowing  the  oxide  thickness,  the  dependence  of  the 
surface  potential  on  the  applied  bias  voltage  (V  )  is  obtained  (at 

D 

zero  or  a  fixed  value  of  0,-  and  +>  ).  Then  the  theoretical  TAV 

f  ms 

versus  bias  voltage  (TAV-V  )  is  calculated.  The  detailed  discussion 

B 

of  the  above  procedure  and  the  methods  to  extract  the  interface 
charge  density  are  discussed  in  the  following  sections. 


3.3.1  Determination  of  the  Theoretical  TAV-V 
_  s 


The  block  diagram  of  the  TAV  versus  Vg  calculation  is 
shown  in  figure  3.9  (section  I).  The  steps  taken,  are  as  follows: 

1)  determination  of  the  excess  hole  and  electron  concen¬ 
tration  in  the  space  charge  region  as  a  function  of  the  surface 
potential  [106,107].  The  form  of  the  band  bending  and  the  symbols 
used  in  the  following  calculations  are  shown  in  the  inset  of 
figure  3.11.  The  excess  electron  and  hole  concentrations  are: 

CO 

^n2d  =  |  (n  “  nb)  dx  (3.19) 
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Ap2d  *  J  (P  ~  Pb>  d* 
0 


(3.20) 


where  ‘-‘n2d  =  excess  electron  concentration  per  unit  area 

lp0d  =  excess  hole  concentration  per  unit  area 
n^,  p^  =  equilibrium  electron  and  hole  concentrations 
per  unit  valume  in  the  semiconductor  bulk 
(quasi  neutra^  region) 

n,  p  =  equilibrium  electron  and  hole  concentrations 
per  unit  volume  in  the  space  charge  region 
x  =  distance  from  the  surface  into  the  semiconductor. 


The  distinction  between  space  charge  and  neutral  region  is  obviously 

that  in  the  former  the  charge  neutrality  is  not  satisfied  and  in  the 

2 

latter  it  is,  but  in  both  regions  it  is  assumed  that  np  =  n^~. 


By  changing  the  variable  in  (3.19)  and  (3.20)  from  x  to  u  we  have 


Figure  3.9  Block  diagram  of  the  TAV  amplitude  versus 
voltage,  calculation  procedure. 
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where 


and 


potential  difference  between  the  Fermi  level  and  the 
intrinsic  Fermi  level  in  the  bulk 


<p  =  the  same  as  but  at  point  x 
4>  =  the  same  as  ^  but  at  the  surface 
n^  *  intrinsic  carrier  concentration 

A  kbt  \  1/2 

^ -  )  »  intrinsic  Debye  length 

\2q  nt  j 


F(u,  u^)  m  t  t/ 2  [(u  -  u)  sinh 

1/2 

-  (cosh  u^  -  cosh  u  ) ]  (3.2 

F(u,u^)  <  0  for  u  >  u^,  F(u,u^)  >  0  for  u  <  u^ 

2)  Evaluation  of  the  effective  space  charge  width  (L  ) 
from  the  following  equation  [106,107] 


where  L  =  effective  space  charge  width 


’D  V  q2(Pk  +  n  )  ’  D 


=  semiconductor  extrinsic 
Debye  length 


VS  q  KgT 

v„  =  7;  ■=—  ,  v  =  surface  potential  in  -  units 

s  V  s  q 

Vg  =  surface  potential  in  volts. 

The  sign  convention  for  Vg  is  shown  in  figure  3.11.  F(ug>  u^,)  is 
the  same  as  F(u,  u^)  (3.23)  with  u  replaced  by  ug. 

3)  The  average  excess  carrier  concentration  per  unit 
volume  is  obtained  by  dividing  A^^,  ^2d  Lsc’  i*e-» 


Apv  =  r 


n  =  — 
v  L 


(3.25 


(3.26 


where:  An^  and  Ap^  are  the  average  change  in  the  electron  and  hole 

concentrations  per  unit  volume  in  the  space  charge.  The  total 
carrier  concentrations  are: 


P  *  Pb  +  Apv 


n  =  n,  +  An 
b  v 


(3.27 


(3.28 


where  p  and  n  are  the  total  average  hole  and  electron  concentration 
in  the  space  charge  region.  By  using  equations  (3.19)  -  (3.28) 
p,  n  can  be  calculated  as  a  function  of  the  surface  potential  (V  ) . 

The  experiments  reported  in  this  section  are  mainly  per¬ 
formed  on  the  silicon  samples  with  the  following  properties: 
uniformly  boron  doped  (p  type).  <100>,  p  =  11-16  ?:  cm  (N,  -  10^  cm 


The  samples  are  commercially  used  in  N  MOS  integrated  circuit  tech¬ 
nology.  The  oxide  is  thermally  grown  (dry-wet-dry)  with  a  thickness 
of  5000  ±  500  A°.  Theoretical  plots  of  p  and  n  as  a  function  of 

surface  potential  are  shown  in  figure  3.10.  Even  though  the  carrier 
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concentration  of  10  cm  corresponds  to  u  =  -11.1,  the  value  of 

B 

■jg  =  -12  is  used  in  figure  3.10  because  it  makes  it  possible  to  use 

the  plots  in  reference  [107]  in  order  to  calculate  Ap~,  and  An-, 

Z  d  Zd 

(equations  (3.19),  (3.20)).  The  approximation  is  good  and  the 
error  introduced  is  negligible.  The  range  of  surface  potentials 
corresponding  to  accumulation,  depletion,  weak  inversion  and  strong 
inversion  are  indicated  in  figure  3.10. 

4)  The  TAV  amplitude  as  a  function  of  the  carrier  concen¬ 


tration  is  calculated  using  the  procedure  discussed  in  Chapter  2 
(equation  (2.40)).  The  resulting  curve  for  SAW  frequency  of  110  MHz 
is  shown  in  figure  2.3b  (solid  curve). 

5)  By  using  steps  3  and  4  the  TAV  amplitude  as  a  function 
of  the  surface  potential  (TAV-Vs)  is  obtained  and  the  result  is  pre¬ 
sented  in  figure  3.11. 

3.3.2  Dependence  of  Vg  on  the  bias  voltage  and  characterization  of 

the  interface  charge  density  and  flat  band  voltage,  results 
and  discussion 

For  TAV-V  measurements  the  experimental  apparatus  dis- 
B 

cussed  in  section  3.1  is  used  [50].  The  thermally  oxidized  silicon 
samples  are  placed  on  the  interaction  window  (figures  3.1-3. 3)  and 


the  back  contact  is  provided  by  removing  the  oxide  from  the  back 


flat  band 
condition 


A 


! 

Figure  3.11  Theoretical  dependence  of  the  TAV  amplitude  on  the 
surface  potential  for  p-tvpe  silicon,  0=11-16  --cm 
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surface  and  evaporating  A£  with  no  hot  step  involved.  The  A- 
structure  on  the  LiN’bO^  surface  is  grounded  and  the  bias  voltage 
is  applied  to  the  back  surface  as  shown  in  figure  3.3.  The  inter¬ 
digital  transducer  is  excited  by  110  MHz  rf  pulse  with  2  msec 
width  and  10  msec  period.  The  first  harmonic  of  the  TAV  waveform 
which  is  directly  proportional  to  the  TAV  amplitude  is  monitored  by 
the  lock  in  amplifier.  To  obtain  the  TAV-V„  curves,  the  amplitude 
of  the  TAV  signal  is  recorded  as  a  function  of  the  bias  voltage 
measured  directly  across  the  semiconductor  (V  ) ,  as  the  external 

D 

voltage  source  is  scanned  over  the  desired  range.  In  this  arrange¬ 
ment,  since  the  surface  under  study  is  on  the  ground  path,  the  con¬ 
figuration  is  similar  to  the  substrate  biasing  in  MOS  structures. 
Although  there  is  no  gate  on  the  oxide,  the  voltage  of  the  ground 
path  with  respect  to  the  back  surface  bias  voltage  can  be  considered 
as  the  gate  voltage.  The  biasing  configuration  is  shown  in  figure 
3.2a.  The  presence  of  the  interaction  window  necessitates  some 
approximation  in  calculating  the  surface  potential  as  a  function  of 
the  bias  voltage.  In  the  following,  two  approaches  are  discussed. 

a)  The  bias  voltage  (opposite  sign  of  the  gate  voltage 
in  C-V)  can  be  related  to  the  surface  potential  using  the  following 
equation  [50] : 


ox  ox 

where  V  =  applied  bias  voltage 
B 


Q  =  space  charge  density  per  unit  area 


C  »  oxide  capacitance  per  unit  area 
ox 

Q  *  total  interface  charge  density  per  unit  area 
V  *  surface  potential 

r  m  w^rk.  function  difference  between  A I  and  Si 
ms 

Q  can  be  written  as: 

Qr  *  Qf  +  Q  +  Q_  +  Q.  (3.30 

t  £  Ot  m  it 

where  ■  oxide  fixed  charge  density  per  unit  area 

Q  *  oxide  trapped  charge  density  per  unit  area 

Q  *  oxide  mobile  ionic  charge  density  per  unit  area 
m 

Q  =  interface  traps  charge  density  per  unit  area 

In  the  following  treatments  Q  and  Q  are  neglected  and 

ot  m 

their  effect  is  included  in  (experiments  are  at  room  temperature 
with  no  stress  bias).  Qi(.  can  be  written  as: 


Q 


it 


V 

s 


D.  dV  +  C 
it 


(3.31 


where  ■  interface  trap  level  number  density  per  unit  area 

-2  -1 

per  unit  energy,  cm  eV 

The  constant  of  integration  (C)  is  zero  if  it  is  assumed  that  at 

flat  band  voltage  (V  ”0),  Q.  is  zero.  The  silicon  wafers  used 

s  it 

in  the  following  experiments  are  specified  to  have  low  interface 

9  -2  -1 

trap  level  density,  (D^c  i-s  in  the  range  of  10  cm  eV  around 
the  raidgap)  thus  the  effect  of  is  negligible  in  the  following 

discussion.  The  procedure  that  can  be  used  to  obtain  D  if  it  is 


not  negligible,  is  presented  later. 


In  this  section  the  value  that  is  used  for  C  in  the  cal- 

ox 

culation  of  V  versus  V  from  equation  (3.29),  corresponds  to  an 
SB" 

oxide  thickness  of  5000  A° .  This  approximation  neglects  the  effect 
of  the  air  gap  present  in  the  path  of  the  electric  field  which  mod¬ 
ulates  the  surface  potential  (figure  3.2a).  In  order  to  compensate 

for  this  assumption  the  <J>  term  is  dropped  in  equation  (3.29)  due 

ms  ■  ' 

to  the  absence  of  aluminum  deposition  on  the  area  under  study. 

Another  approach  which  considers  a  thicker  insulator  layer  (includes 

the  air  gap)  and  also  includes  0  is  discussed  in  section  b. 

ms 

To  obtain  V  versus  V„,  the  value  of  Q  at  each  V  should 
s  B  sc  s 

be  calculated  (step  6  in  figure  3.9,  section  II).  The  following 
equation  for  Qgc  is  used  [50,107]. 

Q  =  1.3  x  10  11  F(u  ,  u,  )  for  silicon  at  300°K  (3.32) 

SC  S  D 

where  F(u  ,  u,)  is  defined  in  (3.23).  The  plot  of  |Q  as  a  func- 

S  u  SC 

15  -3 

tion  of  V  for  N  =  10  cm  is  shown  in  figure  3.12  along  with 
s  A 

the  various  regions.  Using  the  above  discussions,  the  equation 
(3.29)  is  reduced  to 

1.3  x  10-11  F  (u  ,  u,  )  Q 

V  =  - —  +  — - V  (3.331 

B  C  C  s  v  ; 

ox  ox 

In  the  next  step  (step  7  in  figure  3.9)  equation  (3.33)  can  be 

solved  either  numerically  or  by  using  the  jQ  !  versus  V  plot  from 

sc  s 

step  6.  The  former  is  used  and  the  result  is  shown  in  figure  3.13. 

10  -2 

Two  plots  associated  with  values  of  8.5  x  10  cm  and  7.0  x 
10-2 

10  cm  (N^  =  Q^/q  =  oxide  fixed  charge  number  density  per  unit 
area)  are  presented,  exhibiting  a  constant  voltage  shift  along  the 


Nj  *  8.5XI01  cm  /oxide  fixed  charge \ 
•0-0-0-  N  =7.0  X  10 10  cm"  2  \  number  density  ) 

Njt  =  0  l  interface  charge  density) 

<& _ *0  ( semiconducter  -  metal  work  function  difference) 

*  ms 

tox=  5000  A° 


t  .  =  o 
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Vg  axis.  The  third  plot  (dotted  curve)  assumes  a  finite  air  gap  and 
is  discussed  in  part  b.  By  using  the  plots  from  figures  3.11 
(step  7)  the  theoretical  TAV-V  curves  at  different  values  of  0C  can 
be  obtained  (step  9) .  The  value  of  Q^.  is  then  chosen  for  the  best 
fit  between  the  experimental  and  theoretical  TAV-V  curves.  Obviously, 

D 

different  values  of  only  shift  the  theoretical  TAV-Vg  curve  along 
the  voltage  axis.  Figure  3.14  shows  the  experimental  and  theoretical 
TAV-V  curves.  The  solid  curve  (plot  1)  is  the  experimental  curve. 

D 

The  dashed  curve  (plot  2)  is  the  theoretical  curve  by  using  the 
above  assumptions.  The  dotted  curve  (plot  3)  is  the  theoretical 
curve,  using  the  assumptions  of  non  zero  air  gap  and  metal  semicon¬ 
ductor  work  function,  as  discussed  in  part  b.  It  should  be  noted 
again  that  the  polarity  of  the  bias  voltage  in  these  curves  is 
opposite  of  the  gate  voltage  applied  in  C-V  measurements. 

Considering  the  experimental  curve  (figure  3.14),  at  zero 
bias  the  TAV  amplitude  is  negative  indicating  an  average  p  type 
conductivity.  A  quick  estimation  of  the  surface  potential  at  each 
bias  voltage  is  possible  by  considering  figure  3.11.  The  plot  of 
the  normalized  TAV  amplitude  versus  surface  potential  in  figure 
3.11  exhibits  a  shape  (the  presence  of  the  peaks  and  the  zero  cross 
over)  which  allows  the  one  to  one  correspondence  between  the  exper¬ 
imental  TAV-V  curve  and  the  theoretical  TAV-V  plot.  Therefore 
B  s 

by  comparing  figures  3.14  and  3.11  the  surface  potential  of  about 

0.25  volts  can  be  estimated  at  zero  bias  voltage  (point  3  in 

figure  3.11).  Since  -  0.29  volts,  the  V  =  0.2j  volts  indicates 
°  b  s 


Figure  3.14  Experimental  and  theoretical  TAV-Y  curves 
p  type  Si,  0  =  11-16  ?.  cm. 
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Che  strong  depletion  at  zero  bias.  By  increasing  the  bias  voltage 

in  the  positive  direction  the  surface  potention  moves  towards  flat 

band  (point  A  in  figure  3.11)  and  accumulation.  The  experimental 

curve  (figure  3.14)  follows  the  shape  of  the  TAV-V  curve  and  after 

going  through  a  minimum  peak,  the  TAV  amplitude  tends  to  zero.  B* 

applying  negative  bias  voltage  the  TAV  amplitude  rises  sharply  and 

goes  through  zero  towards  positive  values  which  is  the  indication 

of  a  net  average  electron  conductivity.  Thus  the  onset  of  inversion 

can  be  easily  estimated  by  the  change  in  the  TAV  polarity.  The 

experimental  TAV-V  curve  is  sharper  than  the  TAV-V  plot  near  the 
D  S 

cross  over  region  because  the  V  dependence  on  V  is  nonlinear 

s  D 

(figure  3.13)  and  the  slope  of  the  V  -  V  curve  is  higher  in  this 

s  D 


region.  By  transforming  the  TAV-V  curve  to  the  theoretical  TAV-V 

s  D 

curve,  via  V  -  V_  plot,  it  can  be  observed  that  indeed  the  TAV-V’ 

S  D  D 

is  sharper  than  TAV-V  around  the  zero  cross  over  (curve  2  in 
figure  3.14),  but  the  experimental  TAV-V  is  even  sharper  than  the 


theoretical  TAV-V  .  The  reason  for  this  effect  is  discussed  later. 

D 

As  mentioned  earlier,  the  value  of  is  chosen  for  the  best  fit 
between  theoretical  and  experimental  TAV-V  curves.  This  fit  is 

D 

10  -2 

provided  by  choosing  =  7x10  cm  (corresponding  to  0^  =  1.12  x 
2 

10  C/cm^)  as  shown  in  figure  3.14,  curve  (2).  Now  in  order  to 

find  the  flat  band  voltage,  equation  (3.33)  is  considered.  At  flat 

band  0  =  0,  V  =  n  and  (3.33)  reduces  to 

sc  s 


vfb(saw)  =  c- 


(3.34a) 


It  should  be  noted  that  in  equation  (3.34a),  the  effect  of  ;  is 

ms 

neglected.  The  equivalent  flat  band  voltage  in  C-V  measurement 
with  aluminum  gate  deposited  on  the  oxide  would  be 


VFB(C-V) 


+  * 


ms 


(3.34b) 


ox 

where  a  sign  reversal  is  applied  for  gate  voltage.  The  value  of 

15  -2 

4>  for  A£  and  Si  with  doping  concentration  of  10  cm  is  about 
ms 

-0.9  volts  [60].  In  equation  (3.34a)  by  using 


Qf 

=  1.12  x  10  8 

C/cm2 

-9 

and 

C 

=  6.9  x  10 

F/cm  for  t 

=  5000 

ox  ox 

we  have:  V  (SAW)  =  1.6  volts  and  the  equivalent  flat  band  voltage 

r  d 

for  C-V  is:  V  (C-V)  *  -1.6  -  0.9  =  -2.5  volts.  For  comparison 
r  d 

the  C-V  plot  of  the  aluminum  gate  MOS  capacitor,  fabricated  on  the 
similar  silicon  wafer  (o  =  11-16  Hem,  boron  doped,  thermally  oxi¬ 
dized)  is  shown  in  figure  3.15.  It  can  be  observed  that  at  zero 
gate  voltage  the  surface  is  strongly  depleted.  To  obtain  the  flat 

band  voltage,  the  ratio  of  the  flat  band  capacitance  (C  )  to  the 

r  d 

oxide  capacitance  is  obtained  using  the  plots  in  reference  [60] . 
This  ratio  is  about  0.92  for  this  sample.  The  flat  band  voltage  is 
the  bias  voltage  at  which  the  measured  capacitance  is  equal  to  C  . 

r  d 

Using  figure  3.15  the  V  of  about  -2.5  volts  is  obtained  which 
is  in  very  good  agreement  with  the  value  obtained  from  the  TAV 
measurement.  The  oxide  thickness  calculated  from  the  accumulation 
capacitance  is  about  5300  A°.  Now  in  order  to  calculate  the  C-V 


equivalent  flat  band  voltage  from  the  TAV  measurement  (equation 


GATE  VOLTAGE  (VOLTS) 


which  can  be  on  the  order  of  ±  500  A  can  cause  discrepancy 
between  the  theoretical  and  experimental  curves.  For  thicker  oxides 
the  theoretical  curve  will  be  wider  in  the  depletion  region  (better 
fit)  due  to  the  increase  in  the  voltage  drop  across  the  oxide.  The 
second  dissimilarity  between  theoretical  and  experimental  TAV-V 

D 

curves  which  is  the  faster  approach  of  the  theoretical  curve  to  zero 
in  the  accumulation  region  can  also  be  due  to  the  above  phenomena. 

The  deviations  of  the  experimental  curve  from  theory  in 
the  inversion  region  (TAV  positive)  and  the  possible  causes  are  as 
follows:  1)  The  slope  of  the  experimental  TAV  curve  in  passing 
through  zero  is  sharper  than  the  theoretical  curve  and  the  cross 
over  point  is  slightly  closer  to  zero  bias  voltage.  This  effect 
can  be  caused  by  a  source  of  minority  carriers  which  provides  the 
carriers  at  a  higher  magnitude  than  what  is  predicted  by  equation 
(3.29).  The  minority  carrier  source  can  be  due  to  the  reduction  of 
the  oxide  thickness  below  its  estimated  value  (or  even  a  puncture 
in  the  oxide)  at  some  points  of  the  wafer  surface  which  is  in  con¬ 
tact  with  the  ground  path.  If  these  sources  are  closer  to  the 
interaction  window  (figure  3.2a)  than  a  minority  carrier  diffusion 
length  (which  can  be  on  the  order  of  tenths  of  millimeter) ,  then 
the  carriers  can  diffuse  to  the  interaction  window  and  contribute 
to  the  TAV  amplitude.  This  effect  is  much  more  pronounced  around 
the  cross  over  point  because  the  TAV  amplitude  is  very  sensitive 
to  the  free  carrier  concentration  in  this  region.  2)  In  the  pos¬ 
itive  TAV  region  the  theoretical  TAV-V  curve  goes  through  a  peak 


as  the  minority  carrier  concentration  increases.  The  reason  th  it 


the  experimental  curve  does  not  show  the  peak,  is  due  to  the 
voltage  scan  rate  which  is  about  70  mV/sec  in  this  experiment.  If 
the  minority  carrier  response  time  is  very  long  (which  can  be  on 
the  order  of  100  seconds  as  will  be  seen  later)  ,  then  the  minority 
carrier  concentration  will  not  be  at  equilibrium  with  the  applied 
bias  voltage.  This  effect  is  experimentally  verified,  and  at 
smaller  scan  rates  (on  the  order  of  10  mV/sec)  the  peak  can  be 
observed. 


To  show  the  applicability  of  the  TAV-V  technique  for  high 
resistivity  samples,  a  p  type  silicon  substrate  with  resistivity  of 
about  2800  (2cm  was  tested.  The  result  is  shown  in  figure  3.16. 

From  the  TAV-V  curve  it  can  be  deduced  that  the  surface  is  close 

D 

to  flat  band  at  zero  bias  voltage.  The  surface  potential  at  zero 
bias  is  estimated  by  comparing  the'TAV-V0  curve  to  a  plot  similar 

D 

to  the  one  presented  in  figure  3.11. 

b)  In  this  part  the  dependence  of  V  on  V  is  considered 

using  the  following  assumptions.  1)  the  air  gap  which  is  present 

in  the  path  of  the  bias  field  contributes  to  the  total  capacitance 

(C  ).  Thus  in  equation  (3.29)  C  should  be  replaced  bv 
ta  ox 


C  C  . 
ox  air 

Lta  =  C  +  C  . 


(3.35 


ox  air 

where  C  .  is  an  estimate  of  the  capacitance  due  to  the  air  gap 
air 

which  is  in  series  with  oxide  capacitance.  If  the  arrangement  in 
figure  3.2c  is  used,  an  estimate  of  C  .  is  simply 
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Cair  =  t — ~ T-  where  £  =  permitivity  of  the  free  space, 

a  ”  w  u 

and  t  .  t  are  defined  in  figure  3.2c. 
The  value  of  the  air  gap  capacitance  affects  the  width  of  the  theo¬ 
retical  TAV-Vg  curve.  Thus  it  can  be  adjusted  for  any  delay  line 
structure  (figures  3.2a,b)  in  order  to  provide  the  best  fit  for  a 
known  sample  and  then  be  used  as  a  constant.  In  the  following 

experiments  the  airgap  thickness  of  0.1  pm  is  used.  The  0  is  not 

ms 

neglected  in  this  case  and  the  value  of  -0.9  volts  is  used  for  A Z 
and  Si.  Equation  (3.29)  is  used  in  the  following  form: 


Qsc  Qf 

VB  “  C  +  C  Vs  +  0,9 
ta  ta 


(3.36) 


where  Cta  is  defined  in  (3.35)  and  is  chosen  for  the  best  match 
between  theoretical  and  experimental  curves.  The  V  versus  V_  plot 

S  D 

for  this  case  is  shown  in  figure  3.13  (dotted  curve).  It  can  be 
observed  that  the  slope  of  the  curve  is  smaller  than  the  previous 
case  (airgap  =  0)  due  to  the  voltage  drop  across  the  airgap.  The 
theoretical  TAV-V  curve  is  obtained  by  using  figures  3.13  and  3.11. 

U 

The  result  is  shown  as  the  dotted  curve  in  figure  3.14  (curve  3). 
Here  also  different  values  of  Q.  only  shift  the  theoretical  TAV-V 

£  D 

_3  9 

curve  along  the  voltage  axis.  The  =  1.5  x  10  c/cm"  corres- 

10  -2 

ponding  to  =  9.5  x  10  cm  provides  the  best  fit.  Figure  3.14 
shows  that  the  theoretical  curve  in  this  case  is  indeed  closer  to 
experiment  in  the  depletion  region.  However,  in  the  inversion 
region  there  is  a  larger  difference  between  theory  and  experiment. 


The  reason  is  the  same  as  discussed  in  part  a) ,  except  that  the 
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minority  carrier  sources  cause  a  stronger  deviation  in  this  case  due 
to  a  higher  voltage  drop  across  the  insulator  layer.  The  C-V  equiv¬ 
alent  flat  band  voltage  is: 


VFB<C-V) 


10 


-8 


,-9 


+  .  9  j  =-3.2  volts 


ox  \  6.5  x  10 

The  estimated  value  from  the  C-V  curve  (figure  3.15)  is  -2.5  volts 

which  is  closer  to  the  value  obtained  in  part  a  (-2.6  volts).  In 

the  above  cases,  instead  of  choosing  the  and  then  plotting  the 

TAV-V  ,  it  is  possible  to  plot  the  TAV-V  with  zero  Q,  (ideal  con- 
D  B  t 

dition)  and  then  estimate  the  V  and  Q,  by  comparing  the  flat  band 

FB  t 

conditions  (same  as  C-V).  However,  the  former  procedure  provides 
a  better  estimation  and  physical  insight. 

c)  In  both  parts  a  and  b,  the  effect  of  interface  states 


in  distorting  the  V  versus  V  curve* (stretch  out  effect)  is 

S  B 

neglected.  If  the  interface  trap  level  density  (D^  )  is  larger 
than  10^  cm  ^  nV  \  then  their  effect  cannot  be  neglected.  In  this 
case  a  method  similar  to  high  frequency  C-V  [113]  can  be  adapted 
for  the  TAV-V  measurements. 

The  block  diagram  of  this  scheme  is  shown  in  figure  3.17. 

The  following  steps  should  be  taken:  1)  Obtain  the  experimental 

TAV-V  plot.  2)  The  theoretical  TAV-V  should  be  calculated  as 
B  s 

discussed  earlier  (figure  3.11).  3)  Both  TAV-V  and  TAV-Vg  are 

normalized  to  exhibit  the  same  peak  values.  Then  a  plot  of  the  V 
versus  experimental  V_  can  be  obtained  bv  recording  the  V  and  V_ 

D  ’  S  D 


values  at  each  TAV  amplitude.  It  should  be  noted  that  this  plot 
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is  different  from  the  theoretical  plots  obtained  previously  (figure 
3.13)  due  to  the  interface  states  stretch  out  effect.  The  interface 


where  Lgc  =  effective  space  charge  width  (equation  (3.24)). 

In  another  method  the  pulsed  bias  measurements  can  be  used  where  the 

interface  traps  do  not  respond  to  the  bias  voltage.  By  comparing 

the  data  from  the  pulsed  bias  and  slowly  varying  ramp  measurements, 

the  information* about  the  D.  can  be  extracted. 

it 


Summary : 

In  this  section  the  feasibility  of  the  TAV-V  technique  for 
quantitative  measurements  of  the  interface  charge  density  and  flat 
band  voltage  is  demonstrated.  The  comparison  of  the  experimental 
TAV-V  plot  and  the  TAV-V  curve  (obtained  in  section  3.3.1)  pro- 

D  S 

vides  a  fast  and  nondestructive  means  to  estimate  the  surface 
potential  at  any  bias  voltage.  This  method  can  oe  used  as  a  fast 
diagnostic  procedure  in  the  production  lines.  To  obtain  the  flat 
band  voltage  the  theoretical  TAV-V  is  obtained.  Tv  .o  so  the 

D 

TAV-V  is  transformed  to  the  TAV-V  via  the  V  versus  V  plot, 
s  DSD 


Determination  of  is  done  using  two  different  sets  of  assump¬ 

tions  (parts  a  and  b).  These  assumptions  can  be  used  as  good  first 
order  approximations  in  evaluating  the  oxide  fixed  charge  (Q  )  and 
flat  ba”d  voltage.  The  validity  of  the  assumptions  are  checked  by 
comparing  the  flat  band  voltages  with  the  C-V  measured  value.  The 
results  indicate  a  very  good  agreement  for  part  a  (V  -  -2.6  volts 
as  compared  to  -2.5  volts  from  the  C-V  measurements)  and  a  reason¬ 
able  value  (V  =  -3.2  volts)  for  part  b.  The  assumptions  in 
part  b  which  include  the  airgap  effect  are  physically  more  accurate 

and  the  shape  of  the  theoretical  TAV-V  curve  is  closer  to  the 

B 

experimental  one  in  the  depletion  region.  In  both  parts  the  effect 
of  interface  traps  are  neglected.  The  recipe  to  determine  the 
interface  trap  level  density  (Di{.)  for  the  samples  with  high  trap 
density  is  presented  in  part  c. 

3 . 4  TAV  Transient  Measurements  and  the  Estimation  of 
Carrier  Lifetime  and  Surface  Generation  Velocity 

Increasing  levels  of  integration  and  larger  chip  area  of 
VLSI  circuits  demand  a  lower  density  of  crystal  defects  and  impurity 
contaminations.  These  imperfections  reduce  the  yield  of  the 
fabricated  chips  by  introducing  flaws  in  the  integrated  circuits. 
Therefore  the  chip  area  is  limited  by  the  defect  density.  The 
crystal  defects  and  contaminations  (most  importantly  metallic 
impurities  such  as  transition  group  elements)  produce  deep  level 


traps  within  the  semiconductor  bandgap.  These  levels  act  as  gener¬ 
ation-recombination  (g-r)  and  trapping  centers  within  the 


semiconductor  bulk  and  at  the  semiconductor  interface.  Ip.  the 


indirect  gap  semiconductors  such  as  silicon  where  the  band  to  band 
transition  has  a  small  probability,  these  levels  determine  the 
carrier  recombination  lifetime.  In  the  dark  condition,  the  carrier 
generation  process  also  proceeds  dominantly  via  these  levels  for 
both  direct  and  indirect  gap  semiconductors.  Therefore  to  monitor 
the  defect  density  in  the  semiconductor  bulk  and  interface,  the 
lifetime  measurements  can  be  used.  The  fundamental  parameters 
associated  with  traps  and  kinetics  of  the  generation-recombination 
process  are:  1)  the  capture  probability  rate  for  electrons  and 
holes  (c^,  Cp)»  2)  the  emission  probability  rate  for  electrons  and 
holes  (e^,  ep)>  3)  the  energy  of  the  trap  levels  within  the  gandgap. 
The  generation  and  recombination  lifetimes  are  phenomenological 
parameters  [65]  which  are  not  only  a  function  of  the  above  funda¬ 
mental  parameters,  but  also,  a  function  of  the  trap  level  density. 
Generation  lifetime  corresponds  to  the  generation  process  in  the 

region  with  a  deficit  of  carriers  below  the  equilibrium  value 
2 

(np  <  n^  )  whereas  recombination  lifetime  applies  when  excess 

2 

carriers  are  present  (np  >  n  “) . 

There  are  several  methods  for  carrier  lifetime  determin¬ 
ation  such  as  photo-conductivity  decay  [123],  reverse  recoverv 
measurement  [125],  impedance  measurements  [58]  and  transient  capac¬ 
itance  measurements  [64-70].  The  last  two  techniques  are  extensively 
used  for  silicon  bulk  and  interface  characterization.  The  impedance 
measurement  of  MIS  structures  is  a  small  signal,  quasi-steady  state 


technique  which  is  more  accurate  and  better  understood  [53].  It 
involves  more  complicated  measurements  (compared  to  C-t  measure¬ 
ment)  at  different  frequencies,  temperatures  and  bias  voltages.  It 
can  provide  the  information  about  the  capture  rates  and  trap  level 
density  as  a  function  of  energy  within  the  band  gap.  The  transient 
capacitance  methods  are  large  signal,  nonequilibrium  processes 
where  the  rate  of  change  of  the  depletion  layer  width  after  the 
application  of  a  bias  voltage  is  measured  (usually  the  abrupt  space 
charge  edge  (ASCE)  approximation  is  considered) .  The  measurements 
are  applied  to  Schottky  barrier,  p-n  junction  and  MIS  structures. 
These  methods  can  be  divided  into  two  categories:  1)  the  measure¬ 
ments  where  the  final  state  does  not  include  the  formation  of  an 
inversion  layer.  In  these  cases,  by  using  proper  biasing  arrange¬ 
ment,  the  rate  equations  can  be  related  to  the  trapped  charges  in 
the  bulk  deep  levels.  The  shape  of  the  transient  signal  is  close 
to  an  exponential  with  a  time  constant  which  is  approximately  the 
inverse  o'  the  sura  of  the  electron  and  hole  emission  rates  [63,64]. 
The  information  about  the  trap  density  is  not  included  in  the  trans 
ient  time  constant,  rather  it  can  be  obtained  from  the  change  in 
the  measured  capacitance  at  t=0+  (the  beginning  of  the  applied  bias 
voltage).  Deep  level  transient  spectroscopy  fDLTS)  [66]  is  an 
example  of  this  technique.  2)  tne  measurements  where  the  final 
state  includes  the  formation  of  an  inversion  layer  [67,68].  In 
this  case  which  is  only  applicable  to  MIS  structures,  the  rate 
equation  is  developed  for  the  minority  carrier  density  in  the 
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inversion  layer.  The  form  of  the  transient  capacitance  versus  time 
(C-t)  is  not  necessarily  exponential.  The  mathematical  manipulation 
of  the  (C-t)  curve  provides  an  approximation  of  the  generation  life¬ 
time  (T  )  and  possibly  the  surface  generation  velocity  (S  )  [67,68, 

8  8 

126].  The  approximations  are  valid  in  a  limited  interval  of  the 
transient  response  time  and  should  be  carefully  examined  [127]. 

The  time  scale  of  the  C-t  transient  is  typically  several  orders  of 
magnitude  larger  than  the  generation  lifetime.  The  amplification 
factor  (multiplier  of  the  generation  lifetime)  is  on  the  order  of 
NA 

—  (N  is  the  dopant  concentration)  if  the  depletion  approximation  is 
1  2 

valid  (np  «  n  ) .  As  mentioned  earlier  the  measured  T  includes 
1  g 

both  the  effects  of  capture  rate  and  the  trap  density,  i.e.,  higher 
trap  density  results  In  a  lower  lifetime.  The  measurement  does  not 
uniquely  determine  the  defect  density  and  capture  probability  rate, 
unless  performed  at  different  temperatures.  This  method  can  be 
used  for  comparison  of  the  defect  density  in  samples  with  similar 
substrate  properties  which  have  undergone  different  fabrication  pro¬ 


cesses. 


In  this  section,  the  application  of  the  TAV  transient  time 

constant  measurements  in  the  estimation  of  T  and  S  is  presented. 

g  8 

First  the  TAV  transient  waveform  and  the  circuit  requirements  are 

discussed,  followed  by  the  theoretical  treatment,  relating  the 

measured  time  constant  to  T  .  The  fabrication  of  p-n  junction, 

g 

Schottky  barrier  or  MIS  structures  on  the  surface  under  study  is 
not  necessary.  The  theoretical  treatment  considers  the  development 


of  the  TAV  signal  through  an  insulator  layer  which  can  be  either  a 
deposited  insulator  (e.g.,  an  oxide)  or  the  semiconductor  depletion 
region.  This  treatment  which  effectively  considers  an  MIS  structure 
does  not  necessitate  the  fabrication  of  the  MIS,  due  to  the  arrange¬ 
ment  used  for  the  signal  detection  and  bias  application  (figures 
3.1,  3.2)  as  discussed  in  earlier  sections.  The  TAV  is  considered 
as  a  perturbation,  added  to  the  depleting  bias  voltage  and  different 
mechanisms  contributing  to  the  transient  process  are  discussed.  At 
different  ranges  of  the  bias  voltage,  the  dominant  mechanism  can 
vary  from  bulk  g-r  process  to  surface  g-r  and  trapping.  The  exper¬ 
imental  results  obtained  for  silicon  wafers  are  presented  in  the 
next  chapter. 

3.4.1  The  TAV  Transient  Waveform  and  the  Circuit  Requirements 

In  Chapter  2  the  dependence  of  the  TAV  amplitude  on  the 
free  carrier  concentration  is  worked  out.  In  the  calculations,  a 
steady  state  condition  was  assumed  where  the  total  current  density 
in  the  semiconductor  was  zero.  In  this  section  the  transition  of 
the  TAV  amplitude  between  zero  and  its  steady  state  value  is  con¬ 
sidered.  During  this  transition  a  small  displacement  current  passes 
through  the  semiconductor  and  the  required  charge  polarization  which 
supports  the  TAV  amplitude  will  be  established.  For  a  qualitative 
discussion,  figure  3.18  is  considered.  As  discussed  earlier,  the 
nonlinear  interaction  of  the  probing  electric  field  and  the  near 


surface  free  carriers  causes  a  depletion  within  the  interaction 


probing  electric  field  interaction 


region  (noted  by  LQ  in  figure  3.18).  Therefore  the  carrier  concen¬ 
tration  is  modulated,  the  minority  carrier  concentration  increases 
and  majority  carrier  density  decreases.  In  this  argument  it  is 
considered  that  the  surface  is  depleted  by  the  bias  voltage  prior 
to  the  application  of  the  rf  pulse.  Therefore  the  contributions  of 
both  majority  and  minority  carriers  are  important  in  developing  the 
TAV.  After  the  application  of  the  rf  probing  field  the  minority 
carriers  can  be  provided  by  the  following  mechanisms:  1)  diffusion 
of  minority  carriers  from  the  bulk  to  the  interaction  region, 

2)  generation  via  the  bulk  traps,  present  within  the  interaction 
region,  3)  generation  via  the  interface  traps  at  the  silicon  sur¬ 
face.  Majority  carriers  are  mainly  swept  out  under  the  influence  of 
the  electric  field  in  the  interaction  region.  It  is  assumed  that 
the  generation  rate  of  majority  and  minority  carriers  via  trap 
levels  are  equal  in  the  interaction  region  (i.e.,  the  trap  level 
charge  occupancy  is  time  independent).  The  minority  carrier 
diffusion  current  from  the  bulk  can  be  neglected  at  room  temperature. 
Therefore  the  mechanisms  involved  in  establishing  the  new  steady 
state  minority  carrier  concentration  are  the  g-r  processes  via  bulk 
deep  levels  and  interface  states.  The  faster  process  dominates  the 
transient  response  at  any  bias  voltage.  Therefore  the  time  constant 
associated  with  the  TAV  transient  (Teff)  is  related  to  the  carrier 
lifetimes.  For  example,  it  will  be  shown  that  at  near  midgap  bias 
(the  bias  at  which  the  Fermi  level  is  close  to  the  midgap  at  the 
surface)  the  bulk  generation  can  be  dominant  (if  the  substrate  is 
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p  type  and  trap  energy  level  is  below  in  the  bulk).  In  this 

case  is  directly  proportional  to  Tg  with  an  amplification 

factor  (the  parameter  which  is  multiplied  by  t  )  which  will  be 

g 

determined  in  the  next  section.  The  depletion  approximation  cannot 
be  used  in  this  case  due  to  the  small  magnitude  of  the  TAV  signal. 

The  basic  experimental  apparatus  is  shown  in  figure  3.19 
which  is  very  similar  to  figure  3.3.  The  arrangement  for  the  bias 
application  is  not  shown  in  figure  ..19,  but  it  is  the  same  as 
figure  3.3.  To  obtain  the  plot  of  the  as  a  function  of  the 

bias  voltage,  automatically,  the  lock  in  amplifier  in  figure  3.3  is 
replaced  by  a  computer.  The  detected  signal  truly  reflects  the  TAV 
transients  only  if  the  circuit  loading  effect  is  negligible.  TAV 
waveforms  and  the  rf  pulse  are  shown  in  figure  3.20.  For  an  ideal 
measurement  the  TAV  reaches  its  steady  state  value  with  the  time 
constant  and  then  remains  constant  (figure  3.20b).  Experi¬ 

mentally  the  measured  TAV  falls  off  with  the  time  constant  T  due 
to  the  capacitive  coupling  and  amplifier  loading  (figure  3.20c). 

The  coupling  capacitances  have  a  minimum  value  in  the  range  of  50  pf. 
By  using  a  high  input  impedance  amplifier  the  value  of  Tc  (which  is 
the  upper  limit  of  measurement)  can  be  on  the  order  of  a  fraction 
of  a  second  which  is  appreciably  higher  than  (on  the  order  of 

100  usee).  The  lower  limit  of  the  t  ^  measurement  is  determined 
by  the  transition  time  of  the  surface  acoustic  wave  across  the 
interaction  window  which  is  about  0.5  usee.  The  lower  limit  of  x 

g 

can  be  appreciably  shorter  due  to  the  amplification  factor,  relating 


Figure  3.19  Experimental  apparatus  for  the  TAV  transient  time 
constant  measurements. 


and  X  .  Considering  the  time  constant  associated  with  the 
external  circuit  (x  ) ,  the  TAV  signal  has  the  following  form: 


t  X  -  T  -- 
c  ef  f 


■t/Teff) 


where 

V  =  transient  TAV  amplitude 

Vp  *  the  TAV  amplitude  at  steady  state  as  calculated 

in  Chapter  2,  equation  (2.40). 

In  order  to  extract  the  value  of  X  cc  from  the  TAV  waveform 

err 

directly,  the  value  of  X^  should  be  much  larger  than  x  ...  An 
experimental  TAV  waveform  for  an  oxidized  silicon  wafer  (p  type, 

P  =»  11-16  ft  cm)  is  shown  in  figure  3.4  along  with  the  corresponding 
rf  pulse. 


3.4.2  Qualitative  Discussion  of  the  TAV  Transient  Response 


In  this  section  the  effects  of  generation  lifetime  and 
surface  generation  velocity  on  the  measured  TAV  time  constant 
(Te^)  are  discussed.  The  influence  of  these  parameters  on  x  ^ 
varies,  depending  on  the  surface  potential  at  different  bias 
voltages.  The  effect  of  surface  potentials  on  the  transient 
process  is  considered  as  follows  (figure  3.21). 

A)  From  flatband  to  near  midgap  the  majority  carriers 
dominate  the  transient  response.  The  effect  of  interface  traps  is 
stronger  than  the  bulk  traps.  In  this  case,  interface  traps  do  not 


have  to  respond  as  g-r  centers.  The  communciation  of  the  interface 


Int*rf»ct 


Semiconductor 


Figure  3.21  The  effect  of  the  surface  potential  on  the 
interface  and  bulk  generation  recombination 
processes . 

(a)  from  accumulation  to  near  flat  band 

(b)  near  raidgap 

(c)  from  midgap  to  inversion 


traps  with  only  the  majority  carrier  band  is  sufficient  for  estab¬ 
lishing  the  equilibrium  (figure  3.21a).  The  reasons  are:  first 
the  transient  response  is  mainly  due  to  the  majority  carriers,  and 
second  the  majority  carrier  drift  current  is  dominant  in  the  quasi 
neutral  region.  In  this  regime  the  TAV  transient  is  fast  and 
mainly  governed  by  the  interface  traps.  At  any  given  bias 

v 

only  the  traps  within  a  few  — —  around  the  Fermi  level  contribute 
to  the  transient  response.  The  reason  is  that,  in  this  range  the 
trap  occupancy  can  be  changed  effectively  by  a  small  band  bending. 
On  the  other  hand,  the  traps  further  away  from  are  either  nearly 
full  or  empty  and  they  cannot  be  efficient  in  capture  and  emission 
of  carriers. 

B)  At  surface  potentials  near  midgap  both  the  majority 

% 

and  minority  carriers  are  important  in  establishing  the  equilibrium 
In  this  case  the  trap  levels  which  are  efficient  generation-recom¬ 
bination  centers  contribute  strongly  to  the  transient  response 
(figure  3.21b).  The  requirements  for  an  efficient  g-r  center  are: 

kbt 

1)  It  should  be  within  a  few  —  around  the  Fermi  level  as  discussed 

q 

in  part  A.  2)  It  should  be  near  the  midgap  in  order  to  exhibit  an 
almost  equal  electron  and  hole  capture  and  emission  rates.  For 
example  the  emission  rates  of  electrons  and  holes  are  exponentially 
dependent  on  the  energy  difference  between  the  trap  level  and  the 
conduction  band  and  the  valence  band  respectively.  Therefore  to 
obtain  a  nearly  equal  hole  and  electron  emission  rate,  the  trap 


level  should  be  close  to  the  midgap  (assuming  an  almost  equal 


electron  and  hole  capture  cross  sections).  In  the  following  dis¬ 
cussions  the  trap  level  (E^)  is  considered  to  be  at  the  midgap  (£.)• 
By  increasing  the  depleting  bias  voltage  towards  weak  inversion  the 
g-r  centers  at  the  interface  pass  through  the  E^  before  the  g-r 
centers  in  the  bulk  (figure  3.21b).  Thus  a  surface  potential  exists 
at  which  the  g-r  process  through  the  interface  traps  maximizes  and 
dominates  the  transient  response.  In  general,  the  bulk  and  inter¬ 
face  effects  are  not  clearly  separated  in  this  range  of  bit 
voltages  because  they  can  both  contribute  to  the  g-r  proce 

C)  By  changing  the  surface  potential  towards  we  inver¬ 
sion  the  effectiveness  of  the  g-r  centers  at  the  interface 
drastically  reduced  (figure  3.21c).  At  strong  inversion  the 
interface  traps  which  are  close  to  E^  cannot  be  near  E^.  Therefore 
they  can  only  communicate  with  the  minority  carrier  band  and  cannot 
be  efficient  g-r  centers.  The  interaction  of  the  interface  states 
with  only  the  minority  carrier  band  does  not  influence  the  trans¬ 
ient  response  (as  opposed  to  the  interaction  with  only  the  minority 
carrier  band) ,  because  the  current  in  the  quasi  neutral  region  is 
almost  entirely  due  to  the  drift  current  of  the  majority  carriers. 


Therefore  at  bias  voltages,  which  change  the  surface  potential  from 

midgap  towards  inversion,  the  effect  of  bulk  traps  near  E^  (g-r 

centers)  become  increasingly  important  (figure  3.21c).  In  strong 

inversion  the  bulk  g-r  centers  dominate  the  transient  response. 

In  the  TAV  measurements,  I  cc  can  be  obtained  as  a  func- 

ef  f 

of  the  bias  voltage  as  will  be  shown  in  the  next  chapter.  The 


approximate  separation  of  the  bulk  and  surface  effects  ^an  be 


obtained  by  lifetime  measurements  in  the  depletion  and  near  inver¬ 
sion  conditions.  From  flat  band  to  weak  depletion  the  interface 
effects  dominate  the  transient  response.  In  near  inversion,  at 
the  surface  is  almost  equal  to  or  slightly  below  (p  type  sub¬ 
strate)  ,  but  the  average  conductivity  in  the  space  charge  region 
is  still  p  type.  In  this  case  the  TAV  time  constant  is  assumed  to 
be  only  a  function  of  the  bulk  generation  lifetime  as  the  interface 
effects  are  reduced.  By  moving  towards  strong  inversion  the 
average  conductivity  becomes  n  type  and  the  TAV  polarity  changes. 
Under  this  condition  the  TAV  time  constant  is  a  function  of  the 
bulk  recombination  lifetime.  The  reason  is  that  the  nonlinear 
interaction  of  the  rf  probing  field  and  the  free  carriers  tends  to 
reduce  the  minority  carrier  concentration.  Although  at  strong 
inversion  the  interface  effects  are  almost  completely  quenched 
(part  c) ,  this  regime  is  not  used  extensively  in  TAV  measurements 
due  to  the  smaller  signal  to  noise  ratio. 

3.4.3  Theoretical  Development  of  the  TAV  Transient  Response 

In  this  section  the  theoretical  formulation  governing  the 
TAV  transient  response  is  developed.  An  approximate  relationship 
between  the  measured  TAV  lifetime  and  generation  lifetime  is  then 
worked  out.  At  first  it  is  assumed  that  at  the  chosen  bias  voltage 
the  effects  of  interface  states  are  negligible.  The  interface 
dominant  case  is  considered  next.  The  semiconductor  band  diagram 
is  shown  in  figure  3.22.  The  bulk  trap  energy  level  is  at  ET . 
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After  the  development  of  the  TAV 
Interface 


Figure  3.22  Near  surface  band  diagram,  under  depleting 
bias  voltage  (before  and  after  the  TAV 
development) . 
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There  might  be  an  insulator  with  capacitance  C  on  the  semiconductor 

surface.  TAV  is  considered  .r  a  perturbation  added  to  the  bias 

voltage  which  produces  the  average  band  bending  as  shown  by  the 

broken  lines.  During  the  TAV  transient,  a  displacement  current 

passes  through  the  semiconductor.  The  rate  equation  can  be  obtained 

by  equating  this  current  to  the  generation  current  within  the  non- 

2 

equilibrium  volume  where  np  <  n.  during  the  transient.  The  follow¬ 
ing  equations  are  considered: 


J.  -  C, 
d  i  dt 


(3.40) 


where  *  displacement  current  density 

=  insulator  capacitance  per  unit  area 
=  transient  voltage  across  the  capacitance 

The  generation  current  density  can  be  written  as 


J  -if  £  dx  +  I  f  in  d* 
g  2  J  dt  2  j  dt 

0  0 


(3.41) 


where  ~  and  are  the  net  rate  of  change  of  electrons  and  holes, 
at  dt 

Using  the  Shockley-Read-Hall  theory  [128]  for  a  single  trap  level, 

dn  dp 
dt*  dF  are: 


dn  _  dp 
dt  =  ~  dt 


pn  -  n. 


dt  (n  +  nx)  Tpo  +  (P  +  Pl)  tno 


(3.42) 


where 


=  net  rate  of  change  of  electrons  or  holes  due  to  a 
bulk  trap  level 


v*.  v‘  -  v'  ■  tv 


n^  *  n^  e  =  electron  concentration  if  the  Fermi 

level  was  at  the  bulk  trap  level, 

-(et  -  ¥ 

V 

*  n^  e  =  hole  concentration  if  the  Fermi 

level  was  at  the  bulk  trap  level, 

n,  p  ■  total  electron  and  hole  concentrations. 

T  =  (C  N_)  ^  *  hole  lifetime,  N_  =  bulk  (3.43a) 

po  p  T  T 

trap  density 

t  *  (C  N_)  ^  =  electron  lifetime  (3.43b) 

no  n  T 

3  -1 

and  0^,  *  hole  and  electron  capture  probability  rates  (cm  sec  ) 

The  equality  of  4^  and  4^"  is  an  approximation  which  is  valid  when 
dt  dt 

the  bulk  trap  occupancy  is  time  independent  (a  reasonable  assump¬ 
tion  for  g-r  centers).  The  validity  of  this  assumption  should  be 
checked  especially  in  the  initial  phases  of  the  transient  response. 

In  C-t  measurements  the  depletion  approximation  is  used  during  the 

2 

transient  (np  <<  n^  )  which  simplifies  (3.42)  as  follows 


2 

"ni 

’(et  -  E1>‘ 

+  i  exp 

no 

'-(Et  -  E.f 

n1  X  +  p1  t  l'po  2X15 

1  po  1  no  r 

L  v  J 

ST 

(3.44) 


The  generation  lifetime  (T  )  is  defined  by  the  following  equation 
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Thus : 


T  *  T  exp 
g  Po 


<Et  -  E.) 


+  T  exp 
no 


-(EI  -  E.) 


(3.46) 


In  C-t  measurements  the  assumpiton  (np  <<  n^  )  is  only  valid  in  a 
portion  of  the  transient  response  and  using  (3.44)  out  of  this 


region  results  in  erroneous  estimation  of  [127].  The  rate 
equation  for  TAV  transient  can  be  established  by  equating  and 
J  from  (3.40)  and  (3.41)  and  also  using  the  following  equation: 

o 


V.  +  V  , 
1  s  ’ 


(3.47a) 


(3.47b) 


where  Q  »  change  in  the  space  charge  density  due  to  V 
SC  t 

V  “  change  in  the  surface  potential  due  to  V 

s  t 

V  *  TAV  transient  amplitude  (figure  3.20). 

Equation  (3.47)  can  be  considered  as  a  small  signal  version  of 
equations  (3.5)  or  (3.28).  For  simplicity  no  other  sign  such  as  A 
is  used.  The  depletion  approximation  cannot  be  used  for  the  TAV 
measurements,  due  to  the  small  amplitude  of  the  TAV  signal.  The 
exact  rate  equation  can  be  obtained  by  using  equations  (3.40)- 
(3.43),  (3.47).  In  order  to  obtain  ,  the  continuity  and  Poisson 
equations  should  be  solved  simultaneously  with  equation  (3.42). 
These  equations  are  repeated  for  completeness. 

The  continuity  equations  for  electrons  and  holes  are: 


■1^-  *  D  72n  +  yn  7(nE)  -  U, 
3t  n  b 


(3.48a) 


If  “  D  V2p  -  yp  7(pE)  -  Ufc 


(3.48b) 


is  defined  in  equation  (3.42), 

E  -  -  V$,  V2$  -  -  £,  p  -  q(p  -  n  +  N  -  N.)  (3.49) 

c  U  A 

It  should  be  noted  that  in  the  continuity  equations  which 
were  used  to  calculate  the  TAV  amplitude  in  Chapter  2,  was 
neglected  (equations  (2.9),  (2.10)).  This  is  a  reasonable  assump¬ 
tion  because  these  were  the  ac  equations  at  SAW  frequency  and  g-r 
centers  do  not  respond  at  SAW  frequency.  The  equations  in  this 
chapter  are  related  to  the  TAV  transients  nd  therefore  they  are 
time  averaged  with  respect  to  the  SAW  frequency.  By  solving 
equations  (3.40)-(3.49) ,  using  numerical  techniques,  the  transient 
behavior  of  the  TAV  signal  can  be  obtained  and  the  dependency 
of  the  transient  time  constant  on  the  carrier  lifetime  can  be  found. 

An  approximation  to  the  above  equations  can  be  obtained 
by  the  following  steps  (figure  3.23).  1)  The  space  charge  region 

at  any  given  bias  voltage  is  replaced  by  a  region  with  the  same 
average  carrier  concentrations  (p,  n)  but  at  the  flat  band  con¬ 
dition.  This  step  is  discussed  in  detail  in  Section  3.3.1. 

2)  After  the  application  of  the  rf  pulse  the  charge  polarization 
in  the  semiconductor  takes  place.  The  majority  carrier  concen¬ 
tration  drops  in  a  thickness  on  the  order  of  a  Debye  length.  Due 

2 

to  the  nonequilibrium  condition  in  this  region  (np  <  n^  )  the  gen¬ 
eration  process  begins.  It  is  assumed  that  as  the  minority 
carriers  are  being  generated,  the  thickness  of  the  generation  vol¬ 
ume  decreases  (Wt).  3)  It  is  considered  that  the  region  (LD  -  W  ) 

has  reached  the  equilibrium,  and  a  constant  average  carrier 


concentration  is  assumed  throughout  this  region.  The  equilibrium 


excess  hole  and  electron  concentrations  in  this  region,  are  Apg, 
Ang.  4)  In  order  to  approximate  in  equation  (3.42)  it  is 
assumed  that  the  majority  carrier  concentration  is  lowered  with  an 
average  value  Apng  which  is  constant  within  the  nonequilibrium 

2 

region  (thickness  *  Wt) .  At  steady  state  np  becomes  equal  to  n^ 

in  the  whole  interaction  region  and  U^,  J  ,  J  (3 .40)-(3.42) 

u  g 

diminish.  Using  the  above  assumptions  the  following  equations  can 
be  obtained 


-  n  ip 


ne 


-Ap 


Ub  (n  +  n. )  T  +  (p  -  Ap  +  p.)  T 
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1'  po 


ne 


1'  no 
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and 


(n  +  n, )  T  +  (p  -  Ap  +  p. )  T 
_ _ 1  po  ne  rl  no 


mg  n 

Equation  (3.51)  is  valid  within  Wt  region  (figure  3.23). 
Substituting  (3.51)  in  (3.41)  yields 


J  = 
g 


q  W  Ap 
^  t  ne 


mg 


(3.5: 


(3.5: 


(3.5 


Considering  (3.40),  (3.47b)  the  following  equation  is  obtained: 


J 


d 


-d  Q 


sc 


dt 


(3.5. 


and  Q  is: 
sc 

Qsc  “  q[Wt  ^Pne  +  (S  '  V  (ine  +  ^pe)]  (3*5 

In  equation  (3.55)  Ang  and  Apg  can  be  approximated  in  the  equilib¬ 


rium  region  by: 
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Xi 
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where  v  is  the  average  band  bending  in  -  units  (it  is  assumed 

q 

that  the  band  bending  is  constant  throughout  this  region) .  The 
above  equations  are  valid  if  v  <  1.  If  the  second  term  in  the 
right  hand  side  of  the  equation  (3.55)  can  be  neglected  in  the  early 
stages  of  the  transient  response,  then  by  equating  (3.53)  and  (3.54), 
and  substituting  from  (3.55),  the  approximate  rate  equation  would 


(3.56) 


Thus  the  waveform  will  be  an  exponential  with  a  time  constant 

which  is  equal  to  X  .  The  validity  of  the  above  assumption  can  be 

mg 

checked  by  observing  the  form  of  the  experimental  TAV  versus  time 
curve.  Different  approximations  of  equation  (3.55)  can  be  considered 
which  will  result  in  different  forms  of  the  TAV  transient  responses. 
The  proper  approximation  should  be  used  by  comparing  its  result  to 
the  experimental  measurement.  For  the  experiments  reported  in  the 
next  chapter,  the  TAV  transient  is  exponential  (similar  to  figure 
3.4)  and  equation  (3.56)  can  be  considered.  The  assumption  that  the 
bulk  trap  occupancy  is  time  independent,  which  is  used  in  the  above 
discussions  might  not  be  valid  in  some  parts  of  the  transient.  In 
this  case  the  rate  equations  for  bulk  trap  occupancy  (not  the  g-r 
centers)  should  also  be  included,  and  the  time  constants  are  strongly 
a  function  of  the  electron  and  hole  emission  rates. 

The  bulk  trap  levels  below  (figure  3.22)  dominate  the 
bulk  response  in  the  range  of  the  bias  voltages  discussed  in  this 
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section  (midgap  to  weak  inversion).  The  reason  is  that  thev  exhibit 


cross  over  with  the  Fermi  level.  For  these  traps  p^  >>  n  .  By 


using  this  assumption  and  equations  (3.46),  (3.52),  (3.56)  the 


following  equation  can  be  obtained: 


p  -  Ap 


T  ..  =  T 
ef  f  mg 


Ap  \  /n. 


(3.57) 


For  bias  voltages  where  p  is  less  than  an  order  of  magnitude  larger 


than  n^,  (3.57)  can  be  reduced  to: 


■GO 


(3.58) 


For  large  values  of  p  (3.57)  can  be  written  as: 


■(“«(*) 


(3.59) 


Equations  (3.57)— (3-59)  are  approximated  and  they  can  be  used  for 


an  order  of  magnitude  estimation  of  X  .  It  is  shown  that  the  meas- 
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ured  lifetime  (T  --)  is  a  function  of  t  with  an  amplification 
ett  g 


factor.  This  factor  is  a  function  of  p,  n  at  any  bias  voltage  and 


also  a  function  of  p^,  n^,  which  are  characteristics  of  the  trap 


levels.  To  extract  the  value  of  r  with  a  reasonable  precision 

g 


from  the  measured  T  ee ,  both  TAV-V_  and  t  ,£-V_  plots  should  be 

eff  B  eff  B 


used  simultaneously.  The  TAV-V  plot  can  provide  the  information 
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about  the  surface  potential  and  thus  p,  n  at  any  bias  voltage 


(discussed  in  section  3.3.1).  Nevertheless  the  TAV  transient  time 


constant  measurements  can  be  used  for  comparison  testing  between 


the  wafers  with  similar  substrate  parameters  which  have  undergone 


112 


different  fabrication  processes.  This  mode  of  operation  is  easier 
and  can  be  used  as  a  nondestructive  tool  to  evaluate  the  effects  of 
different  parameters  on  a  processing  step  in  order  to  establish  the 
optimum  alternative.  It  can  also  be  used  for  screening  the  wafers 
which  undergo  a  specific  fabrication  process  in  the  production 
lines.  In  the  next  chapter  the  experimental  results  on  the  effect 
of  laser  induced  damage  gettering,  etching  and  polishing  are  pre¬ 
sented. 


In  the  range  of  bias  voltages  where  the  surface  g-r 

becomes  more  important  (figure  3.21b)  the  measured  T  ££  can  be 

related  to  surface  generation  velocity  (S  )  as  follows: 

S 


eff 


■(■•fcxys 


(3.60) 


where 


p  n  <■  electron  and  hole  concentrations  at  the  surface 
s ,  s 

Lq  *  average  Debye  length  in  the  depleted  region 


Pi  =  n.  e 
Is  i 


<Eu  -  V 

KT 


,  E^t  *  energy  level  of  the  inter¬ 


face  trap. 

In  deriving  equation  (3.60)  a  similar  procedure  as  for  equation 
(3.57)  is  used,  except  now: 


U 


"i  Sg 


(3.61) 


Ug  =  the  net  rate  of  change  of  the  electron  and  hole 


where 

9 

concentrations  at  the  surface  (per  unit  area) . 

In  the  bias  ranges  where  both  bulk  and  surface  effects  are  impor¬ 


tant,  can  be  written  as: 


(3.63) 


where  x  is  defined  in  (3.57)— (3.59)  and 
mg 
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At  bias  voltages  where  the  surface  is  strongly  inverted  the  TAV 
polarity  changes  to  positive  and  the  transient  time  constant  is 
related  to  the  recombination  lifetime.  The  reason  is  that  the  non¬ 
linear  interaction  tends  to  decrease  the  minority  carrier  concen¬ 
tration  in  the  inversion  region.  The  effect  of  nonlinear  interaction 
on  the  band  bending  and  TAV  polarity  is  shown  in  figure  3.24.  Even 
though  the  interface  traps  are  almost  completely  ineffective  in  this 
regime,  this  conditions  is  not  used  extensively  because  of  the 
poorer  signal  to  noise  ratio. 


Bias  Condition 


Figure  3.24  The  effect  of  the  TAV  on  the  average  surface 
potential  under  different  biasing  conditions 
(depletion  and  inversion).  In  all  cases  the 
TAV  modulates  the  surface  potential  towards 
the  midgap. 


CHAPTER  4 


EXPERIMENTAL  RESULTS  AND  DISCUSSIONS  OF  THE  TAV  MEASUREMENTS: 

PROFILING  AND  TRANSIENT  TIME  CONSTANT  METHODS 

In  Chapter  3,  the  theoretical  foundations  and  the  exper¬ 
imental  apparatus  for  the  TAV  amplitude  and  time  constant  measure¬ 
ments  under  the  application  of  the  bias  voltage  are  presented.  A 
profiling  procedure  which  is  applicable  to  the  TAV  measurements  is 
discussed.  In  this  chapter  the  experimental  results  of  the  TAV 
measurements  as  applied  to  the  device  grade  silicon  wafers  are 
presented.  The  following  experiments  are  reported: 

•  Depth  profiling  of  the  majority  carrier  concentration 
for  the  phosphorous  implanted  high  resistivity  silicon 
substrates  [51,52]. 

•  Measurements  of  the  TAV  transient  time  constant  in 
order  to  monitor  the  effects  of  the  laser  induced 
damaged  (LID)  gettering,  etching  and  polishing  on  the 
silicon  wafers  [61,62]. 

The  TAV  experimental  results  which  are  used  to  obtain 
the  interface  charges  and  flatband  voltage  of  the  uniformly  doped 
silicon  samples  have  already  been  discussed  in  Chapter  3. 

4 . 1  Depth  Profiling 

The  delay  line  structure  and  experimental  apparatus  for 
the  TAV  amplitude  versus  bias  voltage  (TAV-V  )  measurements  which 
are  used  for  depth  profiling  is  presented  in  Chapter  3  (figures 


3. 1-3. 3).  In  Che  following  experiments  che  rf  pulse  applied  to 
the  input  transducer  is  at  110  MHz  and  its  amplitude  is  about 
10  volts  p/p  (50 Q input  resistance).  The  pulse  width  is  about 
1  msec  with  the  repetition  frequency  of  about  40  Hz.  The  TAV  ampli¬ 
tude  is  measured  by  the  lock  in  amplifier.  The  bias  voltage  is  a 
slow  varying  ramp  with  the  voltage  scan  rate  on  the  order  of 
100  mV/sec. 

The  samples  under  test  are  a  series  of  ion  implanted 

silicon  wafers.  The  substrate  has  the  following  paramaters:  <100> 

surface,  both  faces  polished,  p  type,  high  resistivity  (c  -  2800.1 
12  -3 

cm,  N  -  5  x  10  cm  ) .  Both  faces  are  steam  oxidrzed  with  the 

A 

oxide  thickness  of  about  200  A°.  Phosphorous  is  implanted  at  7° 
off  axis  through  the  oxide.  Implants  are  activated  by  furnace  heat 
treatment  at  1000°C  for  60  minutes  in  nitrogen  ambient.  The 
implantation  ion  doses  and  energies  are  as  follows 


Sample  # 

Energy 

(KeV) 

Dose 

2 

( Ions/ cm“) 

1 

100 

1 

X 

1011 

2 

100 

1 

X 

io12 

3 

100 

1 

X 

1013 

4 

200 

1 

X 

io11 

5 

200 

1 

X 

io12 

6 

200 

1 

X 

io13 

8 


no  implant 


11 


The  phosphorous  depth  profiles  as  calculated  from  the 
symmetric  Gaussian  distribution  functions  are  shown  in  figure  4.1. 
The  projected  range  (R^),  straggle  (IR^)  and  peak  concentration  are 
determined  at  different  ion  doses  and  energies  [115].  The  profiles 
can  be  calculated  more  accurately  by  using  higher  moment  analysis 
[115,129,130].  In  the  three  moment  approach,  two  Gaussian  curves 
with  different  straggles  are  joined  at  the  projected  range  [129]. 
Four  moment  analysis  includes  the  skewness  and  tailing  properties 
of  the  profiles  [130].  In  the  profiles  shown  in  figure  4.1,  the 
effect  of  dopant  redistribution,  caused  by  the  diffusion  during 
the  annealing  period  is  neglected. 

The  block  diagram  of  the  profiling  procedure,  using  the 
TAV  measurement  is  shown  in  figure  4.2.  The  following  steps  are 
taken : 

1)  The  TAV-V  curves  are  obtained  as  discussed  in 
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Chapter  3.  The  TAV-Vn  plots  for  some  of  the  ion  implanted  samples 
(#1,2, 3, 4)  and  the  substrate  (#8)  are  shown  in  figure  4.3  [51]. 

The  substrate  curve  (similar  to  figure  3.16)  shows  a  positive  TAV 
at  zero  bias  voltage,  indicating  a  p  type  conductivity.  By  apply¬ 
ing  positive  V  the  surface  tends  to  accumulate  and  the  TAV  changes 
accordingly.  The  application  of  negative  bias  voltage  changes  the 
surface  potential  from  depletion  to  inversion  and  the  TAV  polarity 
changes  from  negative  to  positive,  indicating  n  type  surface  con¬ 
ductivity.  The  TAV  plots  for  ion  implanted  samples  exhibit  a 
positive  TAV  at  zero  bias  condition,  indicating  a  compensated 


surface  (curve  (2)  is  an  anomaly  and  will  be  discussed  later).  Bv 
applying  positive  bias  voltage,  the  ion  implanted  region  (n  type) 
becomes  depleted  and  the  TAV  amplitude  goes  through  the  variations, 
reflecting  the  profile  of  the  phosphorous  implant.  After  a  certain 
positive  voltage  the  TAV  polarity  changes  to  negative,  indicating 
the  end  of  the  implanted  region  or  the  onset  of  the  surface  inver¬ 
sion.  Curve  (2)  in  figure  4.3  shows  an  anomalous  behavior.  In 
this  curve  the  TAV  is  positive  at  zero  bias  indicating  a  p  type 
surface.  One  reason  is  attributed  to  the  fact  that  the  samples 
were  sliced  before  the  measurement  and  the  leakage  current  at  the 
edges  might  have  affected  the  TAV-V  curve.  The  other  possibility 

D 

is  that  the  surface  might  indeed  be  p  type  at  zero  bias  due  to 
such  effects  as  the  nonuniform  distribution  of  the  p  dopant  in  the 
substrate.  More  than  an  order  of  magnitude  increase  in  the  p 
dopant  near  the  surface  is  observed  for  some  of  the  substrates, 
using  the  spreading  resistance  measurements.  Another  effect  to  be 
considered  is  the  depleting  effect  of  the  rf  probing  electric 
field.  This  effect  can  be  eliminated  by  reducing  the  SAW  power. 

2,3)  The  relationship  between  the  TAV  amplitude  and  the 

carrier  concentration  as  developed  in  Chapter  2  (equation  (2.40)) 

is  used  to  obtain  the  n(Vn)  curve.  In  doing  so  a  calibration 

curve  is  needed  to  estimate  the  value  of  V  in  equation  (2.40). 

o 

TAV  amplitude  can  be  calibrated  versus  different  samples  with 
known  resistivity  for  any  experimental  setup  [42].  In  the  follow¬ 
ing  experiments  the  reference  is  estimated  by  using  the  value  of 


(T)  I  x  10  ions /cm z  at  lOOKeV 
Scale  x  i 

(4)  ix  10"  tons/cm2  at  200 KeV 
Scale  x  0.5 

(3)  ix io13  tons/cm2  at  lOOKeV* 
Scale  x  o.i 


the  carrier  concentration  at  the  peak  of  the  implant  profile.  For 
example,  the  relative  minimum  of  the  TAV-V_  curve  for  sample  It  1 

O 

(figure  4.3,  -  0.7  volts)  corresponds  to  the  peak  carrier  con¬ 

centration  of  the  phosphorous  profile  for  this  sample.  The  reason 
is  that  for  the  above  implanted  samples,  the  majority  carrier  con¬ 
centration  is  high  enough  that  the  negative  slope  side  of  the  TAV-n 
curve  (figure  2.3a)  can  be  considered.  A  good  estimation  of  Vq  is 
obtained  by  using  the  peak  concentration  as  measured  by  the  spread¬ 
ing  resistance  technique. 

4)  In  order  to  obtain  the  depth  profiles,  the  informa¬ 
tion  about  the  depletion  width  at  each  bias  voltage  is  eeeded.  The 
depletion  width  is  calculated  by  using  equation  (3.12).  Consider¬ 
ing  the  n(V  )  curve,  the  bias  voltage  in  the  depletion  direction  is 

D 

divided  into  equal  voltage  increments  (AV(ra),  figure  4.4).  At  each 
AV(m)  an  average  value  of  majority  carrier  concentration  is  esti¬ 
mated  (n(m)).  Then  equation  (3.12)  is  used  to  calculate  W(m)  at 

any  bias  voltage,  leading  to  W(V  ).  In  equation  (3.12)  the  zero 

o 

depletion  width  is  corresponded  to  the  flatband  voltage  (i.e., 

W  =  0  at  V  *  V  ).  For  the  n  implanted  samples  in  these  exper- 
B  r  b 

iments,  the  flatband  voltage  is  assumed  to  be  zero.  The  reason 

is  that,  since  the  oxide  charge  is  invariably  positive,  it  tends 

to  modulate  the  surface  potential  of  the  n  surface  towards  flat- 

band  and  accumulation.  In  this  regime  the  surface  potential  is 

not  a  strong  function  of  V  and  the  zero  flatband  approximation 

o 

does  not  introduce  an  appreciable  error.  The  validity  of  these 
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Figure  4.4  Average  majority  carrier  concentration  at  corres¬ 
ponding  voltage  increment,  used  to  calculate  the 
depletion  width  as  a  function  of  the  bias  voltage 
(equation  (3.12)). 


assumptions  are  checked  later  by  choosing  different  values  of  V 

FB 

and  comparing  the  calculated  profile  with  the  results  obtained 
from  the  spreading  resistance  measurement.  If  the  profile  is  p 
type  near  the  surface,  the  oxide  charge  causes  a  depletion  and  the 
flatband  voltage  can  be  estimated  by  using  the  procedure  which  is 
discussed  in  the  previous  chapter  and  by  iteration.  A  general 
procedure  which  provides  the  exact  value  of  V  at  any  arbitrary 
doping  profile  does  not  seem  to  be  feasible  and  utilizing  the 
proper  approximation  for  any  specific  case  is  more  appropriate. 

5)  In  steps  3,  4  the  majority  carrier  concentration  and 

the  depletion  width  are  obtained  as  a  function  of  depleting  bias 

voltage.  By  combining  these  results  the  average  majority  carrier 

concentration  profile  (n(x))  can  be  obtained.  Figure  4.5  shows 

11  2 

the  n(x)  for  sample  #4  (1  x  10  ions/cm  ,  200  keV,  solid  line) 
along  with  the  implant  profile  obtained  from  the  spreading  resis¬ 
tance  measurement  (dotted  line)  [52].  The  h(x)  curve  is  obtained 
by  assuming  zero  flatband  voltage.  In  order  to  obtain  N(x)  from 
n(x) ,  the  corrections  and  approximations  discussed  in  section  3.2.2, 
can  be  used.  If  the  free  carrier  Debye  averaging  affect  is 
neglected,  then  N(x)  can  be  calculated  from  h(x)  by  using  equation 
(3.18).  Although  the  impurity  concentration  profile  is  sharper 
than  the  majority  carrier  profile  at  the  high  concentration  grad¬ 
ient  'regions,  the  error  does  not  exceed  the  data  obtainable  by  the 
C-V  techniques.  The  source  of  the  error  which  is  the  spread  of 
the  majority  carriers  due  to  diffusion  is  inherent  of  the 
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Figure  4.5  Average  majority  carrier  and  impurity  density  profiles 
of  the  phosphorous  implanted  high  resistivity  p  type 
silicon  substrate,  as  obtained  by  TAV  and  spreading 
resistance  measurements. 


measurements  which  monitor  the  carrier  concentration  without 
material  removal.  As  discussed  in  Chapter  3,  this  error  is  more 
pronounced  in  the  regions  where  the  impurity  concentration  varies 
sharply  in  distances  comparable  to  the  Debye  length.  In  the  spread¬ 
ing  resistance  technique,  the  dopant  density  profile  is  obtained 
on  a  beveled  sample,  thus  the  carrier  diffusion  is  eliminated. 

This  technique  is  sensitive  to  the  probe  points  condition  and  is 
subject  to  a  large  number  of  corrections.  For  more  precise  impur¬ 
ity  profiling  the  material  study  methods,  such  as  secondary  ion 
mass  spectroscopy  (SIMS)  and  Rutherford  back  scattering  (RBS) 
should  be  used.  In  any  case,  n(x)  is  measured  by  the  TAV-Vg  or 
C-V  techniques  provides  a  good  estimation  of  the  impurity  doping 
profile  in  the  distances  larger  than  a  few  Debye  length.  The 

sensitivity  of  the  TAV-V  method  is  higher  than  C-V  or  SIMS  tech- 

B 

niques  at  low  carrier  concentrations  and  it  is  lower  at  high 

carrier  concentrations.  The  measurable  carrier  concentration  for 
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silicon  can  be  as  low  as  10  cm  and  the  high  limit  is  on  the 
order  of  10^  cm  ^ . 

The  measured  profiles  are  wider  than  the  calculated 
profiles  shown  in  figure  4.1.  One  reason  is  the  nature  of  the 
phosphorous  implant  which  exhibits  a  strong  tailing  in  the  deep 
region  of  the  implant  [131]  due  to  channeling  [132]  or  diffusion 
at  implantation  temperatures.  The  other  reason  is  the  redistri¬ 
bution  of  the  impurity  atoms  under  the  annealing  heat  treatment, 
performed  for  impurity  activation.  The  broken  line  at  the  end  of 


the  n(x)  curve  in  figure  4.5  corresponds  to  the  TAV  amplitude  after 
the  relative  maximum  in  the  TAV-V  curve  (figure  4.3).  In  this 
region  the  carrier  concentration  varies  by  several  orders  of  mag¬ 
nitude  and  the  TAV  polarity  changes  from  positive  to  negative. 

This  polarity  change  can  be  due  to  the  extension  of  the  depletion 
region  up  to  the  p-n  junction,  resulting  in  the  interaction  of  the 
probing  electric  field  with  the  p  type  substrate.  Therefore  the 
termination  of  the  n  region  is  reflected  in  the  TAV  polarity  change 
The  former  phenomenon  can  be  assumed  to  be  dominant  by  considering 
the  dopant  profile  in  figure  4.5  (the  depth  of  the  implanted 
region  is  somehow  smaller  than  the  maximum  depletion  width) .  The 
surface  inversion  can  be  eliminated  by  using  pulsed  bias  arrange¬ 
ment  as  discussed  in  section  3.2.2.  It  should  be  noted  that  the 
tested  samples  are  inherently  difficult  to  characterize  because 
of  the  sharp  changes  in  doping  concentration  in  distances  on  the 
order  of  a  Debye  length.  The  profiles  obtained  for  other  implanted 
samples  are  similar  to  the  presented  profile  with  the  shifted  pro¬ 
jected  range  along  the  depth  axis  and  different  peak  concentra¬ 
tions  which  are  dependent  on  the  ion  doses  and  energies. 

4.2  TAV  Transient  Measurements  on  Silicon  Wafers 

In  this  section  the  experimental  results  of  the  TAV 
transient  measurements  (TAV-t)  in  monitoring  the  effects  of  LID 
gettering,  etching  and  polishing  on  the  imperfection  density  of 
silicon  wafers  are  presented.  The  LID  effectiveness  is  monitored 
by  comparing  the  lifetimes  and  surface  generation  velocities  in 


two  halves  of  the  wafers,  one  of  which  has  undergone  the  LID 
gettering  at  the  back  surface.  The  TAV-t  results  which  are  strongl 
affected  by  surface  condition,  indicate  about  twofold  increase  in 
the  lifetime  in  the  gettered  area.  The  bulk  generation  lifetime 
measured  by  the  capacitance-time  (C-t)  technique  does  not  show 
this  increase.  The  reason  is  attributed  to  the  reduction  of  the 
surface  generation  velocity  on  the  opposite  side  of  the  LID  getter¬ 
ing  area.  To  evaluate  the  effects  of  etching  and  polishing  on 
silicon  wafers  prior  to  the  device  fabrication,  the  TAV-t  measure¬ 
ments  under  bias  voltage  are  performed.  The  results  indicate 
about  two  order  of  magnitude  increase  in  r  after  etching  and 
polishing  due  to  the  surface  damage  removal.  In  the  above  TAV-t 
experiments  both  oxidized  and  unoxidized  samples  are  investigated 
without  the  fabrication  of  MOS  structures.  The  discussions  of 
the  above  topics  are  presented  in  the  following. 


4.2.1  Evaluation  of  the  Laser  Induced  Damage  Gettering  Effect 


Using  Lifetime  Measurements  [61] 


The  processes  which  are  used  to  reduce  the  density  of 
crystal  defects  and  harmful  impurities  in  the  device  region  of 
the  wafer  are  generally  referred  to  as  gettering  processes.  One 
area  of  increasing  importance  is  the  gettering  by  introducing 
damage  to  the  back  surface  of  the  silicon  wafers  prior  to  device 
fabrication.  The  back  surface  lattice  damage  attracts  and  binds 


the  crystal  defects  and  metallic  contamination,  thus  increasing 
the  yield  on  the  opposite  (device)  side  [111-112].  The 


effectiveness  of  the  gettering  technique  is  evaluated  by  the  dis¬ 
location  density  it  produces  and  the  thermal  stability  of  the 
damage.  Another  factor  is  the  level  of  contamination  introduced 
by  the  damaging  process  itself.  Techniques  such  as  grinding  and 
sand  blasting  introduce  an  undesirable  level  of  contamination, 
and  the  damage  is  not  stable  through  the  thermal  cycles  of  a 
typical  fabrication  process.  Laser  induced  damage  (LID)  is  a 
promising  technique  that  provides  a  less  contaminating  process  and 
more  stable  (or  refreshable)  gettering  sites  [111].  The  techniques 
to  evaluate  the  extent  of  the  gettering  effectiveness  and  its  per¬ 
sistence  through  the  thermal  cycles  are  either  material  study 
which  requires  some  sort  of  mechanical  damage  to  the  wafer  (cleav¬ 
age,  etching,  ion  milling)  or  the  study  of  the  electrical  prop¬ 
erties  at  the  device  side  of  the  wafer.  The  latter  encompasses 
such  measurements  as  the  junction  yield  evaluation  and  M.OS  capac¬ 
itance  measurements.  In  this  section  the  application  of  the  TAV 
transient  measurements  (TAV-t)  as  a  nondestructive  technique  is 
demonstrated . 

The  samples  under  test  are  4",  <100>  surface,  p  type 
silicon  wafers  (c  =  11-16  ficm)  with  an  oxide  (dry-wet-drv)  of 
about  5500  A° .  The  LID  is  introduced  on  half  of  each  wafer  prior 
to  oxidation  with  the  other  half  left  ungettered  as  the  control 
sample.  The  LID  is  produced  by  Nd:YAG  laser  with  1.06  „m  wave¬ 
length.  The  laser  is  pulsed  with  15  KHz  repetition  rate  and  the 
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pulse  energy  is  10  Joules/cm  with  -  200  nsec  duration.  The 


laser  beam  is  focussed  to  a  60  Jim  spot  size  and  the  spot  overlap 
is  50%.  The  damage  depth  induced  by  the  beam  is  approximately  5  ;_m. 
Laser  beam  is  scanned  over  the  lines  separated  by  about  0.5  mm 
and  the  time  needed  to  cover  half  of  the  wafer  is  60  seconds.  The 
samples  then  undergo  simulated  thermal  cycles  ( 7 ~8  cycles)  of  a 
typical  N-MOS  fabrication  process  in  order  to  reveal  the  persistence 
of  the  gettering  effect  after  actual  processes.  The  two  wafers 
under  study  (A  and  B)  have  essentially  the  same  characteristics 
but  obtained  from  different  vendors.  For  C-t  measurements  60  mils 
AZ  dots  are  evaporated  on  the  oxide  as  MOS  gate  and  A Z  ohmic  con¬ 
tact  is  provided  on  the  back  side. 

The  TAV  transient  waveform  and  circuit  requirements  are 

discussed  in  section  3.4.1  (figures  3.4,  3.19,  3.20).  The  rf 

pulse  parameters  are  the  same  as  discussed  in  the  previous  section 

(4.1).  The  measured  time  constant  of  the  TAV  transient  (T  ^j)  is 

shown  in  Table  4.1.  This  time  constant  is  related  to  T  and  S 

g  g 

through  equations  (3.62)  and  (3.57)— (3— 63) .  In  this  section 
is  measured  at  zero  bias  voltage  and  the  surface  generation  velocity 
dominates  the  transient  response.  This  effect  is  realized  by 
measuring  the  bulk  generation  lifetime,  using  the  C-t  technique. 

The  values  of  measured  lifetime  by  TAV-t  technique  are  in  the 
50-100  usee  range,  whereas  the  bulk  lifetime  measured  by  C-t  are 
in  the  400-600  usee  range.  The  reason  is  the  effect  of  surface 
generation  velocity  which  is  present  in  the  TAV  measurement.  In 
C-t  measurement,  in  order  to  avoid  the  surface  generation,  the  MOS 


mtjrx. 


LID  and  no  LID  regions  of  the  silicon 


gate  is  pulsed  between  +10  to  +20  volts  in  the  strong  inversion 
region  as  shown  in  figure  4.6.  This  figure  shows  the  C-t  plots  of 
two  MOS  structures  in  the  LID  and  no  LID  halves  of  the  sample  3. 


In  strong  inversion  the  effect  of  S  can  be  neglected  because  the 

S 

interface  g-r  centers  are  filled  with  electrons  as  discussed  in 


section  3.4.2.  The  effect  of  S  at  the  depleted  (not  inverted)  per- 

S 


iphery  of  the  MOS  gate  can  be  easily  neglected  due  to  large  gate 


diameter  (-  1500  m)  as  compared  to  generation  distance  (-47  S 

g  § 


<  8  Um)  [69,126].  The  bulk  lifetime  (T  )  is  calculated  from  the 

8 


C-t  transient  according  to  [68].  The  results  are  shown  in  Table  .  1 


In  order  to  calculate  T  ,  the  value  of  N.  is  needed  which  is 

g  A 


obtained  from  the  C-V  measurement.  Table  4.1  shows  that  T  is  about 

g 


a  factor  of  eight  times  t  --  which  indicates  the  dominance  of  S 

ef  f  g 

in  determining  Teff  (the  surface  is  not  inverted  in  measuring  ~eff) • 


Thus  by  using  equation  (3.62)  at  near  midgap  condition,  S  can  be 

g 
L„ 
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estimated  from  i  (S  -  - )  .  The  estimated  values  of  S  for 

eff  8  Tef£  g 


LID  and  no  LID  regions  of  samples  A  and  B  are  shown  in  Table  4.1. 
The  Zerbst  plots  [67]  are  also  used  to  verify  the  correct  range  of 
the  surface  generation  velocity.  To  obtain  the  Zerbst  plot  the 


MOS  gate  is  pulsed  from  accumulation  (V  =  -20  volts)  to  strong 

g 


inversion  (V  =  +20  volts)  as  shown  in  figure  4.7.  The  Zerbst 

s 


plot  is  then  obtained  as  shown  in  figure  4.8.  The  value  of  the 
surface  generation  velocity  can  be  estimated  from  the  intercept 
of  the  extension  of  the  linear  region  of  the  Zerbst  plot  with  the 
vertical  axis.  This  is  an  approximate  value  [127.128]  and  is 


5i,  P,  Na  =  8.9  x  10  cm  * 
tox  *  5500  A* 


NO  LID 


Pf  _ 
Pf 


}  gate  bias  *  +10  volts  S'  /  7_  pf 

(inversion)  s'/ 

// gate  bias  *+20  volts 
s'/  (inversion) 


gate  bias  *  +  20  volts  ( deep  depletion  and  inversion 


TIME(sec) 


Figure  4.6  Capacitance  time  curves  of  the  Si  MOS  structure 
for  LID  and  No  LID  wafer  halves.  The  gate  bias 
is  pulsed  in  the  strong  inversion  condition  to 
suppress  the  surface  effects. 


Figure  4.8  The  Zerbst  plot  of  the  figure  4.7  C-t  curve 


lower  chan  Che  depleced  surface  generacion  velocicy  (S  )  due  Co 

g 

Che  shielding  of  Che  surface  scares  by  Che  minoricy  carriers,  which 

cakes  place  in  a  short  time  compared  to  the  Zerbst  transient  time. 

The  value  of  S  from  the  Zerbst  plot  is  about  0.1  cm/sec.  which  is 
S 

in  the  same  range,  but  lower  than  0.3  cm/ sec .  which  is  obtained 

from  the  TAV  measurement  (Table  4.1,  sample  B,  No  LID). 

Table  4.1  shows  that  the  gettering  effect  is  more  pronounced 

in  reducing  the  surface  generation  velocity  rather  than  increasing 

the  bulk  lifetime.  S  is  reduced  by  about  a  factor  of  2  which 

g 

indicates  the  reduction  of  the  interface  states  and  surface  defect 
density  by  LID  process,  whereas  the  bulk  generation  lifetime  is  not 
appreciably  affected  by  LID  gettering.  One  reason  might  be  due  to 
the  release  of  the  point  defects  and  contaminants  from  the  gettered 


area  due  to  the  annealing  of  the  dislocations  and  microcracks  which 
are  produced  by  LID.  Therefore,  after  the  simulated  heat  treat¬ 
ments,  the  bulk  imperfection  density  for  both  LID  and  no  LID  halves 
are  about  the  same.  The  released  defects  and  impurities  might  not 
have  had  enough  time  to  reach  the  surface,  and  therefore  the  sur¬ 
face  generation  velocity  is  lower  for  LID  halves.  Another  reason 
can  be  the  high  quality  of  the  starting  material  (long  T  )  which 
exhibits  a  low  defect  density  in  the  bulk,  such  that  the  effect  of 
LID  is  not  appreciable.  In  these  measurements  the  TAV-t  is  obtained 
by  using  C-t  and  TAV-t  techniques.  In  the  next  section,  the  TAV-t 
measurements  under  applied  bias  voltage  are  performed  and  the 

effects  of  S  and  T  on  the  TAV  transient  response  are  discussed. 

S  g 


4.2.2  Evaluation  of  the  Effects  of  Etching.  Polishing  and  Forming 
Gas  Annealing  on  Silicon  Wafer  Surface  Properties  [62] 

In  this  section,  5"  silicon  wafers  which  have  undergone 
different  etching  and  polishing  removal  steps  are  studied,  using 
TAV-t  measurements.  After  the  silicon  wafers  are  sliced  from  the 
ingot  by  inner  diameter  slicing  and  edge  rounded,  they  undergo 
etching  and  polishing  prior  to  the  device  fabrication  [133].  The 
chemical  etching  step  is  used  to  remove  the  damage  and  contamin¬ 
ation  which  is  left  from  the  slicing  process.  The  chemical  etch 
removal  is  typically  about  one  mil  per  side.  After  etching,  the 
polishing  step  is  performed  to  obtain  the  necessary  flatness, 
specular  surface,  lack  of  features,  and  parallel  surfaces  of  the 
wafer.  In  addition,  polishing  should  not  introduce  any  damage  or 
contamination  to  the  surface.  Typical  polish  removal  is  on  the 
order  of  a  fraction  of  a  mil.  The  extensive  use  of  chemical  etch¬ 
ing  followed  by  polishing  is  due  to  the  fast  removal  rate  by  etch¬ 
ing  (economical,  high  throughput)  and  the  required  optical  prop¬ 
erties  which  can  only  be  obtained  by  polishing  (slow  process) .  Th< 
extent  of  the  damage  removal  by  the  above  steps  is  monitored  and 
compared  by  measuring  the  TAV  transient  time  constant  (t  ^)  which 

is  related  to  T  and  S  as  described  in  sections  3.4.2  and  3.4.3. 
g  g 

T  ^  is  also  used  to  investigate  the  effect  of  forming  gas  anneal¬ 
ing  on  the  reduction  of  the  interface  states  density  for  3”  oxi¬ 
dized  silicon  wafers. 

To  evaluate  the  damage  removal  properties  of  etching  and 


polishing,  a  number  of  5"  silicon  wafers  are  prepared.  All  the 


wafers  are  sliced  from  CZ  grown,  p  type,  p  =  11-16 Q cm  ingots, 
<100>  surface  and  have  undergone  different  etching  and  polishing 
times.  Acid  etching  is  used  and  the  etchant  mixture  is  5:2:1 
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volume  ratio  of  HNO2/HF/HC2H2O2 .  Etching  is  at  room  temperature 
and  the  etching  barrel  and  wafer  holder  rotate  during  the  process. 
For  polishing,  SiC^  based  slurries  are  used  in  the  simultaneous 
two  sided  polishing  arrangement.  The  amount  of  silicon  removal  for 
the  wafers  reported  in  this  work  (measured  by  capacitive  probing) 
are  as  follows: 


Wafer  # 

Chem.  Etch 
Removal 

Both  Sides 
(mils) 

Polish  Removal 
Both  Sides 
(mils) 

Total  Removal 
Both  Sides 
(mils) 

14 

0 

0 

0 

13 

0.4 

0 

0.4 

16 

7.1 

0 

7.1 

10 

0.4 

2.2 

2.6 

Prior  to  the  measurements,  the  wafers  are  cleaned  in  8  steps,  start¬ 
ing  with  the  sulfuric/nitric  acid  organic  material  remover  followed 
by  immersion  in  acidic  and  basic  hydrogen  peroxide  solutions  in 
order  to  remove  metallic  contamination  and  ionic  charges.  To 
investigate  the  effect  of  forming  gas  annealing,  five  3"  silicon 
wafers  are  oxidized,  annealed,  cleaved  and  then  random  halves  are 


annealed  again  in  forming  gas.  The  oxidation  is  dry-wet-dry  and 


the  oxide  thickness  is  about  5500  A  .  Post  oxidation  annealing  is 


performed  in  N2  at  1000  C.  Forming  gas  (F.G.)  annealing  is  in 


.  *_  M  .  •  _ 


5-10%  H2  in  N2  ambient,  at  400  C  for  about  20  minutes. 

The  experimental  apparatus  for  the  TAV-t  measurement  is 

as  discussed  in  section  3.4.1.  In  these  measurements  a  special 

arrangement  with  a  long  delay  line  is  used  in  order  to  accomodate 

5"  silicon  wafers  without  slicing  them.  The  rf  frequency  is  55  MHz 

and  the  pulse  width  is  about  2  msec  with  the  repetition  frequency 

of  about  15  Hz.  The  effects  of  T  and  S  in  determining  T  ...  can 

g  g  6  erf 

be  approximately  separated  by  the  application  of  a  depleting 
bias  voltage  as  discussed  in  section  3.4.2.  At  surface  potentials 
between  flatband  to  near  midgap  the  interface  effects  are  domin¬ 
ant.  By  varying  the  surface  potential  towards  midgap  and  weak 
inversion,  the  effect  of  surface  g-r  process  goes  through  a  peak 
and  then  reduces.  At  the  bias  voltages  just  before  the  polarity 
change  of  the  TAV  signal,  it  is  assumed  that  T  ^  is  dominantly 
determined  by  T  .  These  effects  will  be  experimentally  demon¬ 
strated.  If  a  dc  bias  voltage  (slow  varying  ramp)  is  used,  the 

maximum  depletion  width,  W  ,  is  less  than  1  urn.  Pulsed  bias 

in 

voltage  can  be  used  for  the  following  conditions:  1)  if  the  bulk 

g-r  centers,  deeper  than  W  ,  are  monitored,  2)  to  reduce  the  surface 

m 

effects  to  a  greater  extent  if  the  silicon  surface  exhibits  a  large 
interface  state  density.  In  this  case  the  timing  of  the  TAV  meas¬ 
urement  should  be  adjusted  with  respect  to  the  bias  pulse.  The 
rf  pulse  should  be  delayed  by  about  a  fraction  of  a  second  (during 


this  time  the  surface  g-r  centers  become  partially  inactive)  and 


the  TAV-t  measurement  should  be  finished  long  before  the  inversion 


layer  sets  in  (the  deep  depletion  regime).  This  timing  arrangement 
is  not  difficult  to  attain,  due  to  the  long  minority  carrier 
response  time  in  silicon  (on  the  order  of  10  seconds)  and  relatively 
short  TAV-t  time  constant  (on  the  order  of  msec). 

The  experimental  results  for  differently  etched  and 
polished  wafers  are  presented  in  figure  4.9.  The  T  ^  (at  zero  bias) 
is  plotted  as  a  function  of  position  for  different  wafers.  The 
value  of  fe££  is  related  to  and  through  equations  (3.57)- 
(3.63).  The  carrier  lifetimes  are  on  the  order  of  10  to  100  times 
smaller  than  !.£  (due  to  the  amplification  factors,  relating  the 
to  the  carrier  lifetime,  equations  (3.57)  —  <3.59) )  as  will  be 
shown  later.  The  plots  in  figure  4.9  are  used  for  comparison 

of  the  defect  density  between  the  wafers  with  similar  substrates 
which  have  undergone  different  etching  and  polishing  steps.  The 
plots  indicate  a  large  spatial  variation  of  T g ^  for  each  wafer 
with  generally  lower  values  towards  the  edges.  It  is  shown  in 
figure  4.9  that  by  chemical  etching  and  polishing,  the  lifetime 

increases  which  is  an  indication  of  the  surface  damage  removal. 

2 

Sample  #16  (7.1  mils  etching  removal)  exhibits  about  10  times 
increases  in  the  lifetime  as  compared  to  as  sliced  sample  (#14). 

The  wafer  which  is  both  etched  and  polished  (#10)  exhibits  a 
longer  average  lifetime  than  the  wafer  which  is  only  etched  (#16) 
even  though  the  total  silicon  removal  is  less.  This  result  might 
indicate  that  polishing  is  to  some  extent,  more  effective  than 
chemical  etching  in  producing  a  damage  free  surface.  The 
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Figure  4.9  Spatial  variations  of  the  ~e£f  f°r  silicon  wafers 

which  have  undergone  different  chemical  etching 
and  polishing  steps. 
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argument  is  not  conclusive  and  more  experimental  data  is  needed. 

One  reason  (in  addition  to  the  experimental  error)  is  that  #10  and 

#16  wafers  were  not  specifically  chosen  as  successive  slices  of  an 

ingot.  It  is  experimentally  verified  that  the  average  values  of 

T  ^  can  vary  by  a  factor  of  two  for  the  samples  which  are  sliced 

from  different  sections  of  an  ingot,  even  if  the  wafers  undergo 

the  same  etching  and  polishing  steps  [62]. 

In  order  to  separate  the  contributions  of  T  and  S  to  the 

§  8 

measured  x  the  measurements  under  depleting  bias  voltage  are 

performed.  The  results  for  as  sliced  sample  (#14)  are  shown  in 

figure  4.10  in  the  form  of  spatial  variations  of  T  , - ,  T  ,  and 

eft’  mg 

S  .  T  and  S  are  approximately  related  to  T  and  S  by 
mg  mg  mg  g  g 

equations  (3.57)  and  (3.63).  The  depleting  bias  voltage  is  chosen 

at  a  value  corresponding  to  the  maximum  measurable  lifetime  before 

the  inversion.  The  reason  is  to  quench  the  surface  effect  as  much 

as  possible  by  going  further  into  the  bulk  (section  3.4).  The 

measured  lifetime  under  this  bias  voltage  is  approximately  7  ,  and 

mg 

S  is  found  from  7  ..  and  :  at  zero  bias  voltage  (equation 

mg  err  sig 

(3.63)).  The  variations  or  '  and  S  indicate  that  the  increase 

mg  mg 

of  the  surface  gneeration  velocity  towards  the  wafer  edges  is 
dominantly  responsible  for  the  lower  '  ..  close  to  the  wafer  per¬ 
iphery  and  the  bulk  generation  lifetime  varies  only  slightly  across 
the  wafer.  This  can  be  due  to  the  handling  damage  around  the  wafer 
edges.  The  values  of  7  are  about  10  to  100  times  smaller  than 


x 


and  S  is  about  10  to  100  times  larger  than  S 
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The  TAV  amplitude  and  T  dependence  on  the  applied 

bias  voltage  (TAV-V  and  T-V  )  for  wafer  #16  are  shown  in  figure 

4.11.  The  shapes  of  the  plots  are  more  or  less  the  same  for  other 

samples  with  the  major  difference  only  in  the  TAV  and  x  absolute 

values.  From  the  TAV-V  curve,  the  value  of  surface  potential  (V  ) 

B  s 

at  each  bias  voltage  can  be  estimated  as  discussed  in  section  3.3. 

The  estimate  of  Vg  is  obtained  by  comparing  the  normalized  TAV 

amplitude  to  the  TAV-V  curve,  shown  in  figure  3.11.  Therefore 

the  values  of  p,  n  can  be  obtained  at  each  bias  voltage  (figure 

3.10)  and  the  amplification  factor  can  be  calculated  (equations 

(3.57)— (3.63)) .  Different  regions  of  the  T-V  curve  can  be  con- 

B 

sidered  as  follows.  For  V  values  varying  from  +2  volts  to  near 

B 

zero,  the  surface  potential  changes  from  flatband  towards  depletion. 
In  this  region  the  response  is  governed  by  the  majority  carriers 
and  the  surface  traps  which  only  communicate  with  the  majority 
carrier  band  (section  3.4.2,  part  A).  The  measured  lifetime 
increases  as  the  majority  carrier  concentration  decreases  at  the 
surface,  thus  reducing  the  traps  capture  and  emission  rates.  The 
i-V  curve  goes  through  a  peak  (point  B)  and  then  drops  to  a  min- 
imum  (point  A)  as  the  high  density  interface  trap  level  (this  time 
the  g-r  center)  passes  through  the  Fermi  level  (section  3.4.2, 
part  B).  From  the  T-V  structure  in  this  region  the  energy 
position  of  the  high  density  trap  level  can  be  estimated.  By 
changing  the  bias  voltage  from  zero  to  negative  values  the  surface 
becomes  more  depleted  and  the  effect  of  minority  carriers  increases. 
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Figure  4.11  TAV  amplitude  and  Te£f  dependence  on  the  applied  bias 
voltage  for  the  etched  silicon  wafer. 
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In  this  bias  range  the  high  density  interface  trap  level  (at  energy 
Et  which  is  below  as  shown  in  figure  3.22)  goes  below  E.  and  the 
effectiveness  of  the  interface  g-r  process  is  reduced  (section  3.4., 


part  C).  Therefore  the  increases  until  it  reaches  its  maximum 


value  (point  C) .  At  this  value  it  is  assumed  that  the  surface  g-r 
process  can  be  neglected  and  is  only  determined  by  as  shown 


in  equation  (3.57).  At  bias  voltages  more  negative  than  -0.8  volts 


the  surface  is  inverted  and  the  T  is  related  to  the  recombin- 

ef  f 


ation  lifetime  (X  g) .  It  is  shown  that  if  the  energy  of  the  g-r 


center  is  not  equal  to  E.,  then  T  is  smaller  than  T  [701.  This 

l  re  g 


effect  is  observed  in  the  X-V^  curve  in  the  inverted  region.  By 


considering  the  X-V  and  TAV-V  curves  simultaneously,  the  energy 

D  B 


of  the  trap  level  can  be  estimated  at  about  0.15  eV  below  E^.  The 


value  of  T  can  then  be  extracted  from  the  maximum  value  of  T 

g  eff 


before  the  inversion  (point  C,  figure  4.11)  by  using  equation 
(3.59).  The  values  of  p,  n  in  this  equation  are  obtained  by  using 
the  TAV-V  curve  and  estimating  V  as  mentioned  earlier.  The  ampli- 

D  S 

fication  factor  is  about  20  at  this  point.  Therefore  the  value  of 
is  approximately  700  psec  for  this  sample. 


g 


The  effect  of  forming  gas  annealing  on  the  X  is  demon¬ 


strated  in  Table  4.2.  This  table  shows  an  average  increase  of  the 
Teff  °n  Cke  or<^er  times  for  the  forming  gas  annealed  half 

wafers.  This  increase  is  partly  due  to  the  reduction  of  the  inter¬ 
face  states  density  and  partly  due  to  the  change  of  the  flatband 


voltage . 


CHAPTER  5 


INVESTIGATION  OF  GaAs  SURFACE  AND  GaAs /ANODIC  OXIDE 

INTERFACE 

In  the  past  ten  years  there  has  been  an  increasing  interest 
in  the  GaAs  digital  integrated  circuit  technology  as  well  as  in  the 
more  traditional  microwave  discrete  devices.  The  advantages  of  GaAs 
over  Si  are  the  material  properties,  such  as  higher  low  field  electron 
mobility  which  is  an  order  of  magnitude  higher  than  Si  and  larger 
bandgap.  Another  advantage  is  the  availability  of  GaAs  as  a  good 
semi-insulating  substrate.  This  property  allows  the  self-isolation 
of  the  active  devices  either  by  mesa  etching  [134]  or  by  simply  using 
a  planar  double  implanted  approach  [135].  Therefore  the  packing 
density  for  large  scale  integration  (LSI)  can  be  increased  appreciably. 
Progress  in  GaAs  LSI  integrated  circuits  are  mainly  due  to  the  tech¬ 
nological  advancements  in  fabrication  processes  and  the  availability 
of  high  quality  semi-insulating  GaAs  substrate.  3",  undoped,  semi- 
insulating  GaAs  substrate  grown  by  liquid  encapsulated  Czochralski 
method  are  available  at  the  present  time.  In  the  processing  areas 
such  as  the  formation  of  a  well  controlled  active  layer  (either  by 
epitaxy  or  ion  implantation)  and  fine  line  pattern  replication 
there  have  been  rapid  improvements  in  the  past  few  years.  Although 
the  GaAs  technology  is  still  far  behind  Si,  in  some  areas  such  as 
very  high  speed  integrated  circuits  (in  the  gigabit  range)  and  micro- 
wave  applications,  the  GaAs  device  performance  cannot  be  matched  by 


Si  devices. 


There  are  two  basic  approaches  to  GaAsFET,  LSI  circuit-.,  one 
is  the  junction  gate  devices  such  as  metal  semiconductor  field  effect 
transistor  (MESFET)  and  the  other  is  insulated  gate  FET's  (IGFET). 

The  former  technology  is  more  rapidly  advancing  and  is  dominantly 
applied  today  for  the  fabrication  of  high  speed  logic  circuits  [135- 
137] ,  even  though  the  IGFET's  have  inherent  device  characteristic 
advantages.  The  reason  is  the  difficulty  encountered  in  the  forma¬ 
tion  of  a  viable  dielectric  on  the  GaAs  surface  with  acceptable 
interface  states  density.  The  inherent  advantages  of  IGFET's  over 
MESFET's  are  basically  as  follows.  1)  The  enhancement-mode  MESFET's 
(E-MESFET's,  normally  off)  are  highly  prefered  in  LSI  circuits  as 
compared  to  depletion  mode  MESFET's  (D-MESFET's,  normally  on)  due  to 
the  lower  power  consumption  and  less  complex  circuitry.  The  deple¬ 
tion  mode  MESFET's  require  dual  power  supply  operation  and  level 
shifters  in  their  circuit  arrangement.  But  in  the  enhancement-mode 
the  magnitude  of  the  gate  voltage  swing  is  limited  by  the  built-in 
potential  of  the  gate  junction.  For  inputs  larger  than  the  Schottkv 
barrier  built  in  potential  (in  the  range  of  0.5  volts),  the  channel 
current  cannot  be  controlled  and  excessive  gate  current  will  be 
drawn.  This  limitation  can  cause  an  increase  in  the  propagation 
delay  and  also  is  not  desirable  in  microwave  power  devices.  Another 
serious  problem  of  the  small  logic  swing  is  the  need  for  a  precise 
control  of  the  pinch  off  voltage.  In  order  to  provide  an  adequate 
margin  for  LSI  circuits,  the  logic  swing  should  be  at  least  an 
order  of  magnitude  larger  than  the  standard  deviation  of  the  pinch 


off  voltage.  This  effect  dictates  that  the  pinch  off  voltage  should 
be  controlled  within  tens  of  millivolts.  Therefore  the  processing 
complexity  increases  dramatically  as  compared  to  D-MESFET  technology. 
At  the  present  time  only  D-MESFET' s  are  fabricated  at  the  LSI  level. 
By  using  IGFET  devices  these  limitations  are  eliminated. 

2)  The  cutoff  frequency  of  IGFET' s  is  higher  than  MESFET's  because 
of  the  higher  decrease  in  the  gate  capacitance  as  compared  to  the 
decrease  in  the  transconductance  [108,110].  3)  The  IGFET's  exhibit 

lower  input  leakage  current  and  simpler  circuit  configuration.  The 
planar  integrated  circuit  technology  is  used  to  fabricate  an  enhance¬ 
ment/depletion  type  MOSFET  logic  with  a  propagation  delay  of  72  ps 
and  a  power  delay  product  of  139  fj  for  the  1.2  ym  gate  length  [109], 
The  device  can  also  be  operated  at  a  minimum  power-delay  product  of 
36  fj  with  a  propagation  delay  of  157  ps . 

The  main  problem  of  the  devices  made  with  the  GaAs  MIS 
technology  is  the  anomalous  behavior  under  dc  and  low  frequency  oper¬ 
ation  and  the  long  term  stability  of  the  device.  This  behavior  is 
believed  to  be  due  to  the  high  density  of  trap  levels  present  at  the 
GaAs /insulator  interface.  The  MIS  structures  made  by  low  temperature 
oxidation  of  GaAs  (wet  anodic  oxidation  or  plasma  oxidation)  exhibit 
superior  interface  characteristics  as  compared  to  other  insulator 
structures  [110] .  The  reason  is  generally  due  to  the  high  tempera¬ 
ture  step  involved  in  the  deposition  of  the  heteromorphic  dielec¬ 
trics  and  also  GaAs  thermal  oxidation.  The  high  temperature  step  is 
not  desj.-able  due  to  the  high  volatility  of  As  and  As  oxides. 
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Therefore  the  room  temperature  anodic  oxidation  of  GaAs  is  one  of 
the  preferred  techniques  for  the  fabrication  of  GaAs  MOSFET's.  The 
plasma  oxidation  which  can  also  be  performed  at  relatively  low  tem¬ 
peratures  is  essentially  the  same  as  wet  anodic  oxidation,  except 
that  the  electrolyte  is  replaced  by  the  plasma  environment.  The 
GaAs  native  anodic  oxide  can  also  be  used  in  device  processing,  e.g., 
as  a  diffusion  mask  and  also  for  device  passivation.  The  anodic 
oxidation  can  be  used  as  a  precise  etching  process  which  can 
remove  GaAs  layers  with  a  highly  controlled  thickness.  An  extensive 
effort  has  been  carried  out  towards  the  better  understanding  of  the 
complicated  nature  of  the  GaAs/oxide  interface.  Most  of  the  exper¬ 
imental  work  in  electrical  characterization  rely  on  the  capacitance 
voltage  (C-V)  and  conductance  voltage  (G-V)  measurements  under 
different  bias,  temperature  and  illumination  conditions. 

In  this  work,  at  first  the  surface  properties  of  the  semi- 
insulating,  Cr  doped  GaAs  substrates  are  investigated.  The  interface 
states  energy  distribution  are  studied  using  two  beam  TAV  amplitude 
spectroscopy  [47],  The  studies  include  both  oxidized  and  unoxidized 
GaAs  surfaces.  The  oxides  are  grown  using  the  wet  anodic  oxidation 
in  a  glycol  and  water  based  electrolyte  [73].  The  results  reveal 
the  presence  of  high  density  interface  states  in  both  cases  (mainly 
acceptor  levels  at  about  1  eV  above  the  valence  band)  and  the 
fact  that  the  oxidation  process  increases  the  interface  states 
density.  The  samples,  oxidized  at  different  current  densities,  are 
compared  and  those  oxidized  at  lower  current  densities  exhibit  a 
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lower  density  of  interface  states.  The  physical  models  regarding 
the  GaAs  interface  and  oxidation  mechanism  are  discussed  by  analyzing 
the  experimental  data.  The  GaAs:Cr  unoxidized  samples  are  also 
investigated  at  low  temperatures  using  two  beam  TAV  spectroscopy  [85] 
The  characteristic  exciton  peaks  are  detected  and  the  quenching  of 
the  exciton  peak  is  observed  upon  shining  the  1  eV  bias  light.  The 
quenching  effect  which  is  attributed  to  the  electron  transition  from 
the  valence  band  to  the  high  density  interface  states  is  not  observed 
in  semi-insulating,  Fe  doped  InP  [71].  The  reason  is  attributed  to 
the  lower  density  of  interface  states  in  the  upper  half  of  the  InP 
bandgap.  A  donor  level  at  about  1.3  eV  below  the  conduction  band  of 
GaAs  which  is  only  observable  in  oxidized  GaAs  samples  at  room 
temperature,  becomes  detectable  in  unoxidized  GaAs  at  low  tempera¬ 
tures  . 

The  low  resistivity  GaAs  samples  are  anodically  oxidized 
under  different  oxidation  current  density  waveforms  [83,84].  The 
GaAs/oxide  interfaces  are  examined  by  C-V  measurements  at  different 
frequencies.  The  oxide  bulk  properties  are  compared  by  measuring 
such  parameters  as  breakdown  field  and  resistivity.  The  results 
indicate  the  superior  interface  properties  at  lower  oxidation 
current  densities  and  vice  versa  for  oxide  bulk  properties.  The 
analysis  lead  to  an  optimum  current  density  waveform  which  starts  at 
low  values  and  after  the  termination  of  the  nucleation  and  island 
growth  phase  [74]  proceeds  at  a  higher  value  of  current  density. 

The  subjects  to  be  discussed  are  classified  as  follows: 


•  Study  of  the  semi-insulating  GaAs  surface  and  GaAs/oxide 
interface  using  two  beam  TAV  spectroscopy  [47], 

•  Quenching  and  enhancement  of  the  exciton  and  subbandgap 
absorption  in  GaAsrCr  using  two  beam  TAV  spectroscopy 
at  low  temperatures  [85], 

•  The  effect  of  oxidation  rate  on  the  characteristics  of 
A£/anodic  oxide/GaAs  MOS  structures  [83,84]. 

5 . 1  Study  of  Semi-Insulating  Cr  Doped  GaAs  Surface  and 

GaAs/Oxide  Interface  Using  Two  Beam  TAV  Spectroscopy 

Semi-insulating  GaAs  is  used  as  the  substrate  for  LSI  high 

speed  digital  circuits  and  microwave  devices  almost  exclusively. 

The  semi-insulating  GaAs  can  be  obtained  by  Cr  doping  and  resistiv- 
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ities  as  high  as  10  Qcm  can  be  achieved.  Oxygen  doping  can  also 
provide  semi-insulating  GaAs,  but  oxygen  doped  GaAs  is  not  extensively 
used  due  to  the  high  mobility  of  oxygen  at  processing  temperatures. 
Undoped  GaAs  can  also  be  used  as  a  semi-insulating  substrate,  but 
its  resistivity  is  smaller  than  Cr  doped  substrates.  Although  GaAs:Cr 
has  been  extensively  studied  in  the  past  few  years,  the  compensation 
mechanism  and  its  variation  under  heat  treatment  are  not  well  understood 
The  TAV  measurements  are  especially  applicable  to  the  study  of  semi- 
insulating  GaAs  because  of  the  high  sensitivity  of  the  TAV  signal  at 
low  carrier  concentrations.  In  this  section  the  interface  states 
energy  level  distribution  of  both  unoxidized  and  oxidized  GaAs:Cr 


samples  are  investigated. 


5.1.1  Experimental  Procedure  and  Results 


The  samples  used  in  the  following  experiments  are  serai- 
insulating  (p  >  107  ftcm)  ,  Cr  doped,  <110>,  and  polished  at  one 
surface.  The  oxidation  is  performed  in  a  3%  aqueous  solution  of 
tartaric  acid,  buffered  by  NH^OH  to  the  pH  =  5  and  then  mixed  with 
propylene  glycol  in  a  1:2  volume  ratio  [73].  This  mixture  which  is 
called  the  AGW  electrolyte  provides  a  superior  native  anodic  oxide 
as  compared  to  completely  aqueous  [138]  or  non-aqueous  solutions 
[139].  In  AGW  electrolyte, water  is  the  oxidant  and  tartaric  acid 
is  used  to  increase  the  electrolyte  conductivity.  The  pH  is 
adjusted  by  NH^OH.  The  addition  of  the  propylene  glycol  to  the 
aqueous  solution  drastically  reduces  the  sensitivity  of  the  oxida¬ 
tion  process  to  pH  variations  and  electrolyte  contaminations.  The 
reason  is  attributed  to  the  less  sensitive  transport  rate  of  the 
oxidizing  species  to  the  GaAs  surface  and  the  oxidation  products 
from  the  GaAs  due  to  the  presence  of  the  propylene  glycol.  The 
aqueous  solution  pH  can  vary  between  2-9  in  the  AGW  electrolyte, 
whereas  it  should  be  between  5-7  if  the  aqueous  solution  is  used  by 
itself.  The  dissolution  rate  of  the  native  oxide  in  AGW  is  very 
small  as  compared  to  aqueous  oxidation  solutions  (=  4  x  10  2  A°/sec 
and  1  A°/sec  respectively).  By  using  AGW  electrolyte,  very  uniform 

native  oxides  with  high  resistivity  can  be  grown  reproducibly . 

2 

The  samples  are  oxidized  at  0.1,  1.0  and  3.0  mA/cm  , 
under  constant  current  density  regime.  The  oxidation  cell  consists 


of  the  GaAs:Cr  anode,  AGW  electrolyte  and  pJatinum  counter 
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electrode  (cathode).  The  cell  voltage  is  measured  between  CaAs 
and  Pt  electrodes.  All  the  samples  are  oxidized  until  the  cell 
voltage  reaches  the  value  of  50  volts,  and  then  the  current  source 
is  disconnected.  At  low  current  densities  (J  <  1  raA/cm  ),  most  of 
the  voltage  drop  is  across  the  growing  oxide  during  the  oxidation 
process  and  the  ohmic  drop  across  the  electrolyte  and  thin  GaAs 
samples  are  negligible.  At  higher  current  densities  the  voltage 
drop  across  the  electrolyte  and  GaAs  samples  might  not  be  negligible 
compared  to  the  oxide  voltage  drop  in  the  initial  phases  of  the 
oxide  growth  (oxide  thickness  below  100  A°) .  The  GaAs  samples  are 
illuminated  by  a  collimated  white  light  during  the  oxidation.  There¬ 
fore  the  holes  that  are  needed  for  anodic  oxidation  are  provided  by 
photon  absorption  (samples  are  slightly  n  type  in  the  dark) .  The 
illumination  eliminates  the  extra  voltage  drop  across  the  GaAs  deple¬ 
tion  layer  which  would  have  been  otherwise  needed  in  order  to  gener¬ 
ate  the  oxidizing  holes  by  avalanche  process  (breakdown  voltage) . 

2 

The  cell  voltage  versus  time  curve  at  0.1  mA/cm  current 
density  is  shown  in  Figure  5.1.  This  curve  can  be  divided  into  two 
distinct  phases.  The  first  phase  is  the  nucleation  and  island  growth, 
followed  by  continuous  oxide  growth  phase  [74,76,140],  During  the 
first  phase  the  GaAs  is  not  covered  by  the  insulating  oxide  and  the 
cell  voltage  is  small  and  relatively  time  independent.  After  the 
complete  coverage  of  the  GaAs  surface  by  anodic  oxide,  the  second 
phase  which  is  the  continuous  oxide  growth  starts.  During  this 
phase  the  cell  voltage  increases  with  time  as  the  oxide  thickness 
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increases.  The  highly  linear  dependence  of  the  cell  voltage  on  time, 

indicates  the  oxide  formation  under  constant  electric  field  condition 

[75].  The  oxide  formation  rate  is  about  10  ^  cm/Col.  considering  the 

oxide  electric  field  to  be  about  5  x  10^  V/cm  (oxide  breakdown 

field) .  The  average  value  of  the  oxide  thickness  per  voltage  drop 

across  the  oxide  is  20  A°/V.  The  nucleation  phase  is  about  350 

2 

seconds  long  at  0.1  mA/cm  oxidation  current  density.  The  cell 
voltage  versus  time  curves  at  higher  current  densities  exhibit  the 
same  shape  as  the  one  shown  in  figure  5.1,  except  that  the  nuclea¬ 
tion  time  is  shorter  and  the  slope  of  the  linear  region  is  higher 
(proportional  to  the  current  density).  More  discussions  on  the 
chemical  nature  of  the  oxidation  process  are  presented  in  the  follow¬ 
ing  sections.  Prior  to  oxidation  the  samples  are  cleaned  with  trich- 
lorethylene,  acetone  and  DI  water.  The  native  oxide  is  removed  by 
HC2  and  rinses  in  methanol. 

The  interface  properties  of  the  unoxidized  GaAs  and  oxi¬ 
dized  GaAs  are  studied  using  two  beam  TAV  spectroscopy.  The  delay 
line  arrangement  is  as  shown  in  figure  1.1a.  The  ground  path  is 
provided  by  an  A 1  film  underneath  the  piezoelectric  substrate.  This 
arrangement  is  sufficient  in  these  measurements  because  the  surface 
potential  modulation  via  an  applied  bias  voltage  is  not  needed 
(unlike  the  measurements  in  Chapters  3  and  4).  A  window  is  provided 
in  the  Ax  film  through  which  the  surface  under  study  of  the  samples 
can  be  illuminated  .  y  one  or  two  monochromatic  beans.  The  peak  of 
the  TAV  waveform  is  recorded  as  a  function  of  the  incident  photon 


energy  either  manually  or  by  using  lock  in  amplifier  and  automatic 

scanning  arrangement  (for  high  resolution  spectroscopy).  The  rf  fre 

quency  of  SAW  is  110  MHz  with  the  rf  pulse  width  about  1  msec. 

The  TAV  waveform  drops  towards  zero  after  the  initial  peak  as  shown 

in  the  inset  of  figure  5.2.  The  reason  for  this  fast  drop  is  the 

presence  of  the  LiNbO^  in  the  TAV  detection  path  which  introduces 

a  small  series  capacitance.  Therefore  the  time  constant  of  the 

external  circuit  (l  in  equation  (3.39))  decreases  and  the  TAV 

c 

amplitude  approaches  zero  after  charging  the  capacitances.  Since 
the  TAV  amplitude  is  measured  at  the  peak,  this  effect  does  not 
cause  any  difficulty  as  long  as  the  TAV  peak  reaches  the  steady 
state  value,  predicted  by  equation  (2.40)  (Tef£  <  Tc  in  equation 
(3.39)).  The  TAV  amplitude  is  a  function  of  the  near  surface  con¬ 
ductivity  of  GaAs  and  the  GaAs/oxide  interface  as  discussed  in  the 
previous  chapters.  In  two  beam  spectroscopy,  the  wavelength  of  one 

4 

beam  is  fixed  (bias  light,  750  nm  =  1.65  eV,  photon  flux  =  7  x  10  / 

2 

cm  -  sec) ,  while  the  wavelength  of  the  second  beam  (secondary 

light)  varies  between  500-2000  nm  (both  lights  are  simultaneously 

shone  on  the  sample).  The  photon  flux  of  the  secondary  light  is 

kept  constant  by  adjusting  the  input  aperture  of  the  monochromator. 

14  2 

The  secondary  light  photon  flux  is  7  x  10  /cm“  -  sec  for  low  power 
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spectroscopy  and  approximately  3  x  10  /cm  -sec  for  high  power 
spectroscopy,  in  the  following  experiments . 

The  results  of  the  TAV  spectroscopy  are  shown  in  figures 
5. 2-5. 4.  Figure  5.2  shows  the  one  beam  spectroscopy  of  the 
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unoxidized  GaAs  sample.  In  this  figure,  after  the  drop  of  the  TAV 

amplitude  under  the  sub-bandgap  radiation  (photon  energy  <  1.4  eV) , 

a  peak  can  be  observed  around  0.87  eV  (=  1400  nm) .  This  peak  is 

much  smaller  than  the  bandgap  peak  ( -  1/10).  Except  for  the  decrease 

of  the  TAV  amplitude  at  photon  energies  larger  than  the  bandgap,  no 

other  structure  is  detectable  in  the  one  beam  spectrum.  Figure  5.3 

shows  the  two  beam  spectra  of  unoxidized  and  oxidized  GaAs:Cr 

samples.  In  figure  5.3a  the  low  power  (secondary  photon  flux  = 

14  2 

7  x  10  /cm  -  sec)  two  beam  spectrum  of  the  unoxidized  GaAs:Cr  is 

presented.  A  sub-bandgap  minimum  at  around  1.05  eV  can  be  observed. 

This  minimum  could  not  be  detected  using  one  beam  spectroscopy 

(figure  5.2).  It  should  be  noted  that  the  amplitude  of  the  TAV  is 

smaller  than  the  bias  light  value  at  this  minimum.  Figures  5.3b,c,d 

present  the  low  power  two  beam  spectra  of  the  samples,  oxidized  at 

2 

0.1,  1.0  and  3.0  mA/cm  ,  respectively  (secondary  light  photon  energy 

is  between  0.6-2. 5  eV) .  In  these  spectra  a  stronger  minimum  around 

1  eV  can  be  observed  (compared  to  figure  5.3a).  A  relative  maximum 

around  1.25  eV  is  also  present  (below  bias  light  value). 

Figure  5.4  shows  the  high  power  two  beam  spectrum  of  all 

the  samples  for  photon  energies  between  0. 6-1.1  eV.  The  photon  flux 

of  the  secondary  light  is  increased  by  about  a  factor  of  4,  in  order 

to  reveal  the  sub-bandgap  structure  of  the  interface  more  clearly 
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(photon  flux  -  3  x  10  /cm  -  sec).  In  this  figure,  curve  1  is  the 
spectrum  of  the  unoxidized  GaAs  and  curves  2,  3,  and  4  correspond 
to  the  samples  oxidized  at  0.1,  1  and  3  mA/ cm“ ,  respectively.  The 
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5.3  Low-power  two-beam  TAV  spectra  for  the  oxidized  and 

unoxidized  GaAs  samples.  The  bias  light  photon  flux  = 
7  x  10^  /cm^  s,  the  bias  light  photon  energy  =  1.65  eV 
The  secondary  light  photon  flux  =  7  x  lO^/cm^  s,  the 
secondary  light  photon  energy  ~  0.6-2. 5  eV.  (a)  The 
unoxidized  GaAs,  (b)  The  GaAs  oxidized  at  0.1  mA/cm-, 
(c)  The  GaAs  oxidized  at  1  mA/ cm^  and  (d)  the  GaAs 
oxidized  at  3  mA/cm*-. 


TAV  (mV) 


broad  minimum  around  1  eV  energy  can  be  observed  for  all  the  samples. 


The  minima  corresponding  to  the  oxidized  samples  are  stronger  than 

the  unoxidized  sample.  The  samples  oxidized  at  higher  current 

2 

densities  (1  and  3  mA/cm  )  show  stronger  minima  as  compared  to  the 

2 

one  oxidized  at  lower-current  density  (0.1  mA/cm  ).  The  TAV  ampli¬ 
tudes  at  1  eV  photon  energy  of  the  secondary  beam,  are  shown  in 
figure  5.5.  TAV  bias  value  is  5  mV  for  all  the  samples  and  a  smaller 
TAV  amplitude  indicates  a  higher  deviation  from  the  bias  value 

(stronger  sub-bandgap  transition).  In  figure  5.4,  the  GaAs ,  oxidized 
2 

at  3  mA/cm  exhibits  an  additional  peak  at  around  0.68  eV.  The  TAV 
amplitude  at  this  maximum  is  larger  than  the  bias  value.  This  peak 
is  not  observed  in  the  spectra  of  the  other  samples. 


5.1.2  The  Effect  of  Interface  States  on  the  Two  Beam  TAV  Spectrum 

For  semi-insulating  GaAs  samples  (p  >  10^  Item,  n  type  in 
the  dark)  the  TAV  amplitude  is  proportional  to  (nu^  -  pu  )  as  dis¬ 
cussed  in  equation  (2.40).  The  theoretical  plot  of  the  TAV  versus 
electron  concentration  is  shown  in  figure  2.4.  The  difference 
between  electron  and  hole  surface  photo-conductivities  is  monitored 
by  the  TAV  amplitude. 

The  interface  states  are  generally  in  one  of  the  following 

forms : 


A  -  Acceptor  levels  in  the  p  or  n  semiconductor : 
* 

A-l  level  below  the  E.  at  dark, 

i 

A-2  level  above  the  at  dark; 


Oxidation  Current  Density  (mA/cm2) 

imp li tude  at  1  eV  photon  energy  of  the  secondary  beam  (high  power)  for 


B  -  Donor  levels  in  the  p  or  n  semiconductor: 


B-l  level  below  the  at  dark, 


B-2  level  above  the  at  dark. 


Figure  5.6  shows  the  different  cases  of  acceptor  levels.  For  the 
case  A-l,  most  of  the  available  states  (at  energy  E^.)  are  filled  up 
with  electrons  in  the  dark  (figure  5.6a).  In  this  case  transition  (1) 
is  the  electron  transfer  from  the  acceptor  level  to  the  conduction 
band  and  transition  (2)  is  from  the  valence  band  to  the  acceptor 
level.  Using  one  beam  spectroscopy,  the  incident  beam  of  energy 


(E  -  E  . )  should  increase  the  TAV  by  enhancing  the  transition  (1) 


c  at 

The  amount  of  increase  is  determined  by  the  transition  probability 


and  the  number  of  carriers  available  at  E.,.  Incident  beams  of 

A1 


energy  (E^  -  Ey)  do  not  change  the  TAV  appreciably  because  the  E^ 
levels  are  mostly  full.  In  the  event  of  any  effect  the  TAV  should 
be  smaller  than  the  dark  value  due  to  the  increase  of  the  hole  conduc¬ 
tivity  (if  the  sample  is  slightly  n  type  in  the  dark  such  as  GaAs:Cr 
samples) .  This  effect  is  very  small  and  practically  undetectable 
for  high  resistivity  samples. 

By  using  the  two  beam  spectroscopy  in  this  case,  the 
incident  lights  with  photon  energies  between  the  bandgap  value  and 


(E  -  E..)  have  the  following  effect.  The  electrons  are  excited 

C  AX 


from  the  E.,  level  to  the  conduction  band.  Therefore  the  states  at 
A1 


E..  become  ready  to  accept  electrons  from  the  valence  band,  upon 
AX 


shining  the  secondary  light  with  the  (E^  -  E^)  energy.  This  effect 


should  cause  a  detectable  decrease  of  the  TAV  below  the  bias  value 
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Figure  5.6  Transitions  associated  with  a  band  of  acceptor  levels 
within  the  bandgap  of  an  n-type  semiconductor,  a)  The 
acceptor  level  (EA1)  is  below  the  Fermi  energy,  b)  The 


acceptor  level  (E  2>  is  above  the  Fermi  energy. 


which  determines  the  position  of  the  acceptor  level.  This  condition 
applies  to  CdS  samples  with  two  acceptor  levels  at  around  0.8  and 
1.3  eV  above  the  valence  band  [45,71,95,96].  For  the  cases  where 
the  incident  photon  energy  (E^  -  Ey)  does  not  induce  any  other 
transition  with  opposing  effect,  the  two  beam  spectroscopy  is  a 
very  strong  tool  to  detect  the  presence  and  the  position  of  the 
acceptor  levels  below  the  Fermi  energy  [71]. 

The  acceptor  levels  above  the  Fermi  energv  (E  -  in  figure 

AZ 

5.6b)  are  mostly  empty  at  the  dark  condition.  Using  one  beam  spec¬ 
troscopy,  the  incident  beam  of  energy  (E  -  E  «)  does  not  have  a 

C  AZ 

strong  effect  on  the  TAV  amplitude  due  to  the  small  number  of  avail¬ 
able  electrons  at  the  E  £  level  (transition  (1)).  The  electron 
transfer  from  the  valence  band  to  E  £  (transition  (2))  should  quench 
the  TAV  amplitude  by  increasing  the  hole  conductivity.  Due  to  the 
small  dark  value  of  the  TAV  amplitude  for  high  resistivity  GaAs 
(point  A  in  figure  2.4),  the  quenching  effect  of  transition  (2)  is 
very  weak  and  undetectable  (unless  a  surface  inversion  by  the  inci¬ 
dent  beam  is  possible).  The  two  beam  illumination  in  this  case 
causes  a  large  TAV  by  the  bias  light  with  the  photon  energies 
greater  than  or  equal  to  the  bandgap  (point  B  in  figure  2.4).  The 
secondary  incident  beam  with  energy  (E  „  -  E  )  decreases  the  TAV 

V 

amplitude  below  the  bias  value  (point  C  in  figure  2.4).  The 
quenching  effect  of  transition  (2)  can  be  easily  detected  in  this 
condition.  This  condition  applies  to  the  TAV  spectra  of  GaAs 
samples  that  are  presented  in  figures  5. 2-5. 4.  The  donor  interface 


states  can  also  be  monitored  similarly.  The  effects  of  transitions 
(1)  and  (2)  (figure  5.6)  on  the  TAV  amplitude  are  directly  propor¬ 
tional  to  the  density  of  the  interface  states.  For  the  semiconduc¬ 
tors  exhibiting  the  same  interface  states  energy  levels,  the  density 
of  these  states  can  be  compared  by  the  comparison  of  the  TAV  spectra 
The  capture  and  emission  rates  of  the  interface  states  can  be  meas¬ 
ured  by  interrupting  the  secondary  light  and  monitoring  the  TAV 
amplitude  variation  as  a  function  of  time,  as  it  changes  from  the 
two  beam  steady  state  value  to  its  bias  value  . 

5.1.3  Discussion  of  the  Experimental  Results 

The  presented  data  can  be  analyzed  as  follows:  (1)  The 
weak  maximum  around  the  0.87  eV  in  the  unoxidized  sample  spectrum 
(figure  5.2)  is  believed  to  be  due  to  the  Cr  level  which  is  an 
acceptor  level  located  at  0.87  eV  below  the  conduction  band  as  shown 
in  figure  5.7.  The  transition  of  the  electrons  from  the  Cr  level 
to  the  conduction  band  increases  the  TAV  slightly  (transition  (3) 
in  figure  5.7).  Transition  (4)  is  weak  and  cannot  be  detected  due 
to  the  small  number  of  available  states  in  the  Cr  level  (Cr  levels 
are  mostly  filled  because  they  are  below  Fermi  level) .  Except  for 
the  sharp  TAV  drop  at  the  sub-bandgap  radiation,  the  only  other 
feature  in  this  spectrum  (figure  5.2)  is  the  decrease  of  the  TAV 
amplitude  at  photon  energies  larger  than  the  bandgap.  This  feature 
which  is  common  in  all  the  presented  spectra,  is  due  to  the  effect 


of  the  surface  recombination.  At  a  fixed  surface  recombination 
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velocity  the  recombination  rate  of  the  photogenerated  carriers 

increases  if  they  are  generated  closer  to  the  surface.  The  photons 

with  energies  higher  than  the  bandgap  are  absorbed  closer  to  the 

surface  because  of  the  higher  absorption  coefficient.  Therefore 

the  photo-generated  carriers  (at  higher  than  the  bandgap  energies) 

exhibit  a  higher  recombination  rate  and  the  TAV  amplitude  decreases. 

It  should  be  noted  that  by  the  equal  generation  of  electron  and 

holes,  the  TAV  amplitude  goes  up  due  to  the  higher  mobility  of 

electrons  (TAV  a  nu  -  pu  ) . 

n  p 

(2)  The  broad  minimum  at  around  1  eV  which  is  observed 
in  the  two  beam  spectrum  of  the  unoxidized  sample  (figure  5.3a)  is 
attributed  to  a  high  concentration  of  deep  acceptor  interface  traps 
centered  around  1  eV  above  the  valence  band.  These  levels  are  shown 
in  figure  5.7  (E^  levels).  The  excitation  of  electrons  from  the 
valence  band  to  these  acceptor  levels  (transition  (2)  in  figure 
5.7)  decreases  the  TAV  amplitude  below  the  bias  light  value.  It 
should  be  noted  that  this  minimum  is  not  detectable  in  the  one-beam 
spectrum. 

(3)  Figures  5.3b,c,d  show  the  two  beam  spectra  of  the 

2 

GaAs  samples,  oxidized  at  0.1,  1  and  3  mA/cra  respectively.  It  can 
be  seen  that  the  minimum  around  1  eV  is  present  for  all  the  oxidized 
samples.  This  minimum  is  stronger  than  the  unoxidized  sample.  This 
effect  is  due  to  the  oxidation  process  which  causes  a  higher  density 
of  E^,  acceptor  traps.  There  is  also  a  relative  maximum  at  around 
1.25  eV  which  is  only  observable  in  oxidized  samples.  These  maxima 


are  attributed  to  the  donor-like  interface  traps  which  are  centered 
at  about  1.25  eV  below  the  conduction  band.  The  possible  origins 
of  the  observed  acceptor  and  donor  levels  will  be  discussed  shortly 
The  maxima  at  around  1.25  eV  can  also  be  observed  in  unoxidized 
GaAs  samples,  but  only  at  low  temperatures,  as  will  be  shown  in 
section  5.2. 

(4)  To  compare  the  density  of  states  for  the  samples 

oxidized  at  different  current  densities,  the  high  power  two  beam 

spectroscopy  is  performed  in  the  range  of  0.6  -  1.1  eV.  The  result 

are  shown  in  figure  5.4.  The  comparison  of  the  spectra  clearly 

reveals  the  increase  of  the  interface  states  density  for  the 

samples  oxidized  at  higher  current  density.  Curve  2  corresponds  to 

2 

the  sample  oxidized  at  0.1  mA/cm  which  shows  a  minimum,  stronger 

than  the  unoxidized  sample  (curve  1)  but  weaker  than  the  samples 
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oxidized  at  1  mA/cra  (curve  3)  and  3  mA/cm  .  Curve  4  exhibits  a 
peak  at  the  photon  energy  of  -  0.67  eV.  This  peak  (above  the  bias 
light  value)  is  due  to  the  transition  of  the  electrons  from  the 
E,„  band  to  the  conduction  band  (transition  (1)).  The  effect  of 
this  transition  can  only  be  observed  when  the  interface  states 
density  at  the  is  high  enough  to  induce  a  detectable  change  in 

the  TAV  signal.  It  should  be  noted  that  in  some  cases  the  position 
of  the  peaks  are  shifted  towards  the  higher  energies.  This  effect 
can  be  due  to  the  momentum  transfer  needed,  in  addition  to  the 
supply  of  the  energy  difference  between  levels,  in  order  to  induce 
the  band  to  acceptor  level  transition.  Another  reason  can  be  due 


to  the  high  density  of  closely  spaced  acceptor  levels  (band  like) 
which  can  broaden  the  TAV  peaks.  From  the  data  presented,  it  can 
be  concluded  that:  (a)  A  high  density  of  deep  acceptor  interface 
trap centered  around  1  eV  above  the  valence  band,  are  present  in 
the  unoxidized  GaAs  samples.  (b)  These  acceptor  levels  also  exist 
at  the  GaAs/oxide  interface  with  a  higher  density.  (c)  The  density 
of  states  increases  if  the  samples  are  oxidized  at  a  higher  current 
density.  (d)  Donor  levels  centered  around  1.25  eV  below  the  con¬ 
duction  band  can  be  detected  only  in  the  oxidized  samples  spectra. 

5.1.4  Discussion  on  the  Anodic  Oxidation  Mechanism  and  GaAs 
Interface  States 

As  shown  in  figure  5.1  the  oxidation  process  can  be 
divided  into  two  distinct  phases.  The  oxidation  mechanism  during 
these  phases  can  be  explained  as  follows. 

Phase  (a):  The  nucleation  and  island  growth.  The  oxi¬ 
dation  starts  by  nucleation  process  and  then  proceeds  by  the  two 
dimensional  growth  of  the  oxide  from  the  nuclei  centers  [74].  By 
ESCA  (electron  spectroscopy  fcr  chemical  analysis)  investigation 
of  the  chemical  nature  of  the  oxide  during  this  initial  phase,  it 
is  shown  [76,140]  that  the  oxide  primarily  consists  of  Gao0^  with 
indications  of  excess  elemental  As  at  the  interface  (oxide  thickness 
below  40  A°) .  This  analysis  is  confirmed  by  other  workers  using 
Auger  or  ESCA  depth  profiling  of  the  fully  grown  oxide  [141,142], 
Although  this  is  not  a  unique  result,  reported  in  the  literature 
(especially  the  presence  of  the  elemental  As  at  the  GaAs/oxide 


interface)  it  seems  to  be  the  most  reliable  one.  The  reasons  for  th 
lack  of  in  the  oxide  at  the  initial  oxide  growth  phase  and  the 

presence  of  elemental  As  at  the  interface  can  be  as  follows: 

(1)  Preferential  oxidation  of  Ga20^  as  compared  to  As^O^.  The  reaso 
is  the  higher  free  energy  of  formation  of  “230  K  cal/mole) 

compared  to  ^2^3  "140  K  cal/mole).  (2)  Dissociation  of  the  AS2O 

in  the  presence  of  GaAs  into  elemental  As  and  Ga202>  while  £320^  is 
stable.  The  reason  is  that  the  reaction  2  GaAs  +  AS2O2  ■+■  0320^  +  4  A 

is  exothermic  while  2  GaAs  +  AS2O2  +  4  Ga  is  endothermic  [14 

(3)  As  will  be  discussed  later,  the  oxidation  process  most  probably 
proceeds  by  the  transport  of  Ga  and  As  ions  through  the  oxide  to  the 
oxide/electrolyte  interface  (under  the  influence  of  the  electric 
field) .  The  energy  barrier  height  encountered  by  As  ions  during  the 

transport  is  higher  due  to  the  larger  As  ionic  radius  as  compared  to 

Ga  [142]  (0.69  and  0.62  A°  respectively).  (4)  The  As  oxides  are 
more  soluble  in  water  than  Ga  oxide  (Ga^O^  is  insoluble  in  water) . 
Therefore  the  As  oxide  might  leave  the  thin  oxide  island  as  it  is 
formed  [76].  Some  of  the  experiments  performed  by  using  high  con¬ 
centrations  of  As  oxides  in  the  electrolyte  did  not  showan  apprec¬ 
iable  difference  in  the  chemical  composition  of  the  initial  thin 
oxide  [140].  Thus,  this  might  not  be  the  dominant  effect  in  deter¬ 
mining  the  chemical  composition  of  the  GaAs/oxide  interfacial  region 
(not  the  case  for  oxide  bulk).  It  is  shown  that  the  oxidation 
current  density  affects  the  structure  of  the  Ga^O^  layer  which  is 
formed  in  this  phase  [77,143].  Higher  oxidation  current  density 
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(>  1  mA/cm")  produces  a  crystalline  structure  (3  Ga?0^,  [77]),  while 
the  transition  layer  is  amorphous  at  lower  current  densities. 

The  crystallization  is  also  observed  at  lower  current  densities  if 
the  samples  are  annealed  at  temperatures  above  500°  C.  Thus  the 
higher  oxidation  current  densities  (>  1  mA/cm  )  can  produce  a  trans¬ 
ition  region  between  the  GaAs  and  the  oxide  bulk  which  contains 
6  Ga^O^  crystallites  and  is  relatively  porous.  It  is  also  postu¬ 
lated  that  during  the  oxidation  process,  oxygen  vacancies  are  pro¬ 
duced  at  the  GaAs/oxide  interface  [142]  which  result  in  a  high 
defect  concentration.  In  this  case  a  higher  oxidation  current 
density  produces  a  larger  defect  concentration  and  therefore  a 
higher  interface  state  density. 

Phase  (b) :  Island  coalescence  and  continuous  oxide  growth 
This  phase  starts  after  the  GaAs  surface  is  fully  covered  by  a  thin 
oxide  layer  (mostly  Ga20^) ,  due  to  the  coalescence  of  the  oxide 
islands.  During  this  phase  the  oxide  thickness  increases  while  the 
electric  field  is  constant  within  the  bulk  of  the  oxide.  This 
effect  is  demonstrated  by  the  highly  linear  portion  of  the  curve 
in  figure  5-i  (under  constant  current  density).  The  mechanism  of 
the  ionic  transport  through  the  oxide  in  this  phase  is  still  spec¬ 
ulative  to  some  degree.  The  most  agreed  upon  mechanism  is  the 
transport  of  the  Ga  and  As  ions  through  the  oxide  and  their  anodic 
reaction  with  oxygen  near  the  oxide  surface.  The  concentration  of 
the  AS2O2  is  much  higher  in  the  bulk  of  the  oxide  than  the  thin 


interfacial  region. 


The  Ga  to  As  ratio  is  about  1.8  in  the  bulk  of 


che  anodic  oxide  [141,142].  The  higher  concentration  of  As 

improves  the  oxide  bulk  properties  with  respect  to  such  parameters 

as  oxide  resistivity  and  breakdown  field.  The  thermally  grown  GaAs 

native  oxides  are  almost  completely  composed  of  Ga?0^  [144].  These 

oxides  exhibit  a  low  resistivity  (p  =  10^  ft cm)  and  low  breakdown 

field  (-  2  x  10^  V/cm) .  As  will  be  shown  later,  the  anodic  oxides 
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with  resistivities  higher  than  10  ft  cm  and  breakdown  fields  in  excess 
of  5  x  10  V/cm  can  be  grown  reproducibly .  The  optimum  GaAs  ratio  for 
the  best  oxide  bulk  quality  is  not  clearly  determined,  but  it  seems 
that  the  ratio  of  1.8  which  corresponds  to  equal  volumes  of  Gao0^ 
and  AS20^  is  the  most  stable  composition.  The  As20^  concentration 
drops  near  the  surface  of  the  oxide  and  the  Ga/'As  ratio  is  about  3 
in  this  region  [141].  This  effect  should  be  due  to  the  solubility 
of  the  As  oxide  in  the  water.  By  using  a  higher  current  density  in 
this  phase,  the  oxidation  rate  can  be  increased,  which  shortens  the 
oxidation  time  needed  for  a  certain  oxide  thickness.  Therefore 
higher  current  densities  can  cause  a  higher  concentration  of  As^O^ 
in  the  oxide  bulk  which  leads  to  a  better  oxide  bulk  quality. 
Shortening  the  oxidation  time  also  decreases  the  density  of  contara- 
inents  and  water  related  traps  in  the  oxide.  This  effect  will  be 
experimentally  demonstrated  in  the  following  sections. 

The  exact  source  of  the  different  interface  traps  at  the 
GaAs  surface  are  not  known  at  the  present  time.  The  GSCH  model  [80] 
and  the  work  by  Pandav  [81]  can  be  used  to  explain  the  acceptor 
levels  present  at  the  unoxidized  GaAs  surface.  The  surface 


electronic  states  are  calculated  for  ideal  (no  surface  bond  relax¬ 
ation)  and  relaxed  GaAs  surfaces  using  the  semi-empirica  1  tight 
binding  method  (SETB)  [81].  The  ideal  surface  only  exhibits  the 
discontinuity  of  the  crystal  structure  with  no  change  in  the  Ga-As 
bond  length  or  angle.  In  the  relaxed  surface  the  Ga-As  bonds  make 
an  angle  (tilt  angle)  with  the  corresponding  bonds  of  the  ideal 
surface  (bond  lengths  are  not  altered)  .  The  calculated  electronic 
states  (in  some  cases  compared  with  the  photo-emission  spectroscopy 
data)  commonly  exhibit  two  peaks,  one  near  the  top  of  the  valence 
band,  and  the  other  near  the  bottom  of  the  conduction  band.  The 
decomposition  of  localized  states  into  their  orbital  components, 
indicate  that  these  peaks  are  mainly  due  to  filled  and  empty  As-P 
and  Ga-P  orbitals  respectively  [81].  In  the  GSCH  model  it  is  con¬ 
sidered  that,  due  to  the  difference  between  the  Ga  and  As  potentials 
there  is  an  electronic  relaxation  of  dangling  bands  [80].  The  As 
surface  atoms  acquire  an  electron  and  form  the  filled  surface 
states  (near  the  valence  band) ,  and  the  surface  Ga  atoms  lose  the 
electron  of  their  dangling  bond  and  form  the  localized  empty  surface 
states  (near  the  conduction  band) .  Therefore  according  to  both  of 
the  above  models  the  filled  and  empty  surface  states  are  associated 
with  and  localized  on  the  column  V  and  III  atoms  respectively.  The 
acceptor  levels  centered  around  (-  0.4  eV  below  conduction  band) 

which  are  detected  in  the  two  beam  TAV  spectroscopy  of  unoxidized 
samples  are  attributed  to  the  Ga-P  empty  orbitals. 


The  anodic  oxidation  produces  an  interfacial  region 
between  the  GaAs  bulk  and  the  oxide  bulk.  This  region  witn  a  thick¬ 
ness  on  the  order  of  100  A°  is  disordered,  highly  non-s toichionetric 
and  contains  a  high  defect  density  as  discussed  earlier.  It  is 
proposed  that  due  to  the  high  density  of  defects  at  the  interface, 
they  are  no  longer  localized  two  dimensionally  [78,79].  Therefore 
they  constitute  a  high  density  interface  state  band  (ISB)  whicn  is 
U  shaped  with  increasing  density  in  the  upper  half  of  the  bandgap. 
The  wave  functions  of  the  states  within  this  band  overlap  at 
certain  energies,  within  which,  the  state  to  state  transitions  are 
frequent.  In  this  model  the  carriers  are  exchanged  between  GaAs 
bands  and  ISB  by  tunneling  through  the  interfacial  region.  The 
trap  density  exponentially  decays  as  a  function  of  depth  into  the 
oxide.  The  traps  closer  to  interface  exchange  carriers  very 
rapidly,  while  the  further  traps  are  slow.  This  model  has  been 
successful  in  explaining  the  anomalous  frequency  dispersion  of  the 
accumulation  capacitance  of  the  anodically  oxidized  n-GaAs  samples 
[78].  Other  observed  properties  of  the  GaAs/anodic  oxide  system 
such  as  the  oxide  traps  charging  effect  (injection  type  hysteresis) 
can  also  be  explained  by  this  model.  These  effects  will  be  exper¬ 
imentally  investigated  as  a  function  of  oxidation  current  density, 
in  the  following  sections.  The  oxidation  current  density  can 
affect  the  composition  and  crystal  structure  of  the  interfacial 
region.  As  discussed  earlier,  higher  current  densities  can  produce 
a  higher  density  of  interface  defects  by  forming  8  Ga70^  crystal¬ 
lites  and  possibly  oxygen  vacancies. 


The  presence  of  Che  IS3  acceptor  band  is  detected  by  the 


two  beam  TAV  spectra  for  the  oxidized  samples.  It  is  shown  that 
the  density  of  this  band  is  indeed  higher  than  in  the  unoxidized 
sample  and  a  larger  oxidation  current  density  produces  a  higher 
interface  trap  density  (figure  5.4,  5.5).  Since  the  acceptor  traps 
exist  in  both  oxidized  and  unoxidized  samples,  this  implies  the 
intrinsic  nature  of  the  GSCH  model  due  to  GaAs  surface  discontinuity. 
Anodic  oxidation  aggrivates  the  situation  by  introducing  a  highly 
nonstoichiometric  interfacial  region  with  a  high  defect  density. 

The  defects  can  extend  two  dimensionally  in  the  interfacial  plane 
in  order  to  form  non-localized  electronic  states.  Under  this  con¬ 
dition  the  interface  states  band  (ISB)  is  formed  as  opposed  to 
localized  state  continuum.  In  localized  state  continuum  (such  as 
in  Si) ,  the  energy  levels  are  so  closely  spaced  that  they  cannot  be 
resolved  individually,  but  due  to  spatial  localization  the  wave  func¬ 
tions  do  not  overlap  and  the  electronic  states  are  non-interacting. 

The  time  constant  associated  with  transition  (1)  (figure  5.7) 
is  measured  by  interrupting  the  secondary  light  while  monitoring  the 
TAV  amplitude  variation  between  steady  state  values  (this  transition 
causes  the  0.67  eV  peak  in  figure  5.4)-  A  long  time  constant  (on  the 
order  of  five  minutes)  is  observed  for  this  transition  which  is 
attributed  to  the  carrier  exchange  by  tunneling  between  the 
level  and  the  conduction  band.  The  relative  maximum  observed 
around  1.25  eV  in  figures  5.3b,c,d  can  be  due  to  the  donor  levels 
which  are  enhanced  by  the  increased  defect  density  in  the  interfacial 


region,  due  to  the  oxidation,  as  pointed  out  in  [82] .  Although  the 
samples  used  in  the  above  measurements  are  high  resistivity  GaAs 
samples,  the  experimental  conclusions  and  discussions  on  the  oxida¬ 
tion  mechanism  and  interface  trap  levels  are  general  and  they  apply 
to  both  p  and  n,  high  and  low  resistivity  GaAs  samples.  The  exper¬ 
imental  results  on  low  resistivity  samples  are  presented  in  section 
5.3. 


5.2  Quenching  and  Enhancement  of  the  Exciton  and 

SJa-Bandgap  Absorption  in  GaAs:Cr  Using  Two  Beam 
Spectroscopy  at  Low  Temperature  [85] 

The  exciton  absorption  or  emission  causes  a  sharp  peak  at 
the  energies  lower  than  the  main  band  to  band  transition  (direct 
gate  at  k=0)  in  GaAs,  as  observed  in  the  optical  absorption  [88-a] 
and  photoluminescense  [ 88— b ]  spectra.  The  excitonic  effect  has  also 
been  detected,  using  the  electro-reflectance  technique  [89]. 
Excitonic  states  are  created  when  a  free  electron  and  a  free  hole 
are  attracted  by  Coulomb  interaction  and  form  a  bound  electron  hole 
pair.  In  a  semiconductor  crystal  the  electrons  and  holes  interact 
strongly  at  low  temperatures,  at  which  their  kinetic  energy  is  low 
enough  to  allow  them  to  form  a  bound  state.  Exction  particles  are 
analogous  to  hydrogen  atom  with  the  nucleus  replaced  by  a  hole.  The 
exciton  binding  energies  can  be  calculated  to  a  good  approximation, 
using-  the  hydrogen  atom  model.  This  binding  energy  is  about  100  to 
1000  times  smaller  than  the  hydrogen  atom  for  the  following  reasons. 


First  the  reduced  mass  of  the  electron-hole  system  should  be  used  in 
this  model  and  second  the  dielectric  constant  of  the  crystal  should 
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be  considered  instead  of  the  vacuum  dielectric  constant.  Exciton 
binding  energies  also  exhibit  the  ground  state  (n=l)  and  higher 
excitation  states  (n=2,3,...).  Exciton  states  are  more  detectable 
in  a  pure  semiconductor  with  higher  resistivity  and  lower  defect 
concentration.  The  reason  is  that  at  high  carrier  concentrations 
the  Coulomb  interaction  is  screened  by  the  free  carrier,  therefore 
reducing  the  bound  electron-hole  pair  concentration.  The  simple 
form  of  excitons,  created  by  interaction  between  free  carriers,  is 
called  the  free  excitons.  The  interactions  between  free  carriers 
and  other  particles  such  as  ionized  donors  or  acceptors  form  the 
bound  excitonic  states .  The  theoretical  treatments  and  experimental 
implications  of  various  exctionic  states  constitute  a  very  interesting 
and  increasingly  important  field  of  solid  state  physics.  For  a 
detailed  discussion  of  exciton  characteristics  and  their  applications, 
see  [86]  for  example. 

In  this  section  the  one  and  two  beam  TAV  spectroscopy  at 
low  temperature  is  used  to  study  the  excitonic  effect  and  the  quench¬ 
ing  and  enhancement  of  the  exciton  peak  by  a  monochromatic  bias 
light  [85].  Another  sub-bandgap  structure  is  observed  at  around 
1.3  eV  photon  energy  of  the  secondary  beam.  This  structure  which  is 
only  observable  at  low  temperature,  also  exhibits  the  quenching 
effect.  The  obtained  data  are  used  to  delineate  the  GaAs  interface 
level  energy  distribution  (which  also  confirm  the  results  obtained  in 
the  previous  section).  Another  property  of  the  semi-insulating  GaAs 
(GaAs : Cr  or  GaAs:0)  which  is  the  persistent  quenching  of  the  photo 


conductivity  [90-92]  or  optical  absorption  [93]  at  low  temperatures, 
is  also  analyzed  based  on  the  experimental  data. 


5.2.1  Experimental  Results 

The  experimental  arrangement  is  the  same  as  in  the  previous 
section  except  for  the  following.  1)  The  TAV  amplitude  is  measured 
by  lock  in  amplifier  and  the  spectra  are  recorded  automatically  as  a 
function  of  secondary  light  wavelength.  2)  A  high  resolution  mono¬ 
chromator  is  used  as  the  scanning  beam  (secondary  beam)  with  the 
resolution  of  about  5  A°  in  the  desired  scanning  range  (8000-10000  A0) 
One  beam  spectra  of  the  GaAsrCr  samples  are  shown  in  figure  5.8.  The 
room  temperature  spectrum  shows  the  direct  band  to  band  transition 
at  1.432  eV  with  almost  no  additional  structure.  The  spectrum  at 
193°  K  exhibits  a  sub-bandgap  peak  with  a  half  width  of  about 
0.005  eV,  positioned  before  the  bandgap  absorption  edge  at  1.468  eV. 
This  peak  is  associated  with  free  excitons  at  ground  state  (n=l) . 

At  lower  temperature  (93°  K)  in  addition  to  the  exciton  peak,  another 
maximum  can  be  detected  at  around  1.3  eV.  It  should  be  noted  that  in 
all  cases  the  TAV  amplitude  is  directly  proportional  to  the  conduc¬ 
tivity  difference  between  holes  and  electrons.  Also  TAV  is  smaller 
at  low  temperatures  due  to  the  lower  number  of  free  carriers 
(different  scales  in  figure  5.8).  The  amplitude  of  the  exciton  peak 
is  dependent  on  the  scanning  direction  of  the  incident  beam  wave¬ 
lengths,  as  shown  in  figure  5.9.  The  peak  is  stronger  for  the  scan 
direction  from  high  to  low  photon  energies. 


The  effects  of  bias  light  at  two  different  wavelengths, 
along  with  the  one  beam  spectrum  are  shown  in  figure  5.10  (temper¬ 
ature  =  98°  K) .  The  demonstrated  bias  wavelengths  correspond  to 
enhancement  and  quenching  conditions  and  they  are  fixed  for  each  of 
the  TAV  spectra.  The  bias  light  is  provided  by  a  monochromator 
with  a  lower  resolution  (on  the  order  of  50  A°)  than  the  scanning 
beam  monochromator.  It  is  shown  that  the  bias  light  at  900  nm 
(  =  1.38  eV)  enhances  the  excitonic  peak.  It  should  be  noted  that 
the  TAV  amplitude  is  increased  at  all  the  wavelengths  under  this 
bias  light,  but  the  increase  at  the  wavelengths  corresponding  to 
the  excitcn  peak  is  stronger.  The  bias  light  at  1250  nm  (-  1  eV) 
completely  quenches  the  exciton  peak  and  the  1.3  eV  maximum.  This 
effect  is  very  strong  and  is  indicative  of  a  strong  sub-bandgap 
transition,  induced  by  the  bias  light.  In  this  case  the  amplitude 
decreases  at  all  wavelengths  of  the  scanning  beam,  indicating  an 
increase  of  the  hole  conductivity.  The  effect  of  bias  lights  with 
wavelengths  in  between  the  above  wavelengths  and  shorter  than  900  nm 
are  as  follows  (not  shown  in  figure  5.10).  At  bias  wavelengths  both 
longer  and  shorter  than  1250  nm  the  quenching  effect  decreases. 

Going  from  1250  nm  towards  900  nm,  the  quenching  effect  diminishes 
(at  around  1000  nm)  and  for  wavelengths  shorter  than  1000  nm,  the 
enhancement  effect  starts.  The  enhancement  effect  peaks  at  slightly 
below  900  nm  (at  around  1.3  eV)  and  then  decreases  by  moving 
towards  bias  light  with  bandgap  energy  (-  825  nm) .  At  bias  light 
wavelength  of  820  nm  (higher  than  bandgap  energy)  a  small  exciton 
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Figure  5.10 


The  quenching  and  enhancement  effects,  shown  by 
the  two  beam  TAV  spectra  of  the  GaAs:Cr  at  98°K 
using  12500  A°  and  9000  A0  bias  light. 
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quenching  effect  is  observed,  even  though  the  overall  TAV  amplitude 
at  other  wavelengths  is  increased.  In  all  of  the  above  analysis, 
the  quenching,  enhancement  and  variations  of  TAV  spectra  are  observed 
in  comparison  with  the  one  beam  spectrum. 

5.2.2  Discussion  of  the  Results  and  Quenching  and  Enhancement 
Effects 

The  theoretical  model  which  explains  the  presented  data 
is  as  follows. 

(1)  The  TAV  peak  at  about  1.3  eV  which  is  shown  in 
figure  5.8  for  93°  K  is  attributed  to  a  band  of  donor  levels  around 
1.3  eV  below  the  conduction  band  (E^) .  Due  to  the  slightly  n  type 
nature  of  the  GaAsrCr,  this  donor  band  is  filled  in  the  dark.  The 
1.3  eV  illumination  excites  the  electrons  from  this  band  to  the  con¬ 
duction  band,  thus  increasing  the  electron  conductivity  and  the  TAV 
amplitude.  This  donor  band  was  predicted  in  the  previous  section 
[47] .  One  reason  that  the  E  ^  level  is  detectable  only  at  low  tem¬ 
peratures  (93°  K  in  figure  5.8)  is  the  decrease  of  the  free  carrier 
concentration,  which  is  )ver  shadowed  by  the  stronger  signal  due  to 
the  electron  excitation  from  the  level  to  the  conduction  band. 

Another  reason  canbe  due  to  the  shift  of  the  filled  As  electronic 
states  [80,81]  from  below  the  valence  band  maximum  into  the  bandgap 
region, caused  by  lowering  the  temperature.  This  level  which  is  not 
observable  at  room  temperature  for  unoxidized  GaAs ,  becomes  detectable 
upon  oxidation  (section  5.1.3),  suggesting  that  the  oxidation 
increases  the  density  of  E  ^  levels  [82] . 
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(2)  The  exciton  peak  observed  in  figure  1  (93°  K  and 
193°  K)  is  due  to  the  dissociation  of  free  excitons  into  free  elec¬ 
trons  and  holes.  Because  of  the  higher  mobility  of  electrons,  the 
net  effect  is  the  increase  of  the  TAV  amplitude.  The  excitonic 
absorption  process  can  be  discussed  in  more  detail  as  follows.  The 
bound  electron-hole  pairs  which  constitute  the  free  excitons  are 

created  upon  illumination  with  higher  energies  than  (E  -  E  )  where 

8  x 

E  is  the  bandgap  and  E  is  the  free  exciton  binding  energy  at 
8  x 

ground  state  (=5  meV) .  The  excitons  can  be  formed  at  higher 
energies  than  the  bandgap  because  they  can  be  created  with  some 
kinetic  energy.  In  all  the  spectra  presented  in  this  section 
(except  for  the  dashed  one  in  figure  5.9)  the  direction  of  the 
scanning  beam  is  from  high  to  low  photon  energies.  Therefore  at 
energies  higher  than  E^  -  Ex  the  excitons  are  created  at  low  tem¬ 
peratures  (see  for  example  curve  (2)  in  figure  5.8).  A  quasi  steady 
state  is  reached  between  the  excitonic  state  density  and  free  carrier 
concentration  at  incident  beam  energies  above  the  bandgap  or  more 

precisely,  above  E  -  E  (quasi-steady  state,  because  the  wave- 
8  x 

length  and  thus  the  absorption  coefficient  are  varying).  After  the 

incident  photon  energy  falls  below  E  -  E  ,  the  concentration  of 

8  x 

excitons  drop  to  a  lower  value.  The  exciton  annihilation  takes 
place  by  the  recombination  or  exciton  ionization  into  free  carriers 
[145,87].  The  exciton  ionization  which  can  take  place  under  the 
influence  of  the  electric  field,  produced  by  the  SAW  nonlinear 
interaction,  gives  rise  to  the  exciton  peak  which  is  observed  in 


the  TAV  spectra.  Thus  a  high  exciton  recombination  rate  can  quench 
the  exciton  peak  (the  effect  of  exciton  ionization  into  free 
carriers  is  reduced).  The  large  sensitivity  of  the  exciton  peak  to 
the  direction  of  the  photon  energy  scan  (figure  5.9)  is  due  to  the 
fact  that  the  created  exciton  density  is  much  lower  for  the  scan 
direction  from  low  to  high  energies . 

The  very  strong  quenching  effect  of  the  exciton  peak  upon 

shining  the  bias  light  with  1250  nm  wavelength  (=  1  eV,  figure  5.10) 

is  attributed  to  the  electrons  transition  from  the  valence  band  to  the 

acceptor  level  centered  around  1  eV  above  the  valence  band  (E._).  Thii 

A2 

acceptor  level  was  also  detected  previously  [47]  by  the  minima  that 
it  introduced  in  the  two  beam  TAV  spectra  (discussed  in  the  previous 
section).  The  electron  transition  from  valence  band  to  Ea2, 
increases  only  the  hole  concentration  and  has  the  following  effects. 

1)  The  exciton  peak  almost  completely  disappears  due  to  the  increase 
of  the  exciton  recombination  rate.  2)  The  TAV  amplitude  decreases 
at  all  wavelengths  because  of  higher  hole  conduction  (TAV  a  nun  -  pup) 
The  low  temperature  TAV  spectroscopy  of  semi-insulating  Fe  doped  InP 
is  also  performed  [71] .  One  beam  TAV  spectra  at  different  temper¬ 
atures  are  shown  in  figure  5.11.  The  exciton  peak  can  be  observed 
at  low  temperatures  without  any  additions  sub-bandgap  structure  in 
the  scanned  range.  Two  beam  spectroscopy  at  different  bias  light 
wavelengths  are  also  performed.  The  results  do  not  show  any  apprec¬ 
iable  quenching  or  enhancement  effects,  suggesting  the  lower  density 
of  interface  states,  as  compared  with  GaAs.  The  elimination  of  the 
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TAV  peak  at  1.3  eV  is  partially  due  to  the  electron  transfer  from 
E^  donor  level  to  acceptor  level  which  reduces  the  transition 
of  electrons  to  the  conduction  band,  and  partially  due  to  the 
increase  of  the  hole  density. 

The  bias  light  at  900  nm,  induces  the  transition  of 
electrons  from  E^  level  to  the  conduction  band,  and  thus  it  increases 
only  the  electron  concentration.  Therefore  this  bias  light  has  an 
opposing  effect  as  compared  to  1250  nm  bias  light  and  it  enhances 
the  exciton  peak.  The  TAV  amplitude  at  all  wavelengths  also  increses 
due  to  the  increase  of  the  electron  conductivity.  As  the  bias  light 
photon  energy  approaches  the  bandgap,  the  exciton  enhancement  effect 
decreases.  At  bias  photon  energies  higher  than  the  bandgap  (photon 
energy  -  1.52  eV)  the  exciton  peak  is  even  quenched  slightly  (noc 
shown  in  figure  5.10)  although  the  overall  TAV  amplitude  is  increased. 
The  reason  is  that  in  this  case  both  electrons  and  holes  are  gen¬ 
erated  at  large  numbers,  and  thus  they  increase  the  exciton  recom¬ 
bination  rate  and  also  screen  the  Coloumb  attraction.  The  overall 
TAV  amplitude  increases  because  of  higher  electron  mobility. 

The  persistent  quenching  effect  of  the  photoconductivity 
or  optical  absorption  observed  at  low  temperatures  [90-92,94]  might 
also  be  attributed  to  the  presence  of  the  E^  level  [85].  At  low 
temperature,  by  shining  the  1  eV  light,  the  electrons  get  trapped  at 
the  E^  level  without  further  transition  to  the  conduction  band. 

Thus  the  increased  hole  density  causes  a  high  recombination  rate  and 
induces  the  quenching  effect.  By  illuminating  the  sample  with 


bandgap  radiation,  the  number  of  electrons  and  holes  increase 
equally,  not  changing  the  quenching  condition  appreciably.  However, 
if  only  the  electron  concentration  increases,  without  any  further 
increase  in  the  hole  concentration,  the  quenching  effect  can  be 
terminated.  The  electron  concentration  can  be  increased  by  the 
electron  transition  from  the  Cr  acceptor  level  [91]  to  the  conduction 
band,  by  forward  biasing  the  sample  [94]  or  by  increasing  the  temper¬ 
ature  [90,91,94]  (which  releases  the  electrons  from  the  level). 

In  this  section  the  exciton  and  sub-bandgap  absorption  is 
studied  by  TAV  spectroscopy  at  low  temperature.  The  effects  of 
different  bias  wavelengths  in  the  quenching  and  enhancement  of 
exciton  peak  is  discussed.  The  results  indicate  the  carrier  trans¬ 
ition  to  and  from  acceptor  and  donor  levels,  centered  around  0.4  eV 
and  1.3  eV  below  the  conduction  band,  respectively.  These  levels 
can  be  due  to  the  intrinsic  nature  of  the  GaAs  surface  and  associated 
with  Ga  and  As  empty  and  filled  states  respectively.  The  interface 
state  model  obtained  in  this  section,  confirm  and  complete  the 
analysis  of  the  previous  section.  The  possible  explanation  of  the 
persistent  photoconductivity  quenching  effect  is  discussed  based  on 
this  model. 

5.3  The  Effects  of  Oxidation  Rate  on  the  Characteristics  of 
A£/ Anodic  Oxide /GaAs  MOS  Structures  [83.84J 

In  the  previous  section  it  was  shown  that  the  anodic  oxida¬ 
tion  of  high  resistivity  GaAs  increases  the  interface  states  density 
and  higher  oxidation  current  density  produces  a  larger  interface 


states  density.  In  this  section  the  analysis  is  extended  to  low 
resistivity  GaAs,  and  the  effects  of  oxidation  rate  on  the  inter¬ 
facial  region  and  oxide  bulk  properties  are  studied.  The  oxidation 
rate  is  controlled  by  adjusting  the  oxidation  current  density.  The 
anodic  oxidation  mechanism  and  GaAs /oxide  interfacial  character¬ 
istics  are  discussed  in  section  5.1.4.  A  brief  summary  is  presented 
here. 

The  electrical  properties  of  the  GaAs/anodic  oxide,  MOS 
structure  are  strongly  affected  by  a  large  density  interface  state 
band  (ISB)  [78,79].  The  anomalously  high  density  of  these  states 
gives  rise  to  a  complicated  C-V  characteristic  such  as  the  strong 
frequency  dispersion  in  the  accumulation  region  for  n  type  samples, 
high  total  inversion  capacitance  for  p  type  samples  and  the  field 
induced  hysteresis  effect.  The  density  of  interface  states  is 
affected  by  initial  phase  of  oxidation  which  determines  the  struc¬ 
ture  and  chemical  composition  of  the  GaAs/oxide  interfacial  region 
[47,83,84].  The  bulk  properties  of  the  oxide  such  as  the  breakdown 
field  and  the  resistivity  should  be  dependent  on  the  As20.j/Ga20.j 
ratio  in  the  oxide  bulk  [83,84]  (higher  ratio  results  in  a  superior 
oxide  bulk  quality) . 

In  this  section  the  AGW  electrolyte  (section  5.1.1)  is 
used  for  the  anodic  oxidation  of  n  and  p  GaAs  samples  at  room  tem¬ 
perature.  The  oxide  growth  rate  is  controlled  during  the  following 
two  oxidation  phases  (section  5.1.4).  Phase  (a)  nucleation  and 
island  growth,  phase  (b)  coalescence  of  islands  and  continuous 
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oxide  growth.  During  phase  (a)  the  GaAs/oxide  interfacial  region 
forms  with  the  nucleation  of  Ga203  at  the  GaAs  surface  [140]  .  Low 
oxidation  rate  is  desirable  in  this  phase  in  order  to  obtain  an 
amorphous  and  uniform  interfacial  region  with  smaller  defect  density 
(section  5.1.4).  In  phase  (b),  during  which  the  bulk  of  the  oxide 
is  formed,  the  concentration  of  the  arsenic  oxide  which  is  formed 
and  becomes  a  part  of  the  oxide  layer  increases,  if  the  oxidation 
rate  is  faster,  thus  producing  a  higher  As203/Ga203  ratio.  The 
GaAs/oxide  properties  are  studied  under  different  oxidation  schemes 
as  follows. 

5.3.1  Oxidation  Under  Constant  Current  Densities  in  Both  Phases 
(a)  and  (b) 

The  n  and  p,  GaAs  samples  are  oxidized  at  different  oxida¬ 
tion  current  densities  (J  ).  For  each  oxidation  process  J  is 

ox  r  ox 

constant  during  phases  (a)  and  (b) .  Polished  samples  with  the  follow- 

18  3 

ing  parameters  are  used.  GaAs,  p  type,  Zn  doped,  -  2  x  10  cm  , 

p  -  0.013  flcm,  (111)  B.  GaAs,  n  type,  Te  doped,  =  8  x  10^  cm  ^ 

2 

(100).  The  oxidation  current  densities  are  0.2,  1,  2  mA/cm  .  The 
lower  limit  of  the  oxidation  current  density  is  determined  by  the 

2 

oxide  dissolution  rate  in  the  electrolyte  and  it  is  about  0.01  mA/cm 

for  AGW  electrolyte.  The  upper  limit  of  the  current  density  is 

effectively  determined  by  the  voltage  drop  across  the  electrolyte, 

the  GaAs  and  the  external  circuit  in  the  initial  oxidation  phase, 

2 

and  it  is  about  15  mA/cm  .  The  oxidation  cell  consists  of  GaAs /AGW 
electrolyte/pt.  The  n-GaAs  samples  are  illuminated  by  collimated 
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white  light  during  the  oxidation.  The  oxide  thicknesses  are  about 
1100  ±  100  A°.  The  MOS  structures  are  fabricated  by  evaporating  A l 
dots  (15  mils  diameter)  as  the  gate  electrode.  The  samples  are 
annealed  at  280°  C  in  nitrogen  for  about  one  hour.  The  cell  voltage 
versus  time  curves  are  similar  to  figure  5.1  with  different  nucle- 
ation  time  and  slope  (in  the  linear  region)  at  different  oxidation 
current  densities. 


The  C-V  measurements  at  different  frequencies  are  per¬ 
formed  (100  Hz  to  1  MHz)  and  typical  C-V  plots  for  p  and  n  samples 
are  shown  in  figure  5.12.  The  anomalies  that  are  observed  in  C-V 


plots  are  as  follows:  a)  The  inversion  capacitances,  obtained  for 
p  type  samples  are  larger  than  the  calculated  values.  It  should  be 
noted  that  in  calculating  the  inversion  capacitance  the  errors  due  to 


uncertainties  i&  doping  concentration  and  oxide  thickness  exist.  In 
spite  of  that  the  measured  inversion  capacitance  (Cgx)  is  always 
larger  than  the  theoretical  value  (Cth)  (figure  5.12a).  n  type 
samples  do  not  exhibit  this  effect,  b)  For  n  type  samples  a  strong 
frequency  dispersion  in  the  accumulation  region  is  observed  (figure 
5.12b).  The  accumulation  capacitance  at  higher  frequencies 
(>  10  KHz)  is  considerably  smaller  than  low  frequency  values.  This 
effect  is  much  weaker  for  p  type  samples,  c)  A  field  induced 
hysteresis  can  be  observed  in  both  n  and  p  C-V  plots  at  room  tem¬ 


perature  (noted  by  £V  in  the  solid  line  curve  in  figure  5.12b). 
There  is  also  a  decrease  of  the  measured  capacitance  in  the  scan 
direction  from  zero  bias  voltage  towards  inversion,  as  shown  in  the 
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Figure  5.12  Typical  experimental  C-V  plots  obtained  for  the  GaAs 
MOS  structures  for  p,  n  type  samples. 


solid  curve  for  n  type  sample  (figure  5.12b).  This  effect  is  not 
an  anomaly  and  is  due  to  the  long  minority  carrier  generation  time 
(long  compared  to  the  voltage  scan  rate)  in  the  deep  depletion 
region.  This  effect  can  be  used  to  determine  the  generation  life¬ 
time  [67,68].  To  characterize  the  oxide  bulk  properties,  the  I-V 
and  C-V  curves  of  the  MOS  structures  are  used  in  order  to  estimate 

the  oxide  resistivity  and  breakdown  field.  The  oxide  resistivities 
14 

are  above  10  0cm  for  all  the  samples.  The  frequency  dispersion 
of  the  accumulation  capacitance  for  n  type  samples,  oxidized  at 
different  Jqx  are  shown  in  figure  5.13.  In  this  figure  the  ratio 
of  the  accumulation  capacitance  (C  cc)  to  the  low  frequency  capac¬ 
itance  (C^)  is  plotted  against  the  measurement  frequency,  at  a 
fixed  accumulation  bias  voltage.  This  figure  shows  more  or  less 
the  same  frequency  dispersion  behavior  for  all  the  samples.  The 
deviations  of  the  experimentally  measured  inversion  capacitance 
from  the  theoretical  values  for  p  type  samples  (Cgx  -  C  ^)  are  shown 
in  Table  5.1,  along  with  the  oxide  breakdown  fields  for  both  n  and 
p  samples.  The  samples  which  are  oxidized,  using  smaller  oxidation 

current  density,  exhibit  a  smaller  (C  -  C  ,  )  as  well  as  smaller 

ex  th 

breakdown  fields.  The  above  phenomena  can  be  discussed  as  follows. 

The  basic,  single  time  constant  equivalent  circuit  of  the 
MOS  structure  which  includes  the  effect  of  interface  states  is  shown 
in  figure  5.14a  (depletion  condition).  In  this  figure  Cqx  is  the 
oxide  capacitance,  is  the  semiconductor  depletion  region  capac¬ 
itance,  and  C  ,  R  are  the  capacitance  and  resistance  associated 
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Figure  5.13  Frequency  dispersion  of  the  accumulation  capac 
itance  for  n  type  GaAs  samples  oxidized  at 
different  oxidation  current  densities. 


The  effect  of  the  oxidation  current  density  on  the  properties  of 
CaAs/anodic  oxide  MOS  structure  (constant  current  density) 


with  interface  states  which  are  functions  of  the  surface  potential 
[58].  At  high  measurement  frequencies  the  interface  traps  fail  to 
respond  to  the  ac  perturbation  and  the  equivalent  circuit  shown  in 
figure  5.14b  results.  It  should  be  noted  that  the  interface  states 
still  respond  to  the  slowly  varying  bias  voltage  and  thus  they 
affect  the  modulation  of  the  surface  potential  (stretch  out  effect, 
discussed  in  Chapter  3) .  If  the  density  of  interface  states  is  very 
high  at  some  portion  of  the  bandgap,  then  in  that  region  the  surface 
potential  cannot  be  modulated  by  the  bias  voltage.  The  reason  is 
that  the  charges  needed  to  support  the  bias  electric  field  can  be 
readily  supplied  by  the  interface  states,  instead  of  the  semicon¬ 
ductor  depletion  region  (figure  3.8).  In  this  case  the  depletion 
capacitance  (C^)  deviates  considerably  from  the  ideal  value  (no 
interface  states).  This  situation  is  present  in  the  accumulation 
region  of  the  n  type  GaAs.  As  will  be  seen  shortly  the  surface  of 
the  GaAs  cannot  be  accumulated  due  to  the  presence  of  a  high  density 
acceptor  band  in  the  upper  half  of  the  bandgap.  At  low  frequencies 
the  interface  states  respond  readily  to  the  ac  perturbation  signal 
and  this  results  in  the  equivalent  circuit  shown  in  figure  5.14c. 

The  reason  that  a  higher  capacitance  can  be  measured  in  the  accum¬ 
ulation  region  of  the  n-GaAs  at  lower  frequency  (figure  5.12b),  is 
the  contribution  of  Cg  (in  parallel  with  C^)  which  has  a  large 
value  (as  compared  to  C^).  In  this  case  the  total  measured  capac¬ 
itance  can  approach  the  oxide  capacitance,  even  though  the  surface 
has  not  been  accumulated  (C,  is  small).  By  using  the  single  time 
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constant  model  which  is  considered  here  for  qualitative  discussion 
of  the  effect  of  interface  states,  the  complex  behavior  of  the  C-V 
and  G-V  measurements  cannot  be  predicted  accurately.  Even  the 
statistical  model  of  the  interface  states  which  is  used  successfully 
to  explain  the  time  constant  dispersion  in  G-V  measurements  of 
silicon  MOS  structure  [59],  does  not  yield  accurate  results  as 
compared  with  the  experimental  data  for  GaAs .  In  this  model  a  set 
of  parallel  Rg  Cg  branches  are  added  to  the  equivalent  circuit  shown 
in  figure  5.14a,  which  account  for  statistical  fluctuations  of  the 
surface  potential  at  the  interface. 

The  model  which  results  in  the  best  fit  to  the  experimental 
C-V  and  G-V  data,  considers  an  exponentially  decaying  spatial  distri¬ 
bution  of  interfacial  traps  into  the  insulator  [78,79].  In  this  model 
(discussed  in  section  5.1.4)  the  interface  levels  communicate  with  the 
GaAs  bands  by  tunneling  through  the  oxides.  The  time  constant  disper¬ 
sion  results  from  the  different  depths  (distance  from  interface)  of 
the  interface  levels,  and  the  levels  closer  to  the  interface  communi¬ 
cate  with  GaAs  very  rapidly  while  the  deeper  interface  levels  are 
slower.  The  energy  distribution  of  the  interface  levels  is U shaped 
with  anomalously  high  values  in  the  upper  half  of  the  GaAs  bandgap. 
According  to  this  model  the  interface  levels  constitute  a  band  above  a 
certain  energy  level  in  the  upper  half  of  the  bandgap,  and  below  a 
certain  energy  in  the  lower  half  of  the  bandgap.  Within  these 
interface  states  bands  (ISB)  the  electronic  states  are  non  localized 
and  transitions  between  states  are  frequent.  The  high  density  of 


the  interface  states  which  are  acceptor  like  at  the  upper  half  of 

the  bandgap  does  not  allow  the  accumulation  of  the  n  type  GaAs  and 

the  full  inversion  of  the  p  type  GaAs.  This  effect  is  shown  in 

figure  5.15.  In  both  n  and  p-GaAs,  a  high  density  of  acceptor  levels 

in  the  upper  half  of  the  bandgap  is  shown.  For  n  type  samples  under 

accumulating  bias  voltage  the  interface  states  supply  the  excess 

negative  charges  which  are  needed  to  support  the  bias  electric 

field.  Therefore  the  surface  potential  does  not  move  towards  accum- 

mulation.  This  is  the  reason  that  the  high  frequency  capacitance 

is  smaller  than  the  oxide  capacitance  in  the  accumulation  region. 

The  same  argument  applies  for  the  p  type  GaAs,  except  that  in  this 

case  the  surface  cannot  be  inverted  (figure  5.15b).  Thus  it  is 

shown  that  the  modulation  of  the  surface  potential  is  limited  to 

the  lower  half  of  the  bandgap  for  both  n  and  p-GaAs  which  explains 

the  C-V  anomalies  exhibited  in  figures  5.12a,b.  The  presence  of 

the  interface  states  which  communicate  with  GaAs  by  tunneling 

through  the  interfacial  region,  also  explains  the  field  induced 

hysteresis  (oxide  charging  effect),  observed  at  room  temperature. 

The  frequency  dispersion  effect  which  is  shown  in  figure  5.13  does 

not  exhibit  an  appreciable  difference  for  n-GaAs  samples  oxidized 

under  different  current  densities.  But  the  data  presented  in 

Table  5.1  shows  that  the  C  -  C  ,  (which  is  related  to  interface 

ox  th 

state  density)  for  p-GaAs  is  smaller  for  the  samples  oxidized  at 
lower  current  density.  The  breakdown  field  increases  as  the  oxi¬ 


dation  current  density  goes  up,  for  both  p,  n  GaAs.  The  higher 


n  typeGoAs 


p  type  GaAs 


Figure  5.15  The  effect  of  the  high  density  interface  states  at  the 
upper  half  of  the  GaAs  bandgap  in  limiting  the  modu¬ 
lation  range  of  the  surface  potential,  a)  n  type  GaAs 
b)  p  type  GaAs.  In  both  cases  the  surface  potential 
modulation  is  limited  to  the  lower  half  of  the  bandgap 
therefore  the  n  type  samples  cannot  be  accumulated, 
whereas  p  type  samples  cannot  be  inverted. 
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breakdown  field  is  attributed  to  the  higher  As202/Ga202  ratio  and 
less  incorporation  of  contaminents  and  water  related  traps  in  the 
oxide  bulk.  Therefore  overall,  it  can  be  concluded  that  the  lower 
oxidation  current  density  produces  a  lower  density  of  interface 
states  while  the  oxide  bulk  quality  is  poorer  at  low  oxidation 
current  density.  This  result  is  in  agreement  with  the  results 
obtained  previously  (section  5.1).  It  seems  reasonable  that  an 
oxidation  scheme  which  starts  with  low  current  density  in  the 
nucleation  phase  and  then  increases  the  current  density  in  the  con¬ 
tinuous  oxide  growth  phase,  should  yield  a  lower  density  of  inter¬ 
face  states  without  sacrificing  the  oxide  bulk  quality.  In  the 
next  section,  the  oxidation  schemes  using  varying  current  density 

are  investigated. 

% 

5.3.2  Oxidation  Under  Varying  Current  Densities  in  phases 
(a)  and  (b) 

The  oxidized  samples  are  n  type  GaAs,  Te  doped, 

16  —3 

N,  -  8  x  10  cm  ,  (100) .  The  oxidation  is  performed  in  AGW 
d 

electrolyte.  A  voltage  controlled  current  source  is  used  to  adjust 
the  oxidation  current  density.  The  cell  voltage  is  measured  across 
the  GaAs  and  pt  counter  electrode  (section  5.1.1).  The  native 
oxides  on  the  samples  are  removed  by  H Ci  prior  to  the  oxidation 
and  samples  are  illumianted  by  strong  white  light  during  the  oxi¬ 
dation. 

Three  oxidation  sheraes  are  used  in  this  study:  (1)  low 
current  density  in  phase  (a)  followed  by  high  current  in  phase  (b). 
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(J  *  0.1  ■*  0.45  mA/cm  ),  (2)  high  current  density  in  phase  (a) 

o 

followed  by  low  current  in  phase  (b),  (Jqx  =  0.45  -  0.2  mA/cra') , 

2 

(3)  steady  current  density  in  phases  (a)  and  (b)  (Jqx  =  0.3  mA/cm  ). 
The  final  voltage  drop  across  all  of  the  oxides  is  about  80  volts. 
The  plots  of  the  cell  voltage  versus  time  for  different  oxidation 
schemes  are  shown  in  figure  5.16.  The  transition  voltage  at  which 
the  current  density  is  varied  is  2.5  volts  and  50  volts  for  oxida¬ 
tion  schemes  (1)  and  (2)  respectively.  Trace  (1)  shows  the  slow 
nucleation  phase  followed  by  a  rapid  growth  for  scheme  (1)  (current 

density:  low  -*■  high).  It  is  estimated  that  the  nucleation  phase 

2 

is  about  350  sec  for  the  0.1  mA/cm  current  desnity  [47]  (section 

5.1.1).  Therefore  this  phase  should  be  completed  before  the 

2 

current  density  is  switched  to  0.45  mA/cm  at  the  2.5  volts  trans¬ 
ition  voltage.  Trace  (3)  is  for  the  steady  state  current  density 
with  a  short  nucleation  phase.  Trace  (2)  represents  the  fast 
initial  oxide  growth  followed  by  a  slower  growth  rate  for  the 
scheme  (2)  oxidation. 

To  evaluate  the  oxide  properties  the  C-V  plots  are  used. 
The  MOS  structure  is  fabricated  by  A i  evaporation  on  the  oxide 
(diameter  ■  15  mils)  as  the  field  plate  and  gold  is  sputtered  on 
the  GaAs  back  surface  as  the  substrate  contact.  The  samples  are 
then  annealed  at  260°  C  in  nitrogen  ambient  for  about  50  minutes. 

The  oxide  thickness  after  annealing  is  about  1000  ±  100  A° ,  as  cal¬ 
culated  from  the  C  value  measured  by  low  frequency  C-V  in  the 

OX 

accumulation  region  (oxide  relative  permitivity  -  10) .  The  C-V 
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(1)  Current  Density  JQx=  O.l  — » 0.45  mA/cm2 

(2)  Current  Density  Jox  =  0.45— ^0.2  mA/cm2 

(3) Current  Density  <J0X  =  0.3  mA/cm2 

n  GaAs,  NQ  =  8  x  I016  cm-3,  Te  Doped,  <  I00>, 
AGW  Electrolyte 
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Figure  5.16  Oxidation  cell  voltage  versus  time  curves  for  low 
resistivity,  n  type  GaAs  samples,  oxidized  under 
different  oxidation  current  density  schemes. 


measurements  are  performed  in  the  frequency  range  of  10  Hz  -  1  MHz. 

The  C-V  plots  of  the  oxidized  GaAs  (scheme  (1))  at  low  and  high 

frequencies  are  shown  in  figure  5.17.  The  injection  type  hysteresis 

is  estimated  from  the  flatband  voltage  shift  (AV  )  between  the 

FB 

opposite  scan  directions.  The  high  frequency  curve  is  used  for 
the  estimation  of  the  interface  states  density  within  the  bandgap 
by  the  Terman  method  [113].  In  this  technique  the  high  frequency 
C-V  curve  is  compared  to  the  ideal  theoretical  C-V  curve  (no  inter¬ 
face  states) .  At  each  value  of  the  capacitnace  the  gate  voltage 
shift  (AV)  versus  the  gate  voltage  can  be  obtained.  The  surface 
state  charge  is  then  Q  *  CQx  AV.  By  evaluating  the  surface 

potential  (V  )  at  each  gate  voltage,  the  surface  state  density  is 
s 

obtained  from  the  slope  of  the  Q^t  versus  V  .  For  comparison 
between  different  oxidation  schemes,  the  interface  states  density 
at  around  midgap  is  compared  for  different  samples. 

The  values  representing  the  field  induced  hysteresis,  the 
density  of  interface  states  and  the  oxide  breakdown  fields  are 
summarized  in  Table  5.2.  The  oxide  resistivity  is  also  measured 
which  is  on  the  order  of  10^  Hem  for  all  the  samples.  The  numbers 
in  Table  5.2  indicate  the  following:  1)  The  magnitude  of  the 
injection  type  hysteresis  is  tne  smallest  for  low  —  high  oxidation. 
This  parameter  can  be  dependent  on  both  the  interface  and  oxide 
bulk  properties.  2)  The  interface  state  density,  measured  at  the 
maximum  of  the  accumulating  bias  voltage  is  also  the  lowest  for 
the  low  -*■  high  scheme,  indicating  a  lower  defect  density  at 
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Figure  5.17  Low  and  high  frequency  C-V  plots  of  the  anodically 
oxidized  n-GaAs  using  oxidation  scheme  (1) . 


GaAs/oxide  interface.  It  should  be  noted  that  even  at  this  bias 
voltage  the  surface  potential  is  around  midgap  and  the  surface  is 
not  accumulated.  The  somewhat  better  characteristic  of  the  high  ■+ 
low  over  the  steady  current  scheme  regarding  the  above  parameters 
might  be  due  to  the  fact  that,  during  the  initial  oxidation  phase, 
the  current  density  is  almost  the  same  in  these  cases.  But  the 
higher  current  density  of  scheme  (2)  in  most  of  the  oxidation 
process  (transition  voltage  -  50  volts)  can  produce  a  better  quality 
oxide  bulk.  3)  The  breakdown  field  for  all  cases  is  about  the  same 
with  a  value  in  excess  of  5  x  10^  V/cm,  indicating  a  good  quality 
of  oxide  bulk. 

The  results  presented  in  this  section  agree  with  the 
results  and  analysis  presented  in  the  previous  sections  [47,83] . 

It  is  reasonable  to  believe  that  the  high  density  of  interface 
states  is  an  inherent  nature  of  the  GaAs/oxide  inter  facial  region 
and  it  is  not  strongly  dependent  on  the  carrier  type  or  concentra¬ 
tion  (the  results  are  more  or  less  the  same  for  n,  p  or  high 
resistivity  GaAs) .  The  two  beam  TAV  spectroscopy  is  used  for  the 
interface  study  of  high  resistivity  GaAs,  and  it  has  the  advantage 
that  both  oxidized  and  unoxidized  samples  can  be  readily  studied. 

The  high  sensitivity  of  the  TAV  technique  at  low  carrier  concen¬ 
trations  is  utilized  to  characterize  the  samples  with  a  resistivity 
range  (p  >  10^  f:cm)  at  which  the  C-V  measurements  are  not  applicable 
The  overall  results  for  all  the  samples  (n,  p,  high  and  low  resis¬ 
tivity)  indicate  that  the  oxidation  tends  to  increase  the  density 


of  interface  states,  but  by  using  a  lower  initial  oxidation  current 

density,  this  effect  can  be  minimized.  In  general  the  interface 

12  2 

states  density  is  still  too  high  10  /cm  -  eV  at  its  minimum 
value)  for  the  routine  fabrication  of  the  GaAs,  MOS  based  LSI 
circuits  with  long  term  stability.  However  it  is  shown  that  by 
utilizing  the  control  of  the  oxidation  current  density  (oxidation 
rate)  during  different  oxidation  phases,  the  interface  and  bulk 
properties  can  be  improved  simultaneously  and  one  can  reduce  the 
interface  states  density  without  lowering  the  oxide  bulk  breakdown 


field. 


CHAPTER  6 


STUDIES  ON  CdS ,  InAs ,  AND  HgCdTe 
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Electrical  properties  of  semiconductor-electrolyte  (CdS-NiCI2) 
using  surface  acoustic  wave  techniques^ 
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Spectroscopy  of  the  cadmium  sulphide-nickel  chloride  interface  has  oeen  performed  by 
measuring  the  acoustoelectric  voltage  induced  by  a  S.AW-celay  line.  Observation  of 
transitions  at  different  radiation  wavelengths  is  attributed  to  the  presence  of  electronic 
levels  at  the  interface. 

PACS  numbers:  72.20.  —  i,  73.40.Mr,  68.45.  -  v 


Electronic  properties  of  the  CdS  surface  have  been  of 
interest  since  efficient  photovoltaic  energy  conversion  was 
demonstrated  using  the  CtijS-CdS  heterojuncticn  struc- 
ture.‘-J  Recently,  it  has  been  found  that  semiconductor-elec¬ 
trolyte  junction  devices  can  be  used  as  photovoltaic  energy 
conveners  with  moderate  efficiency.  CdS  has  also  played  an 
important  role  in  these  devices. 1-1  Because  of  the  presence  of 
the  liquid  electrolyte,  the  conventional  means  of  studying 
the  electronic  properties  of  the  semiconductor  surface  may 
not  be  suitable.  A  contactless  technique  of  determining  elec¬ 
trical  properties  of  the  semiconductor  surface  has  been  de¬ 
veloped  using  surface  acoustic  waves  (SAW)  as  a  probe.*-’ 
This  technique  has  been  suitably  adapted  for  application  to 
the  semiconductor-electrolyte  interface.  The  purpose  of  this 
paper  is  to  describe  this  modification  of  the  SAW  technique 
and  present  some  experimental  results  performed  on  CdS- 
NiCl,  system. 

The  SAW  semiconductor  probing  technique  relies  on 
the  interaction  of  the  electric  field  which  accompanies  a 
SAW  propagating  on  a  piezoelectric  substrate  with  the 
charge  carriers  of  a  semiconductor  placed  near  the  substrate. 
The  SAW  is  excited  by  an  interdigital  transducer  (IDT)  fab¬ 
ricated  directly  on  the  surface  of  a  piezoelectric  crystal. 
These  waves  propagate  in  the  vicinity  of  the  surface  with  a 
velocity  slightly  lower  than  the  bulk  shear  wave  velocity  of 
the  crystal.  The  mechanical  motions  are  confined  to  the  sur¬ 
face  of  the  crystal  decaying  exponentially  within  the  crystal 
away  from  the  surface  and  are  accompanied  by  a  propagat¬ 
ing  electric  field.  Though  this  electric  field  is  also  confined 
near  the  surface  it  exists  both  inside  and  outside  the  crystal. 
The  decay  constant  of  the  electric  field  outside  the  surface  is 
of  the  order  of  the  SAW  wavelength.  For  the  study  of  a 
semiconductor  surface,  the  sample  is  placed  in  the  proximity 
of  a  SAW  delay  line;  this  decaying  electric  field  interacts 
with  the  carriers  in  the  semiconductor. 

Inside  the  semiconductor,  the  electric  field  decays  with¬ 
in  a  Debye  length  of  the  surface  or  within  an  acoustic  wave¬ 
length.  whichever  is  shorter.  The  manifestations  of  the  inter¬ 
action  include  the  generation  of  the  acoustoelectric  voltage, 
attenuation  of  the  SAW,  and  a  change  in  the  SAW  phase 
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velocity.1  Each  of  these  effects  is  dependent  on  semiconduc¬ 
tor  conductivity.  By  observing  the  variation  of  these  param¬ 
eters  while  the  semiconductor  conductivity  is  changed  by 
illumination  or  by  a  biasing  electric  field,  electrical  charac¬ 
teristics  of  the  semiconductor  can  be  determined. 

The  experimental  setup  is  shown  schematically  in  Fig. 
1(a).  The  delay  line  is  T-cut  Z-propagating  lithium-niobate, 
with  interdigital  transducers  deposited  at  each  end.  A  me¬ 
chanical  arrangement  allows  placement  of  the  semiconduc¬ 
tor  in  the  proximity  of  the  delay  line  w-ith  a  uniform  air  gap. 
Electrical  contact  is  made  at  the  back  of  the  semiconductor 
by  metal  deposition  or  with  a  metal  plate  as  shown.  This 
metal  contact  allows  monitoring  of  the  transverse  compo¬ 
nent  of  the  acoustoelectric  voltage  and  can  also  be  used  to 
bias  the  semiconductor  surface.  Provision  is  made  to  illumi¬ 
nate  the  semiconductor  surface  with  monochromatic  radi¬ 
ation  of  variable  intensity  and  wavelength.  The  entire  struc¬ 
ture  can  be  immersed  in  a  Dewar  for  accurate-control  of  the 
temperature. 

The  modified  experimental  arrangement  shown  in  Fig. 
1(b)  was  used  to  study  the  semiconductor-electrolyte  inter¬ 
face.  The  replacement  of  the  air  gap  by  a  liquid  perturbs  the 
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FIG.  2.  TAV  spectral  response  for  Cds*NiQ,. 


surface  wave  propagation  in  two  distinct  ways.  First,  the 
attenuation  of  the  surface  wave  is  increased  due  to  the  load¬ 
ing  of  the  delay  line  surface.  Second,  new  waves,  such  as 
layer  waves,  are  generated  in  the  liquid,  causing  additional 
interaction,  particularly  if  the  semiconductor  is  also  piezo¬ 
electric  as  in  the  case  of  CdS.  Both  of  these  effects  have  been 
extensively  studied  in  the  CdS-water-LiNbOj  structure  in 
connection  with  the  amplification  of  SAW's  and  in  paramet¬ 
ric  signal  processing  devices.’ 10  The  introduction  of  the  elec¬ 
trolyte  between  the  delay  line  and  semiconductor  also  re¬ 
duces  the  sensitivity  of  the  metal  plate  to  detect  the 
transverse  acoustoelectric  voltage.  Much  greater  sensitivity 
was  obtained  when  a  contact  was  made  directly  on  the  semi¬ 
conductor  surface. 

For  the  study  of  the  CdS-NiCl,  system  the  acoustoelec¬ 
tric  voltage  was  measured  as  a  function  of  incident  photon 
energy.  The  dimensions  of  the  CdS  sample  were 
4  x  8  X  2mm.  The  interactive  surface  was  flat  and  polished. 
A  \M  solution  ofNiCl,  was  introduced  between  the  delay 
line  and  the  CdS:  1 10- MHz  surface  acoustic  wave  pulses  300 
^sec  in  duration  were  used  to  probe  the  interface  at  a  100-Hz 
repetition  frequency.  The  interface  was  illuminated  with  the 
output  of  a  Baush  and  Lomb  monochromator  with  appro¬ 
priate  filters  to  eliminate  higher  orders.  The  spectroscopy 
was  also  carried  out  in  the  presence  of  a  bias  light  obtained 
from  a  mercury  arc  lamp. 

The  dependence  of  the  transverse  acoustoelectric  volt¬ 
age  (TAV)  on  semiconductor  conductivity  can  be  qualita¬ 
tively  described  as  follows:  The  electric  field  associated  with 
the  SAW  penetrates  the  semiconductor  and  modulates  the 
carrier  density  near  the  semiconductor  surface.  This  causes  a 
net  charge  separation,  the  dc  component  of  which  giv  es  rise 
to  the  acoustoelectric  voltage.  When  the  carrier  density  and, 
hence,  the  conductivity  is  low,  it  is  obvious  that  the  acoustoe¬ 
lectric  voltage  will  be  small.  On  the  other  hand,  when  the 
conductivity  is  large,  the  electric  field  will  effectively  be 
screened  by  carriers  at  the  semiconductor  surface.  In  this 
case,  the  acoustoelectric  voltage  is  once  again  small.  For 
some  intermediate  conductivity  the  electric  field  fully  modu¬ 
lates  the  charge  density  and  the  acoustoelectric  voltage 


reaches  a  maximum.  In  addition,  the  sign  of  the  transverse 
acoustoelectric  voltage  depends  on  the  earner  type.  That  is.  2 
n- type  semiconductors  exhibit  a  positive  TAV,  and  p-tvpe 
semiconductors  exhibit  a  negative  TAV. 

Referring  now  to  the  TAV  spectral  response  shown  in 
Fig.  2.  the  most  notable  feature  is  the  minimum  at  530  nm 
followed  by  a  maximum  at  61 5  nm.  The  minimum  corre¬ 
sponds  to  the  very’  high  conductivity  caused  by  band-to- 
band  transitions.  The  fact  that  the  TAV  is  positive  indicates 
that  the  conduction  is  mainly  by  electrons.  As  longer  wave¬ 
lengths  are  used  to  illuminate  the  semiconductor,  the  con¬ 
ductivity  decreases  since  fewer  electrons  make  the  transition 
from  the  valence  to  the  conduction  band.  The  TAV  there¬ 
fore,  reaches  a  maximum  and  then  decreases  in  the  interval 
from  760  to  940  nm.  The  TAV  is  negative,  indicating  that 
conduction  is  mainly  by  holes.  This  suggests  the  presence  of 
a  band  of  electron  acceptors  at  1.3-1. 6  eV  above  the  valence 
band.  Photons  having  energies  in  this  range  cause  transitions 
of  electrons  from  the  valence  band  to  the  acceptor  levels, 
leaving  free  holes  behind.  For  wavelengths  greater  than 
1000  nm,  the  TAV  was  too  small  to  detect.  Thus,  the  con¬ 
ductivity  in  this  region  is  very  low. 

Figure  3  shows  the  TAV  spectral  response  when  the 
interface  is  also  illuminated  by  bias  light  from  a  mercury  arc 
source.  The  horizontal  line  represents  the  value  of  the  TAV 
for  illumination  by  the  bias  light  only.  For  short  wavelengths 
the  shape  of  the  curve  is  similar  to  that  of  Fig.  2.  That  is,  the 
high  conductivity  associated  with  band-to-band  transitions 
causes  a  minimum  in  TAV  near  530  nm.  As  conductivity 
falls,  the  TAV  goes  through  a  maximum.  At  760  nm  the 
TAV  drops  sharply  below  the  value  obtained  for  "bias  light 
alone  and  remains  at  a  low  level  until  1000  nm.  This  quench¬ 
ing  of  the  TAV  may  be  explained  as  follows:  A  band  of  elec¬ 
tron  acceptor  levels  is  present  between  the  energies  1.3  and 
1.6  eV,  as  discussed  with  regard  to  Fig.  2.  When  the  bias  light 
strikes  the  sample,  electrons  which  occupied  these  states  un¬ 
der  dark  conditions  are  excited  to  the  conduction  band. 

Now,  when  photons  of  appropriate  energy  excite  electrons  • 
from  the  valence  band  to  the  acceptor  band,  a  new  stead y- 


FIG.  5  TAV  spectral  response  for  CdS-NiG:  with  bias  light  from  a  mer¬ 
cer'  arc  source. 
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HO.  4.  Energy-band  diagram  for  CdS-NiCl.  system. 


state  condition  is  obtained  in  which  the  concentration  of  free 
electrons  is  lower.  That  is,  the  quasi-Fermi  level  for  electrons 
is  drawn  downward  toward  the  acceptor  level. 

For  wavelengths  greater  than  1000  nm,  the  TAV  begins 
to  climb  back  toward  its  bias-only  value,  reaching  a  maxi¬ 
mum  near  1180  nm.  At  this  point  a  second  quenching  oc¬ 
curs.  This  effect  may  be  attributed  to  a  second  band  of  accep¬ 
tors  extending  from  0.7  to  1.0  eV  corresponding  to 
wavelengths  of  1180-1780  nm.  After  this  band  the  TAV  re¬ 
turns  toward  its  bias-only  value.  The  band  diagram  of  Fig.  4 
illustrates  the  positions  of  the  acceptor  levels.  Similar  results 
have  been  obtained  by  other  researchers.1'11 

In  order  to  verify  that  the  TAV  was  indicating  changes 
in  the  photoconductivity,  a  measurement  of  the  spectral  re¬ 
sponse  of  the  surface  photocurrent  was  made.  The  results  are 
shown  in  Fig.  5,  where  it  can  be  seen  that  the  conductivity 
does  vary  with  wavelength  in  the  expected  manner.  In  the 
no-bias  case  the  photocurrent  increases  to  a  maximum  at  530 
nm,  then  decreases  to  a  very  low  value  for  wavelengths  great¬ 
er  than  7 60  nm.  The  spectrum  with  bias  shows  the  same  peak 
at  530  nm  and  a  similar  broad  minimum  from  760  to  940  nm 
and  from  1 180  to  1780  nm. 


FIG  5.  Photocurrent  as  a  function  of  illuminating  wavelength  for  Cds- 

NiCI.. 


In  conclusion,  it  has  been  demonstrated  that  the  SAW 
semiconductor  technique  can  be  suitably  adapted  to  detect 
electronic  levels  at  the  interface  of  a  semiconductor  and  an 
electrolyte. 
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Abstract 

Hg|_r  Cdx  Ta  is  extensively  uaad  coday  u  a 
versatile  infrarad  dacaccor  material  with  incraaa- 
ing  isncrtanea  in  the  fabrication  of  total  piana 
arrays.  In' this  work  Hg^_x  Cds  Ta  electronic  prop- 
arcias  art  lavasclgacad  using  nontascrutciva  SAW 
technique.  The  cransvarsa  atouscoalatcrit  velcaga 
(TAV)  is  monitored  across  cha  Hg^_x  Cd^  Ta  sample 
which  is  placed  in  proximity  of  a  LlXbOj  daisy 
lina.  TAV  is  davalopad  dua  to  cha  nonlinear  inter¬ 
action  between  cha  electric  field  accompanying  SAW, 
and  cha  free  earners  near  cha  Hgi__x  Gdj  Ta  surface. 
Contactless  TAV  and  surface  phoeovoleagt  speccro- 
scopy  are  performed  eo  da  carmine  cha  bandgap  and 
thus  the  alloy  composition  (x)  of  Bgj_x  Cdx  Te. 

The  TAV  versus  voltage  measurements  are  also 
performed  for  further  investigation  of  Hg^.s  Cdx  Te 
surface  properties  (such  as  conductivity  type  and 
possible  surface  inversion  due  to  passivation  by 
ZaS) . 


Introduction 

Full  scale  production  for  current  and  future 
generation  military  infrared  systems  will  require 
linear  arrays  and  mosaic  focal  planes  with  a  largs 
number  of  infrared  detectors.  Mercury  cadmium 
teliurida  provides  e  prsdominant  role  as  ths  mater¬ 
ial  for  theae  detectors.1-  To  maintain  high  volume 
photo-detector  production  and  wrlaa  ylald  for 
syttesM  such  as  Advanced  n.IX  Technology  (AFT) , 
Thermal  Weapon  Sights  (TW S)  and  ths  Shutcls  Infrared 
Telescope  Facility  (SI8TF) ,  advanced  nondestructive 
contactless  techniques  will  be  needed. 

For  example,  a  fast,  reliable  contactless 
technique  is  highly  desirable  for  characterizing 
semiconductor  materials  at  aaveral  key  production 
points  before  completion  of  the  final  shotodetector . 
Theae  points  say  include  annealing,  slicing,  polish¬ 
ing,  stchiag,  surface  passivation  and  implant  pro¬ 
filing.  Contactless  testing  provides  considerable 
savings  in  labor  and  materials  by  rejecting  a  faulty 
device  early  during  production  and  by  making  this 
determination  with  relative  ease  compared  with  ocher 
techniques  requiring  ohmic  eoncacts  or  metalliza¬ 
tion.  The  eontactlaas  technique  chosen  for  this 
paper  usee  Surface  Acoustic  Wave  (SAW),  different 
implementations  of  ths  SAW  technique-”1-®  have  been 
used  for  semiconductors  such  as  Silicon,  Cadslus- 
Sulphlde,  Indium  Arsenids,  Indium  Phospfeids,  Gallium 
Arsenide  and  Gallium  Phoephlda.  In  this  paper,  it 


is  extended  to  induce  Cadmium  Teiluriae  (CcTe)  sr.c 
Mereurv  Cadmium  Tellurice  with  var-.-ir-g  die"  ccrnrc- 
sition  (Hg:_s  Cc_  Ta;  . 

Tha  mair.  feature  of  the  SAW  tachmique  is  that 
the  probing  tool  is  am  AC  electric  field  which  is 
generated  at  the  surface  of  a  piezoelectric  material 
end  is  coupled  to  the  semiconductor  surface  without 
ary  form  of  contact.  To  product  this  electric 
field  the  SAW  is  generated  by  applying  rf  voltage 
ms  the  Interdigital  traasductrs  cade^og  the  surface 
cf  a  piezoelectric  material  (LiirbO-. ) * ’ "  as  scour,  in 
figure  ’a.  Because  lilToOj  is  piezoelectric,  the 
elastic  wave  is  accompanied  by  en  electric  field 
with  e  compc  -  perpendicular  to  the  surface  of 
she  liNbOj  si.  .te  (probing  field).  This  compo¬ 
nent  exists  ou^.  .ce  the  LiNbOi  to  a  distance  of 
shout  an  acoustic  wavelength  (»  31.6  la  for  110  13-1: 
rf  pul as).  When  the  probing  electric  field  reaches 
mnder  the  semiconductor  surface  (which  is  placed 
above  the  delay  lisa  (fig.  lb),  the  ecouato-electr. j 
interaction  with  the  frae  carriers  of  the  senieor.- 
dmeters  manifests  itself  es  attenuation  and  chang* 
in  velocity  of  SAW  and  the  appearance  of  e  d.c. 
voltage  across  ths  semiconductor.  The  transverse 
component  of  this  vclcage  which  is  called  the 
transverse  acoustoelectric  voltagl  (TAV)  is  the 
monitored  signal  throughout  the  following  experi¬ 
ments.  The  penetration  depth  of  the  probing  field 
is  cs  the  order  of  the  semiconductor  extrinsic 
Z* ebye  length  or  the  acoustic  wave  length,  wnichevcr 
is  shorter.  TAV  signal  can  be  monitored  by  placing 
a  metal  place  above  the  semiconductor  and  another 
erne  either  below  the  liNbOj  substrate  (fig.  lb)  or 
above  it  (fig.  It) .  To  monitor  the  dc  TAV  signal 
throngs  the  possible  insulators,  the  rf  voltage  and 
thus  the  probing  electric  field  ere  pulsed.  TAV  is 
expscitively  coupled  tc  the  metal  plates,  so  the 
presence  or  absence  of  insulator  layer  on  the  eami- 
emscsctoT  surface  is  immaterial.  Tha  nature  of 
mhsse  contacts  through  which  the  TAV  is  monitored 
is  important  for  a  mondestructive  measurement.  In 
spectroscopy  measurements,  the  coni iguratico  of 
fig.  lb  is  'osec  where  the  ground  path  is  an  Al 
Plata  avaporatac  underneath  the  LiNbO}  and  tha  mono* 
chromatic  imcicaac  beans  are  shone  on  tha  semicon¬ 
ductor  surface  through  a  small  vindov.  This  struc¬ 
ture  is  sufficient  for  spectroscopic  measurements 
where  the  modulation  of  the  surface  pocemtixl  by  an 
dermal  dc  bias  is  not  needed.  On  the  contrary, 
if  ths  surface  peteniial  has  to  be  modulated,  a 
very  large  voltage  in  excess  of  1000  volts  is  needed 
is  sustain  the  reltsgt  crop  across  the  thick  laGGe 0 3 
substrate  (»  3  =).-  To  overcome  this  problem,  the 
new  configuration  which  is  shown  in  fig.  1c  is  ! 
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cevised.  In  this  configuration.  a  chir.  r. ' •  -■  — 
structure  (*  1000  A0)  is  evaocracec  cr.  liCbC; 
surface  wnich  provides  the  ground  pa:.-.  ccr  the  TAV 
fit**--  At  th*  cancer  of  the  aluminum  structure.  * 
window  is  made  which  acts  as  th«  ir.taracticn  rtjica. 

I' rider  th«  A."  covered  area  the  electric  field  :<:cs 
to  tero  while  the  mechanical  wave  continues  z:  prop¬ 
agate.  Once  the  mechanical  wave  reaches  the 
action  wincov,  the  probing  electric  iielc  is 
regenerated.  The  semiconductor  under  test  is  placed 
above  tne  interaction  region  where  the  probing 
electric  field  penetrates  inside  the  semiconductor 
and  produces  the  TAV  signal  (fig.  Id).  To  change 
the  surface  potential  a  be  voltage  is  applied 
across  the  sesiconductor  through  the  sans  structure 
used  to  detect  the  TAV  signal.  To  complete  the 
circuit  an  Ai.  plate  is  pressed  on  the  semiconductor 
back  surface  and  the  jrounc  path  is  the  Ai  struc¬ 
ture  or.  the  surface  of  lilTbOj.  Tne  contact  to  the 
surface  under  study  (device  side)  is  of  special 
isnortance.  This  contact  is  finely  provided  by 
placing  tne  semiconductor  on  the  Ai  coated  Lih'oOj 
(fig.  Id)  and  there  is  no  processing  involved.  The 
ground  path  on  the  surface  of  the  lAXbOj  has 
reducad  che  necessary  magnitude  of  the  applied  do 
voltage  bv  a  factor  of  100  a a  compared  to  the  prev¬ 
ious  work®  due  to  the  ellsinatloe  of  the  voltsge 
drop  across  the  LiXbOj. 

Tn  this  psper  the  feasibility  of  the  TAV  neas- 
ureaent  technique  to  Cite  and  Hg^x  Cdx  Te  is  dem¬ 
onstrated  using  both  tha  soactroscopy  and  TAV  vs 
applied  blaa  voltage  measurements . 

Transverse  Acousto-electric  Voltage  and 
Experimental  Procedure 

TAV  measurements  in  general,  consist  of  moni¬ 
toring  tha  TAV  amplitude  or  trsnsianc  tint  constants 
whila  tha  semiconductor  surface,  condition  is  varied 
by  an  external  excitation  such  as  photons,  applied 
bias  fiald  and  hasting  or  cooling.  TAV  asplltuda 
Cape ndance  on  tha  elactronlc  preperties  of  che 
semiconductor  surface  la  described  elsewhere^  and 
la.  proportional  to  tha  conductivity  difference 
between  the  electrons  and  holas. 

‘Pig.  2  shows  the  plot  of  TAV  vs  electron  and 
hola  concentration  using  sen.  (If)  of  refarenee  10. 
The  conatanca  used  for  the  figure  art  shown  In 
Table  I  and  the  frequency  of  SAW  ajjuaed  ij  1Q0  >2a. 
Tha  fora  of  the  curve  la  slailar  for  othar  sanicon- 
ductors.  Tha  Important  featuras  of  tha  plot  art: 

1)  n  type  surface  conductlviry  exhibits  a  positive 
TAV  and  vies  varsa  for  p  type.  2)  There  is  a  max¬ 
imum  in  both  tha  n  and  p  regions.  The  reason  Is 
chat  for  the  intrinsic  case  there  art  fev  carriers 
to  interact  with  cia  probing  electric  field  anc  tha 
TAV  is  very  saail.  As  the  concentration  of  che  free 
carriers  lncreaaaa,  the  TAV  grows  until  it  reaches 
the  aaxinua.  At  higher  conductivities,  the  free 
carriers  begin  to  screen  che  preblng  electric  and 
che  TAV  amplitude  reduce*.  Thus  by  nonitoring  che 
TAV  amplitude  one  can  distinguish  between  electron 
sad  hole  surface  conductivities  and  also  obtain  tha 
magnitude  of  the  surfact  conductivity.  Sacaus*  of 
ch*  large  difference  in  electron  and  hole  nobili¬ 
ties,  the  peak  TAV  of  n-cype  sane  lea  is  -ueh  larger 
then  that  of  p-cyp*.  Because  of  the  large  bandga? 


cf  CdTe,  TAV  zt  preccr.ir.ar :  -1  i-ail  rejic-.s 

::  tleccrcr.  sac  -.cie  fercat::::..  Ir.e  s.-.cu.i 

nett  me  high  sensitive,  tv  TAV  signal  a;  ve¬ 
in.-  carrier  ccr.centrc::;r.s  extents  tr.e  neas- 

ureneot  capapilir-  :c  -er  resistivity  samples. 

This  is  s  cistir.c:  ac ever  o:.-.«r  reasurerer.c 
tecr.nicues  such  as  Hall  --uicaie  ar.C  feur  pcir.: 
prcee  measurements.  In  pt.-.er  -.ar.c,  the  jensc- 
tivity  of  tr.e  Tav  tecr.r.icue  cecrcascs  a:  very  high 
carrier  concer.trcticn .  leer- in  oetectien  c:  tr.e 
TAV  anplituce  -.as  alleviated  this  prcclen  to  sere 
entenc. 

In  che  ccrperir.ents  reported  here,  the  r:  pulse 
applied  te  che  ir.put  transducer  has  frequency  of 
113  heir  (S3  a  is  also  used)  and  its  anplituce  is 
arout  10  volts  ?/?  (30  T.  lead  resistance).  The 
pulse  duration  is  in  the  range  of  r.  sec.  with,  rep¬ 
etition  rate  c:  aoout  30  Hz .  The  TA"  amplitude  is 
measured  by  a  lock-ih  amplifier  lockec  to  the  envel¬ 
ope  of  the  rf  ercitatien  pulse.  Tn  sene  cases  the 
TAV  amplitude  is  recorded  manually. 

Fig.  3  shows  a  typical  input  and  output  of  the 
SAW  delay  line  and  the  resulting  TAV  when  HgCdTe  is 
used.  In  chis  picture  trace  (a)  is  che  11C  MHn 
input  rf  pulse  with  about  2.3  usee.  Trace  (c)  shows 
the  TAV  signal  obtained  fron  the  HgCdTe  sample  vr.isn 
is  about  7  usee  delayed  with  respect  to  the  input 
rf  pulse.  Tne  first  peak  in  trace  (c)  with  no 
delay  (the  snail  peak)  is  due  to  the  raciacion 
rf  input  pulse. 

The  time  constant  associated  with  the  laadir.p 
edge  of  che  TAV  signal  can  ba  related  to  the  gener¬ 
ation  life  tine  (‘Tj)  and  surface  generation  velocity 
(Sg).6  The  separation  of  'g  and  Ss  is  possible  by 
the  application  of^a  depleting  dc  bias  field  across 
the  seciconcuctor. ‘  *g  anc  Sg  are  decernined  for 
silicon  wafers  (used  for  VTSX*f*brication)  as  an 
indication  of  the  defect  denaicyr  These  parameter* 
can  be  depth  profiled  by  the  new  technique  intro¬ 
duced  in-  reference  3.  However,  these  experiments 
have  not  been  performed  as  yet  for  CdTe  or  HgCdTe 
samples . 

Spectroscopy  cf  TAV  amplitude  is  used  to 
reveal  tha  subbsadgap  absorption  and  the  interface 
states  energy  band  structure  of  the  semiconductors . 
2a  chis  method,  the  wavelength  of  the  incident  bean 
is  scanned  in  the  desired  range.  The  detection 
sensitivity  of  the  suboandgap  structures  can  b* 
enhanced  by  ovo  beam  spectroscopy  as  compared  to 
one  beam,  by  the  proper  choice  of  the  bias  light 
wavelength. 


The  monochromatic  incident  incident  bean  is 
shopped  with  a  mechanical  chopper  which  also  pro- 
vices  the  reference  signal  for  the  lock-in  aoollfit: 
and  tha  puls*  generator,  iausch  &  loco  monochro¬ 
mator  (!  i  l  Cat.  r’23-36-23  with  high  intensity 
tungsten  source)  is  used  for  the  wavelengths  in  the 
range  of  300  to  2000  nn.  The  TAV  amplitude  is 
recorded  and  plotted  against  tha  wavelength.  To 
obtain  tha  desired  wavelength  range,  three  gratings 
are  used  covering  (300-750  ns),  (700-1130  nm)  and 
(1130-3000  n=)  ranges.  The  incident  photon  flux  ij 
kept  constant  up  to  2100  an  (by  experimental 
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calibration  using  a  thermopile)  and  .is  "r  IQ-' 'an¬ 
sae.  For  the  wavelengths  higner'  mar.  211C  r.~  ex* 
-.onochromator  output  ii  not  exoerirencally  calibrat¬ 
ed  and  only  the  sneetrsl  flux  outrut  eu;-.-*,  f urn- 
ished  by  the  manufacturer,  la  uatc  < for  grating 
33— 36-Q4)  .  This  spectral  flux  exr.ibics  a  strong 
decrease  of  tha  output  power  for  wavelengtns  beyond 
2750  nn.  A  high  raaolution  F.RS-2  (Jcbic  Tvon) 
aonoehroaator  with  300  grocves/on  grating  is  also 
usad  in  tha  spaetral  ranga  from  1600  to  3200  na. 

Tha  raaolution  of  thaaa  measurenents  la  about  125  A° 
(lowast  raaolution  la  uaad  to  obtain  a  highar  out¬ 
put  flux) . 

TAV  measurements  undar  tha  appllad  do  biaa 
(which  modulates  tha  aurfada  potar.tlal  aad  tha 
depletion  width)  ara  of  graat  importance.  Seth  TAT 
amplitude  and  transient  time  constant  dependence  or. 
tha  bias  voltaga  (TAV'-V  and  r-V)  ara  utilized.  la 
chase  axpariaar.es  tha  naw  daisy  line  structure 
(fig.  lc,d)  is  usad.  TAV-V  plots  can  ba  usad  as  a 
nondestructive  alternative  to  C-V  seasureaencs  in 
order  to  determine  the  oxide  charge  and  flat  band 
voltage  of  thermally  oxidized  allicoc  wafers.-  A 
new  profiling  technique  is  devised  which  is  appli¬ 
cable  to  tha  measurements  which  ara  primarily  sens¬ 
itive  to  tha  fraa  carrier  concentration  rather  than 
the  depletion  layer  thickness . '  3v  using  this  tech¬ 
nique  and  the  TAV-V  plots,  tha  fraa  carrier  concen¬ 
tration  depth  profile  can  ba  obtained^  siailar  to 
tha  differencial  capaclcanca  cathode.  In  tha  TAV-V 
experiments,  tha  first  harmonic  of  tha  TAV  signal 
which  is  directly  proportional  to  tha  TAV  asplltuda 
is  monitored  by  a  lock-ln  aaplifiar.  Tha  external 
bias  voltage  is  scanned  over  the  desired  range 
(typical  ranga  «  S10  voles)  and  tha  TAV-V  is  re¬ 
corded.  The  opersdon  is  slxple  aad  chare  is  no 
need  to  fabricate  any  fora  of  contact  (e.g.,  MOS, 
pn,  or  Schoctky  barrier)  to  ehe  eaaiconductor  sur¬ 
face.  The  ciae  constants  associated  with  the  TAV 
transients  ara  aonltored  undar  the  applied  bias 
voltage7  in  order  to  deceraine  the  generation  life¬ 
time  (Tg)  and  surface  generation  velocity  (Sg). 

Using  the  TAV-V  and  7-V  plots  simultaneously .  the 
position  of  the  recombination  cancar  within  tha 
senicooductor  oandgap  can  be  detarained.* 

Results  aad  Olscussloa 

The  properties  of  tha  saaples  used  for  differ¬ 
ent  experlaencs  are  listed  la  Table  II.  Sample  A 
is  Hg^_s  Cdjj  Te  with  x  ■  0.4.  )>c  special  surfaca 

passivation  was  performed  for  this  saapla.  Saapla  3 
has  a  3500°  a  thick  zinc  sulphide  passivation  layer. 
Sample  C  la  CdTe  and  is  included  in  the  study  as 
CdTe  is  of can  uaad  as  the  substrate  material  for 
growing  HgCdTe  by  liquid  phase  epitaxy. 

TAV  Spectroscopy 

TAV  end  phoco-volcage  spectra  for  Staple  A  are 
eisllar  and  ehown  in  figure  4,  The  spectrum  is  used 
to  estimate  the  bandgep  and  thus  the  alley  composi¬ 
tion  (x)  of  the  HgCdTe  sample.  Figure  3  shove  that 
for  wavelengths  highar  than  2000  a  there  is  e 
strong  minima  around  2350  no  end  also  the  response 
falls  off  sharply  for  wavelengths  higher  than 
2500  am.  Minima  around  2350  na  is  partially 
attributed  to  the  aonoehremacer  spectral  flux  and 


::  the  settle's  t:::. 
.ivt.er.gtn  ccrTtsrcr.c_.-c  :r 
c.-.t  srectral  resttrje  :r.e  ; 

is  about  2520  —  cr  2.5 
tar  ;e  estimated  :c  :«  rrc_: 


7te  terres  poncing  alia-.-  composition  (x )  is  estm- 
ated  by  linear  irtertolaticr  cf  the  cats  presentee 
it  ref.  1  end  it  is  accut  0.44  which  is  in  reason- 
dll*  agreement  vim  ire  value  ootained  by  density 
measurements .  7t*  presence  of  discrete  defect 

l«v elz  tt  HgCdTe  surface  influences  the  spectra  and 
might  explain  the  rest  of  the  structures.  However, 
—  pinpoint  their  effect,  on*  needs  tt  partem  the 
rwo  bean  spectrtsccrv  wnich  has  not  •••*c  oeen  per¬ 
formed. 

TAV-V  Measurement 

la  Figs.  5,  6,  and  *  the  TAV-V  plots  ere  given 
2cr  Samples  a,  3  and  C  respectively.  TAV  polar! tv 
is  negative  at  zero  bias  voltage  (sample  A)  indi¬ 
cating  a  p  type  surface  conductivity .  In  HgCdTe 
eemictnduccor  the  electron  mobility  is  about  10C 
times  higner  than  the  hole  mobility.  Since  the  TAV 
aigtal  is  related  to  the  conductivity  difference 
between  electron  and  holes,  it  is  possible  to 
obtain  positive  TAV  polarity  even  if  tn*  electron 
concentration  is  about  100  times  less  than  hole 
concentration.  3y  applying  a  positive  O.C.  voitas - 
ho  the  HgCdTe  surface,  the  electron  conductivity 
is creases  (due  te  the  increase  in  the  surface  elec¬ 
tron  concentration)  and  the  negative  TAV  amplitude 
decreases,  “or  further  increase  in  voltage,  the 
surface  conductivity  changes  from  p  to  n  type,  end 
at  around  .15V  the  TAV  is  zero  end  then  the  TAV 
polarity  is  reversed  to  positive  sign  (indication 
cf  a  type  surface  conductivity) .  “it  should  be 
noted  that  in  fig.  5  the  horizontal  coordinate  is 
the  value  of  the  applied  D.C.  voltage  scross  the 
EgCdT*  (fig.  1(c)).  In  the  negative  direction,  the 
holes  increase  due  to  accumulation.  TAV  initially 
increase*  in  the  negative  direction,  reaches  a  peak 
*t  -Q.1V  end  by  further  increase  of  the  voltage  in 
the  negative  direction,  it  decreases  due  to  the 
screening  effect  of  the  holes.  Curves  similar  to 
fig.  5  have  been  obtained  for  many  samples.  In  all 
she  figures,  the  scape  of  the  curve  remains  more  or 
less  the  same  although  the  voltage  »v-it  is  shifted 
indicating  a  different  flathand  potential  and 
possihla  different  contaminant  charges  on  the  semi¬ 
conductor  surface.  C-V  neasuremeats  ca  siailar 
samples  also  show  this  change  in  the  surface  charge 
density  for  uepassivated  surfaces. 

Fig.  6  snows  the  TAV-V  for  ZzS  passivated 
agCdTe  sample.  Comparing  figs.  5  and  6  we  note 
that  there  is  s  shift  of  (-0.8  -(-0 .15) )  ■  .9jv  in 
the  applied  voltage  at  the  TAV  zero  crossing  which 
is  ace  to  the  change  of  the  flathand  potential 
bar.-eaa  the  passivated  aad  bar*  samples.  TAV  vs  V 
also  has  rather  sharp  peaks  aad  valleys .  Prelimin¬ 
ary  rise  constant  measurements  also  show  similar 
peaks  and  valleys  at  the  proper  applied  voltages  as 
snevn  in  the  figure.  This  behavier  cam  be  explained 
by  postulating  the  presence  of  detect  levels  within 


7-- « 

4-:  icif.  value  cf 

eler.gtr. , 

.-._s  car-Cga; 


Da*.  Taoib-Anar,  Davari.  Everson 


the  bancgap.  Another  er.plaaagicn  sight  be  due  to 
th«  strong  hysteresis  off act  vr.tch  is  aiso  obsarvac 
la  tha  C-V  curves  of  passive tec  sanpies.  Thus  tha 
data  sight  point  to  tha  fact  that  prcpar  eauiiibriun 
was  net  raachac  in  tha  saasurasaat.  However,  fur* 
that  detailed  saasurasants  ara  neeced  bafora  any 
defiaice  conclusions  can  ba  drawn. 

Fig.  7  shows  tha  TAV-V  data  for  CdTa.  At  zebo 
bias  it  is  positive  and  incraasas  dramatically  for 
positive  bias.  Howavar,  for  negative  bias,  vary 
little  change  is  observed.  Noting  the  shape  of  TAT 
vs  carrier  concentration  is  fig.  2(c),  one  can  con¬ 
jecture  that  tha  sample  is  p-type  and  tinds  to  gat 
inverted  with  positive  voltage. 

As  discussed  la  ref .  2,  fros  TAV-V  plots  using 
analytical  sodas  and  numerical  computations ,  one 
can  infer  the  flat-band  potential  and  tha  equiv¬ 
alent  interface  charge  density  at  the  surface  of 
the  interface.  However,  this  has  not  yet  bees  per¬ 
formed. 

In  conclusion,  the  SAW  nondestructive  surface 
and  interface  characterisation  technique  has  been 
applied  to  CdTa  and  HgCdTa.  The  study  shows  that 
useful  characterization  is  feasible  although  there 
is  such  to  be  performed  before  it  becomes  useful 
for  production  of  devices  such  as  focal  plane 
arrays . 
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•rij.  2  Tbaorttital  plot  of  TAV  vs  electron, hoi* 
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«  3oo°t,  b)  agl_x  cdx  t*  (x  -  o.4)  »t  :;rs. 

c)  CdT*  it  300°K 


Fit:  2  21  puls*  input,  output  and  TAV  vaveioma: 

Tract  (a) :  lapse  SJ  puls  a,  frequency  •  110  MBs, 
verticil  seal*  ■  3V/dlv.t  horizontal  seal*  ■ 

5  isac/div.,  tract  (b) :  output  IF  puls*,  vertical 
seal*  •  0.5V/div.,  tract  (e) :  TAV  signal, 
vertical  seal*  -  1  aV/dlv.,  horizontal  seal*  * 

$  istc./civ. 


Fig.  4  TAV  spectra  for  Saapl*  A 
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Transverse  acoustoelectric  voltage  has  been  measured  as  a  function  of  incident  photon  energy  in 
an  InAs  on  LiNbOi  SAW  delay  line  structure.  A  large  transition  at  1.5  eV  is  observed,  which  is 
confirmed  by  photocurrent  measurement.  Application  of  the  large  aooustoelectric  voltage  to  image 
scanning  and  signal  processing  is  presented. 

PACS  numbers:  72.50.  +  b 


The  interaction  of  a  surface  acoustic  wave  (SAW)  with 
free  carriers  in  a  semiconductor  medium  separated  from  the 
piezoelectric  surface  has  been  studied  by  many  authors  in 
recent  years.  This  acoustoelectric  effect  or  nonlinear  inter¬ 
action  between  semiconductor  space  charge  carriers  and 
SAW  has  been  used  in  many  real  time  signal  processing  ap¬ 
plications.  Nondestructive  evaluation  of  electrical  proper¬ 
ties  of  semiconductor  surfaces  using  the  separated  media 
convolver  has  also  been  performed.*-7 

The  SAW  generated  on  a  piezoelectric  substrate  is  ac¬ 
companied  an  electric  field  both  inside  and  outside  the  crys¬ 
tal.  The  electric  field  penetrates  the  semiconductor  sample 
placed  on  the  LiNbO,  crystal  surface  to  the  order  of  a  Debye 
length.  The  acoustoelectric  voltage  produced  by  this  nonlin¬ 
ear  interaction  has  two  components:  one  longitudinal  in  the 
direction  of  propagation  and  the  other  transverse,  normal  to 
the  surface.  This  paper  deals  with  the  use  of  the  transverse 
acoustoelectric  voltage  to  study  the  electrical  properties  of 
ImAs.  The  transverse  acoustoelectric  voltage  (TAV)  de¬ 
pends  on  the  conductivity  (a)  of  the  semiconductor,  going  to 
zero  for  <r— *0  and  for  o— *  oo .  It  attains  a  maiimnm  value 
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FIG.  1.  ExperLnecii]  configuration  of  SAW  device  for  observing  transverse 
acoustoekciric  vohige. 

between  the  above  limits.  Also,  the  polarity  of  the  transverse 
acoustoelectric  voltage  changes  with  the  type  of  carriers. 
The  surface  conductivity  of  the  semiconductor  may  change 
when  light  is  incident  on  it.  The  acoustoelectric  voltage  pro¬ 
vides  a  means  of  measuring  these  changes  in  the  conductiv¬ 
ity.  Therefore,  from  the  spectral  response  of  the  acoustoelec¬ 
tric  voltage,  one  can  obtain  information  aboutphetoinduced 
carrier  transitions  in  the  semiconductor.  . 

Figure  1  shows  a  100- MHz  delay  line  structure  with 
input  and  output  SAW  transducers  spaced  by  a  lO^xsec  de¬ 
lay.  The  SAW  is  excited  by  five-finger-pair  interdigital  tran- 


FIG.  2.  Spectral  response  of  tbe  transverse 
acousioeiecinc  voltage  for  InAs.  (Gaia  of  100 
for  positive  values,  gain  of  1  for  oegadve  values). 
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PHOTON  ENERGY  IN  ELECTRON 

ducen  deposited  on  the  surface  ofy-cut  Z-propagating 
LiNbOj .  The  semiconductor  sample  is  placed  above  the  de¬ 
lay  line  and  carefully  aligned  to  give  a  uniform  gap  between 
them.  To  measure  the  acoustoelectric  voltage,  three  differ¬ 
ent  contacts  of  (i)  silver  paint,  (ii)  aluminum  foil,  and  (iii) 
indium  were  made  on  the  top  surface  ofthe  semiconductor. 
In  all  three  cases,  no  significant  difference  was  observed  in 
the  experimental  results  presented  here.  In  the  metal  elec¬ 
trode  deposited  on  the  bottom  surface  of  the  LiNbOj ,  a 
small  slit  is  made  to  allow  the  light  to  fall  on  the 
semiconductor. 

The  semiconductor  samples  used  were  InAs  epitaxial 
layers  of  n  on  n  *  with  resistivity  of  about  1  Cl  cm.  The  epi¬ 
taxial  layer  was  grown  by  the  liquid  phase  epitaxy  technique. 
The  dimensions  of  the  two  InAs  samples  were  5  X 10  and 
8x15  mm.  One  of  the  samples  was  etched  and  little  differ¬ 
ence  was  found  between  the  experimental  results  obtained 
from  the  etched  and  nonetched  samples.  The  semiconductor 
surface  was  uniformly  illuminated  from  the  bottom  of  the 
delay  line  through  the  slit  using  a  Bausch  and  Lomb  mon¬ 
ochromator.  Three  gratings  of  ranges  0.3-0.8, 0. 7-1.6,  and 
1.' 4-3.2  /am,  respectively,  were  used.  Appropriate  filters 
were  also  used  to  eliminate  the  higher-order  spectrum.  A 
rectangular  rf  pulse  of  5  msec  duration  and  1 2  V  peak  to  peak 
was  applied  to  the  input  of  the  SAW  transducer.  The  acous¬ 
toelectric  voltage  was  observed  on  an  oscilloscope  through  a 
very  high-impedance  amplifier  ( —  10l}  Cl )  with  unity  gain. 
The  polarity  of  the  acoustoelectnc  voltage  in  dark  confirms 
that  the  InAs  was  n  type. 

Figure  2  shows  the  acoustoelectric  voltage  for  different 
wavelengths  of  light  illumination  normalized  to  the  radiant 
flux  output  of  the  monochromator.  It  is  noted  that  there  are 
three  distinct  peaks  at  0.89,  1.33,  and  1.495  eV.  Because  of 
the  practical  limitations  the  spectral  response  below  and 
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FIG  '•  Plot  of  surface  photocurrent  VER¬ 
SUS  photon  energ). 
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around  the  band  gap  of  InAs  could  not  be  performed.  The 
most  important  point  in  Fig.  2  is  that  there  is  a  change  in 
polarity  of  the  voltage  wave  forms  at  1.34  eV,  followed  by  a 
large  transition  with  a  minimum  at  1.495  eV.  This  agrees 
very  well  with  the  Hilsum*  and  Cardona’  predictions  about 
the  indirect  transition  in  InAs  around  1.5  eV.  The  surprising 
result  is  the  magnitude  of  the  acoustoelectric  voltage,  which 
is  of  the  order  of  5.6  V.  The  maximum  acoustoelectric  volt¬ 
age  reported  for  Si  and  GaAs  is  very  small,  on  the  order  of  a 
few  tens  of  millivolts.  At  2.07  eV  the  slope  drops  and  at  2.8 
eV  a  transition  occurs  changing  the  sign  of  the  acoustoelec¬ 
tric  voltage  from  negative  to  positive.  This  may  correspond 
to  a  higher  energy  transition  of  2.85  eV.10  The  peak  at  0.89 
eV  can  be  attributed  to  the  transition  from  the  lower  valence 
band  to  the  bottom  of  the  conduction  band,  as  it  is  known 
that  the  splitting  of  the  InAs  valence  band  due  to  spin-orbit 
coupling  is  approximately  0.44  eV  and  the  band  gap  is 
known  to  be  around  0.4  eV.  The  large  acoustoelectric  volt¬ 
age  can  be  attributed  to  the  high  mobility  of  InAs.  The 
acoustoelectnc  current  density  is  given  by1 1 

,  -nH  2a) 

■' «  ' 

v. 

where  a  is  the  attenuation  constant,  /j  is  mobility,  v,  is  the 
SAW  velocity,  and  I  is  the  SAW  input  power  per  unit  area. 
Since  the  mobility  of  InAs  is  of  the  order  of  30  000  cm2/ 

V  sec,  one  can  expect  a  large  acoustoelectric  voltage. 
Though  the  mobility  of  InAs  is  4  times  greater  than  that  of 
GaAs,  the  observed  TAV  is  about  50  times  greater.  There¬ 
fore,  this  large  anomaly  in  the  TAV  cannot  be  attnbuted 
solely  to  the  large  mobility.  We  are  investigating  other 
possibilities. 

In  order  to  verify  the  above  results,  surface  photocur¬ 
rent  experiment  was  performed.  Figure  3  shows  the  normal- 
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FIG.  4.  Photograph  of  optical  image  scanning  of  the  letter  H.  Fourier  trans¬ 
forms  of  two  slits. 

ized  photocurrent  for  different  wavelengths  of  incident  light. 
To  measure  the  surface  photocurrent,  two  metallic  contacts 
using  silver  paint  are  used  on  the  n  surface  of  InAs.  Between 
these  leads,  a  dc  power  supply  and  a  picro ammeter  are  con¬ 
nected  in  series.  The  photocurrent  generated  by  shining  light 
is  measured  at  a  constant  bias  voltage.  It  is  interesting  to  note 
that  the  position  of  the  peaks  occur  around  the  same  place  as 
that  of  the  acoustoelectric  voltage. 

To  study  the  effect  of  temperature  variation  on  the  ener¬ 
gy  transition  at  1.495  eV,  we  repeated  the  experiment  at  var¬ 
ious  temperatures,  starting  from  100  to  300  *K  in  steps  of 
50  *K-  The  variation  of  the  energy  transition  with  above  tem¬ 
peratures  shows  drooping  characteristics  varying  from  1.65 
to  1.49  eV. 

The  large  acoustoelectric  voltage  observed  at  1 .5  eV 
provides  potential  applications  of  the  gap  coupied  semicon¬ 
ductor  piezoelectric  device  such  as  an  optical  image  scan¬ 
ner”  or  as  a  convolver.1 

For  optical  image  scanning,  the  longitudinal  acousto¬ 
electric  voltage  produced  by  the  nonlinear  interaction  of  free 
carriers  in  a  semiconductor  and  SAW  were  used.  The  optical 
|  pattern  incident  on  the  semiconductor  surface  changes  its 
conductivity,  resulting  in  the  modulation  of  the  acoustoelec¬ 
tric  voltage.  Since  the  ratio  of  the  acoustoelectric  signal  with 
light  to  the  signal  without  light  is  very  large,  a  high-contrast 
ratio  is  obtained.  The  scanning  along  the  vertical  direction  is 


FIG.  S.  Autocon  volution  of  one  rfpsuie  (horizontal  scale  1  /jsec/div,  verti¬ 
cal  scale  20  mV/div). 


performed  mechanically.  The  most  important  factor  which 
characterizes  any  image  scanner  is  its  resolution.  The  resolu¬ 
tion  of  this  image  scanner  depends  upon  the  pulse  width  of 
the  SAW.  Figure  4(a)  shows  the  oscilloscope  display  of  the 
image  of  the  letter  H.  In  this,  the  acoustoelectric  signal  was 
directly  applied  to  the  z  axis  of  the  oscilloscope  without  a 
preamplifier.  Figure  4(b)  shows  the  Fourier  transform  of 
two  slits  obtained  by  exciting  either  side  of  the  SAW  delay 
line  with  an  rf  chirp  signal. 

The  autoconvolution  of  one  rf  pulse  with  light  incident 
on  the  semiconductor  is  shown  in  Fig.  5.  It  is  well  known 
that  a  large  dc  TAV  indicates  large  convolved  output.  The 
performance  of  any  convolver  can  be  described”  by  the  fig¬ 
ure  of  merit,  (M),  ~  ■ 

M=‘vocw(p.lp.1y'1,  (2) 

where  Vx  is  the  steady-state  rms  open-circuit  voltage,  W  is 
the  acoustic  beam  width,  and  pti  and  Pal  are  the  input 
acoustic  powers.  The  experimental  value  of  M  for  this  con¬ 
volver  is  7.5  X  10  ~ 1  Vm/W,  which  is  large  compared  to  the 
results  so  far  obtained  using  other  semiconductors.  The  only 
disadvantage  of  this  convolver  is  that  light  must  be  present  at 
all  times.  The  measured  peak  convolved  output  with  nor¬ 
malized  light  intensity  of  different  wavelength  gives  exactly 
the  same  peaks  as  those  of  Fig.  3. 

In  conclusion,  from  the  spectroscopy  of  In  A*  above  the 
band  gap  and  from  the  photocurrent  and  transverse  acous¬ 
toelectric  measurements,  we  have  shown  that  a  very  large 
transition  occurs  around  1.5  eV,  which  agrees  with  the  pub¬ 
lished  results.  The  observed  large  acoustoelectric  voltage  has 
been  successfully  used  to  perform  optical  image  scanning 
and  real-time  signal  processing.  However,  why  such  anoma¬ 
lously  large  TAV  is  obtained  in  InAs  cannot  be  explained. 
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Scudies  on  CdS* 


To  study  the  surface  state  characteristics  of  the  semicon¬ 
ductor  at  the  presence  of  the  electrolyte,  a  thin  layer  of  electro¬ 
lyte  is  introduced  between  the  semiconductor  and  the  piezoelectric 
material  (Figure  3.13).  When  the  surface  wave  reaches  the  electro¬ 
lyte,  layer  waves  are  generated  in  the  electrolyte.  If  the  semicon¬ 
ductor  is  also  piezoelectric,  as  in  the  CdS,  a  large  TAV  is  developed. 
The  TAV  measurements  are  performed  on  CdS  samples  with  the  electro¬ 
lyte  consisting  of  0.1N  solution  of  NiC^.  The  role  of  aqueous 
solution  of  NiCl2  is  to  induce  a  depletion  layer  in  the  CdS  surface, 
both  for  resembling  the  real  solar  cell  conditions  and  also  to 
increase  the  TAV  measurement  sensitivity  by  lowering  the  conductivity 
of  the  surface.  The  depleting  effect  of  the  aqueous  solution  of 
NiC^  is  tested  by  measuring  the  open  circuit  voltage  of  a  cell  con¬ 
sisting  of  CdS  and  0.1N  NiC^  which  is  negative  (-0.SV).  The  spectral 
response  of  TAV  is  obtained  by  recording  the  TAV  peak,  while  shining 
monochromatic  light  on  the  sample.  In  most  of  the  experiments,  two 
beam  spectroscopy  is  used.  In  this  method  a  bias  light  with  constant 
intensity  and  wavelength  shines  on  the  sample  while  another  light 
with  constant  intensity  but  varying  wavelength  illuminates  the  sample 
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This  is  taken  from  Mr.  B.  Davari's  Master's  Thesis. 
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Figure  3.13  Configuration  Used  for  Semiconductor  Electrolyte 
Interface  Study  Using  SAW  Technique 


simultaneously.  The  transverse  acoustoelectrio  voltage  (TAV)  spec¬ 
tral  response  is  obtained  to  determine  the  position  of  the  surface 
states  energy  levels  in  CdS  samples  worked  under  short  circuit  con¬ 
dition  in  a  SLJ  cell.  In  the  one  beam  spectrum  shown  in  Figure  3.14, 
the  TAV  for  the  long  wavelengths  is  very  lew  corresponding  to  low 
conductivity.-  Going  toward  shorter  wavelengths,  there  is  a  oroad 
minimum  around  900  nm  where  the  TAV  is  negative,  indicating  a  strong 
contribution  from  holes  (It  should  be  noted  that  the  sample  is  n 
type  in  the  dark) .  This  part  of  the  curve  corresponds  to  the  region 
around  the  point  A  in  Figure  3.12.  For  shorter  wavelengths  the  TAV 
polarity  changes  from  negative  to  positive  and  the  amplitude  increases 
as  the  conductivity  increases  (around  point  B  in  Figure  3.12).  At 
about  640  nm  the  TAV  reaches  a  maximum  corresponding  to  the  point  C 
in  Figure  3.12.  The  conductivity  increases  more  for  wavelengths 
shorter  than  640  nm  which  causes  the  TAV  to  decrease  (point  D  in 
Figure  3.12).  At  520  nm  which  is  the  bandgap  of  CdS  the  conductivity 
is  maximum  and  TAV  is  at  the  relative  minimum  (point  E  in  Figure  3.12). 
For  wavelengths  shorter  than  520  nm  the  TAV  increases  indicating  the 
lower  conductivities  (moving  towards  point  C  in  Figure  3.12). 

To  explain  the  minimum  around  900  nm  some  interface  levels 
should  be  considered  in  the  CdS  bandgap.  More  detailed  structure  of 
the  interface  levels  can  be  found  using  two  beam  spectroscopy  .[9,27] . 
Figure  3.15  shows  the  TAV  spectral  response  using  a  bias  light 
supplied  by  a  mercury  lamp.  T.  iis  curve  in  addition  to  a  minimum 
around  900  nm  there  is  another  broad  minimum  around  1500  nm.  To 


Figure  3.14  One  Hearn  TAV  Spectral  Response  for  CdS-NiCd^  System 
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explain  che  mechanise  chat  can  be  responsible  for  this  spectral 
response,  consider  the  band  diagram  shown  in  Figure  3.16.  The  con¬ 
duction  and  valance  bands  are  shown  along  with  the  Fermi  level  and 
two  dashed  lines  representing  the  interface  levels  which  are  assumed 
to  be  acceptor  levels.  In  the  presence  of  the  bias  light,  the  level 
are  empty.  When  monochromatic  light  of  the  proper  energy  strikes 
the  semiconductor,  electrons  make  a  transition  from  the  valence 
band  to  the  interface  level  leaving  a  hole  behind  and  pulling  the 
quasi  Fermi  level  down.  Since  the  contribution  of  the  holes  to  the 
TAV  is  negative  the  TAV  is  lowered.  To  confirm  the  band  diagram 
shown  in  Figure  3.16>  spectroscopy  using  a  monochromatic  bias  light 
was  performed.  Using  500  nm  as  the  bias  light  the  result  is  shown 
in  Figure  3.17.  As  one  might  expect  the  two  minima  around  900  nm 
and  1500  nm  can  be  seen,  indicating  that  the  bias  light  has  excited 
both  the  interface  levels.  For  longer  wavelengths  up  to  750  nm 
(corresponding  to  the  excitation  energy  of  the  level  Ea2  in  Fig¬ 
ure  3.16)  both  minima  should  be  seen.  The  spectral  response  for 
750  nm  bias  light  is  shown  in  Figure  3.18.  Bias  light  with  energy 
between  the  excitation  energy  of  the  levels  Ea2  and  Ea^  should  show 
only  one  minimum.  No  minimum  should  be  seen  for  bias  wavelengths 
greater  than  1090  nm  (the  excitation  energy  of  che  level  Ea^  in 
Figure  3.16).  Using  1090  nm  bias  light  the  electrons  from  the  Ea^ 
level  should  be  excited  and  a  minimum  around  900  nm  should  be 
observed.  In  fact  only  a  very  slight  effect  from  this  level  can  be 
seen  (Figure  3.19).  This  may  be  due  to  the  fact  that  the  level  is 
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Figure  3.18  Two  Beam  TAV  Spectral  Response  Using  750  nm  Bias  Light 


near  the  center  of  the  gap.  Since  the  passband  of  the  monochromator 
is  fairly  large,  there  may  be  a  transition  of  electrons  from  the 
valance  band  to  the  level  and  then  from  that  level  to  the  conduc¬ 
tion  band,  so  the  net  result  would  not  have  a  strong  effect  on  the 
Tav  [27]. 

In  summary,  two  broad  minima,  one  around  920  run  and  one 
around  1500  run,  are  observed  in  the  TAV  spectral  response.  We 
believe  these  are  caused  by  two  bands  of  electron  acceptor  levels, 
one  centered  at  an  energy  of  0.8  eV  above  the  valance  band  and  the 
other  at  1.3  eV  above  the  valance  band.  The  advantage  of  this  tech¬ 
nique  is  that  except  for  one  contact  at  the  back  of  the  semiconductor, 
there  is  no  need  for  any  other  contact  to  measure  the  surface  char¬ 
acteristic  of  the  semiconductor. 

The  second  technique,  used  to  detect  the  interface  states 
which  is  suitable  for  high  conductivity  samples  if  the  photocon¬ 
ductivity  spectroscopy.  In  this  method  a  small  DC  voltage  (2  volts) 
is  applied  to  both  ends  of  the  CdS  slabs  by  two  silver  epoxy  con¬ 
tacts  and  the  surface  phtooconductivity  of  the, sample  is  monitored 
by  measuring  the  current  passing  through  the  circuit.  The  sample 
is  again  illuminated  with  one  or  two  monochromatic  radiation.  Using 
the  photoconductivity  two  beam  spectroscopy,  the  presence  and  the 
position  of  the  interface  states  can  also  be  detected.  The  result 
of  photocurrent  spectral  response  is  shown  in  Figure  3.20.  It  can 
be  seen  that  again  two  broad  minima  around  900  and  1400  nm  are 
present  in  the  two  beam  spectrum.  Using  the  same  argument  as  for 


TWO  BEAM  PHOTO  CURRENT  SPECTROSCOPY 


800  940  1000  (060  1120  1180  1240  1300  1360 1400 1400 1540 1600 

WAVELENGTH  (nm) 


2 

q  t  t  N'_ 
4  s  o  D 


(3.9) 


where:  C  is  the  capacitance  per  unit  area  (F/cn“),  V  is  the  voltage 

(volts),  q  is  the  electronic  charge,  is  the  CdS  relative  perni- 

—  ^  lx 

tivity  (=  10),  £  is  the  free  space  permitivity  (S.86  x  10  “  F/cm) 
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and  is  the  doping  concentration  (cm  ) .  From  the  slope  of  the 

13  -3 

plot  in  Figure  3.21  the  carrier  concentration  of  about  2  x  10  cm 

-1  -3 

can  be  estimated.  Using  the  value  of  about  0.5  x  10  cm  for 
intrinsic  carrier  concentration  (n^) ,  the  Fermi  level  energy  can  be 
calculated.  The  position  of  Fermi  level  is  approximately  0.3  eV 
below  the  conduction  band.  This  value  was  used  before  (Section  3.1) 
in  order  to  construct  the  equilibrium  band  diagrma.  Knowing  the  flat 
band  potential  and  the  position  of  Fermi  level,  the  experimentally 
measured  band  diagram  of  the  CdS/ [Fe(CN)^]  system  is  obtained. 

This  band  diagram  is  shown  in  Figure  3.22  along  with  the  decompo¬ 
sition  potential  (E^) .  The  energy  levels  of  the  two  acceptor  levels, 
detected  by  the  techniques  discussed  in  the  previous  section  are 
also  indicated.  The  comparison  of  the  band  diagram  presented  in 
Figure  3.22  with  the  theoretically  calculated  band  diagram  (Fig¬ 
ure  3.2b)  (where  the  effect  of  interface  states  in  -adjusting  the 
flat  band  potential  is  neglected)  shows  that  indeed  the  pinning  of 
Fermi  levels  via  surface  states  is  not  a  dominant  factor  in  determ¬ 
ining  the  flat  band  potential. 

3. 6  Two  3eam  Short  Circuit  Current  Spectroscopy  to  Determine  the 
Effect  of  Interface  States  on  the  Solar  Cell  Short  Circuit 

The  relative  positions  of  the  redox  Fermi  level  E.^_  and 
anodic  decomposition  Fermi  level  (Figure  3.22)  shows  that  the 
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competition  between  the  redox  charge  transfer  and  anodic  decomposition 
is  possible  (also  discussed  in  Section  2.2.4  and  3.2).  Surface 
states  can  affect  the  redox  charge  transfer  rate  by  providing  a 
current  path  for  photogenerated  holes  from  the  valence  band  to  the 
filled  states  of  the  redox  electrolyte  (Section  2.2.5).  This  effect 
can  be  observe<i  by  the  two  beam  short  circuit  current  spectroscopy 

4_/3_ 

of  the  CdS/ [Fe(CN)^]  cell  shown  in  Figure  3.23.  .The  short 

circuit  current  generated  by  the  bias  light  (A  =  520  tun,  intensity  = 

2 

10  yw/cm  )  is  shown  as  the  straight  line.  The  quenching  of  the  short 
circuit  current  below  the  bias  light  value  can  be  observed  for  scan¬ 
ning  wavelengths  below  800  nm  with  minima  around  900  and  1400  tun. 

The  minima  can  be  associated  with  the  energy  level  differences 
between  the  valence  band  and  the  acceptor  levels  (Figure  3.22).  Thus 
the  excitation  of  electrons  from  the  valence  band  to  the  acceptor 
.  levels  by  incident  beams  at  900  nm(1.3eV)  and  1400  run  (0.8  eV) 
reduces  the  short  circuit  current.  This  effect  is  much  more  pro¬ 
nounced  (about  two  orders  of  magnitude)  for  the  cells  constructed 

4 

with  high  resistivity  CdS  (p  -  10  ftcm)  samples. 

Short  circuit  current  quenching  can  be  due  to  the  following 
reasons.  First,  the  excitation  of  electrons  from  the  valence  band 
to  acceptor  levels  partially  fills  these  levels  and  the  charge 
transfer  of  photogenerated  holes  from  the  valance  band  to  the  redox 
levels  via  these  acceptor  levels  is  appreciably  reduced.  Second, 
the  conductivity  of  CdS  decreases  upon  illumination  with  wavelengths 
of  about  900  and  1400  nm.  Thus  the  IR  drop  in  the  ceil  increases, 


figure  J  .  2 1  IVo  Beam  Short  Circuit  Current  Spectroscopy  for  the  CilS- 
(A  Bias  <  750  nro) 


causing  the  reduction  of  short  circuit  current.  It  should  be  noted 
that  although  surface  states  increase  the  redox  charge  transfer  rate 
they  can  also  aid  the  anodic  decomposition  by  transferring  photogen¬ 
erated  holes  form  the  valence  band  to  the  decomposition  energy  level 
(E°  in  Figure  3 . 22)  . 


CHAPTER  7 


.  * 


CONCLUSION 

Properties  of  semiconductor  surfaces  and  interfaces  play  a  vital 
role  on  the  electrical  characteristics  of  the  devices  fabricated  on  semi¬ 
conductor  surfaces.  Considering  today's  rapid  advancements  in  the  area  of 
planar  fabrication  processes  used  in  VIHISIC  and  VLSI  chips,  the  effect 
of  surfaces  on  device  performance  is  of  increasing  importance.  This 
report  encompasses  both  the  theoretical  and  experimental  aspects  of  the 
research  related  to  the  characterization  of  silicon  and  compound  semicon¬ 
ductors  (such  as  gallium  arsenide,  cadmium  sulfide)  surfaces  and  interfaces. 

The  major  emphasis  of  this  report  is  on  a  new  and  novel  surface 
acoustic  wave  (SAW)  device  which  has  been  developed  under  this  grant  for 
use  in  the  nondestructive  determination  of  the  electronic  properties  of 
semiconductors.  The  technique  uses  surface  acoustic  waves  on  a  piezo¬ 
electric  substrate.  The  electric  field  associated  with  the  SAW  interacts 

% 
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with  free  carriers  of  a  semiconductor  placed  near  the  piezoelectric  surface. 
The  interaction  generates  detectable  currents  in  the  semiconductor  and 
attenuates  the  SAW.  By  observing  these  effects  while  varying  external 
parameters  such  as  temperature,  applied  acoustic  power,  SAW  frequency, 
semiconductor  surface  irradiation  and  bias  voltage,  the  desired  information 
is  obtained.  The  properties  that  can  be  determined  by  this  non  contact 
technique  include  the  bulk  and  surface  conductivity,  generation  lifetime, 
surface  recombination  velocity,  the  location  in  the  energy  gap  of  traps, 
surface  states,  and  interface  states,  trap  emission  and  absorption  times 
and  storage  times  in  the  depletion  layer.  The  technique  can  be  used  to 
perform  depth  profiling  of  electrical  properties.  Because  the  properties 
are  measured  without  any  contact  and  the  measurement  is  localized  to  a 
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small  region  of  Che  wafer,  one  can  envision  an  automated  equipment,  using 
this  SAW  technique,  where  256x256  points  (for  an  example)  on  the  wafer  can 
be  evaluated  with  respect  to  lifetime  and  surface  generation  velocity. 

The  results  can  be  shown  in  the  form  of  images  in  pseudocolor  where  each 
color  represents  a  certain  range  of  the  parameters. 

The  SAW  characterization  of  the  semiconductor  could  be  performed  at 
progressive  stages  of  device  fabrication  thereby  improving  yield  by 
identifying  faulty  processing  steps.  Thus,  the  implementation  of  the  new 
and  more  conventional,  already  existing  techniques  (such  as  C-V,  C-t,  SEM, 
voltammetry,  etc.)  reveal  the  critical  semiconductor  surface  and  interface 
properties  before  and  after  the  semiconductor  has  undergone  a  specific 
processing  step,  e.g.,  thermal  oxidation,  etching,  polishing,  annealing  (Si) 
and  anodic  oxidation  (GaAs) .  A  brief  listing  of  the  research  performed 
towards  the  application  of  this  technique  in  determining  different  electrical 
properties  of  different  semiconductors  follows: 


*  Silicon:  The  nondestructive  SAW  technique  is  greatly  improved  by 
the  introduction  of  a  new  delay  line  structure  which  has  enabled  us  to  vary 
the  surface  potential  via  a  small  external  DC  bias  field  (about  100  times 
smaller  than  the  previous  work  and  comparable  to  C-V  technique)  while  the 
transverse  acoustoelectric  voltage  (TAV)  amplitude  and  transient  time  con¬ 
stants  are  measured.  TAV  amplitude  is  a  function  of  the  near  surface  electron 
and  hole  conductivity  difference  and  the  TAV  transient  time  constants  can  be 


approximately  related  to  the  carriers  generation  lifetime  (t  )  and  the 

6 

surface  generation  velocity  (S^).  Parameters  such  as  oxide  charge,  flat- 
band  voltage,  generation  lifetime  and  surface  generation  velocity  can  be 


determined  at  different  surface  potentials.  The  above  parameters  are 
evaluated  to  characterize  the  following:  thermally  grown  oxides,  the 


effectiveness  of  the  back  surface  laser  induced  damage  (LID)  gettering  on 
the  reduction  of  the  aofect  density  on  the  device  side  of  the  wafer  and 
the  effects  of  chemical  etching,  polishing  and  forming  gas  annealing  on 
the  carrier  lifetime.  The  feasibility  of  the  nondestructive  depth  pro¬ 
filing  of  the  free  carrier  concentration  and  some  of  the  above  parameters 
are  demonstrated  by  the  introduction  of  a  new  profiling  procedure  and  its 
application  to  ion  implanted  silicon  wafers.  In  summary  the  possibility 
of  the  TAV  measurement  under  a  small  DC  bias  field  (comparable  to  C-V) 
while  utilizing  a  nondestructive  configuration  has  dramatically  enhanced 
the  applicability  of  this  technique  for  quantitative  measurements. 

Transient  capacitance  (C-t),  capacitance  voltage  (C-V)  and  spreading 
resistance  measurements  are  also  used  for  the  characterization  of  silicon 
wafers  and  in  some  cases  the  results  are  compared  with  the  TAV  amplitude 

versus  voltage  (TAV-V)  and  TAV  transient  time  constant  measurements. 

% 

*  GaAs :  Two  beam  TAV  spectroscopy  is  applied  in  order  to  reveal 

the  subbandgap  energy  level  structures.  In  two  beam  spectroscopy  the 

wavelength  of  one  beam  is  fixed  (bias  light)  while  the  wavelength  of  the 

second  beam  (secondary  light)  is  scanned  in  the  desired  range.  The  presented 

data  on  the  subbandgap  interface  states  which  are  either  due  to  the  intrinsic 

nature  of  the  surface  discontinuity  or  due  to  the  interface  with  anodicallv 

grown  oxide  indicate  the  following:  1)  The  presence  of  a  high  density 

acceptor  level  at  about  1  eV  above  the  valence  band  and  the  increase  of 

the  density  of  these  states  by  anodic  oxidation,  2)  The  effect  of  the 

different  oxidation  schemes  on  the  density  of  interface  states,  leading  to 

an  optimum  oxidation  current  versus  time  waveform.  This  waveform  consists 

2 

of  low  oxidation  current  density  (J  -  0.1  mA/cm“)  in  the  nucleation  and 


island  coalescence  phase  (for  a  better  GaAs/oxide  interface)  relieved  by  a 

rapid  continuous  oxide  growth  phase  (J  -  0.5  tnA/cm  )  in  order  to  ensure 

15  „  f, 

a  good  oxide  bulk  quality  (c  <  10  .  cm,  breakdown  field  >  5.5  10"  V/cm) 

3)  Detection  of  the  characteristic  exciton  peak  at  low  temperatures  and 
the  quenching  of  this  peak  by  1  eV  bias  light  which  is  attributed  to  the 
increase  of  the  hole  density  by  electron  transition  from  valence  band  to 
the  high  density  acceptor  level,  4)  Detection  of  a  band  of  donor  levels 
at  about  1.3  eV  below  the  conduction  band  which  is  observable  only  at  low 
temperatures  or  after  oxidation.  In  GaAs  and  GaAs/oxide  characterization, 
both  the  TAV  and  capacitance  voltage  (C-V)  measurements  are  used  for  high 
and  low  resistivity  materials  respectively.  The  reason  is  the  much  higher 
sensitivity  of  the  TAV  technique  at  lower  carrier  concentration  as  opposed 
to  the  C-V  technique. 

*  CdS,  InP,  InAs  (HgCd)  Te:  In  addition  to  the  two  beam  TAV 
spectroscopy  for  the  subbandgap  energy  level  studies,  the  following 
investigations  are  conducted  regarding  the  above  semiconductors:  1)  CdS 
is  used  as  the  working  electrode  in  a  semiconductor  liquid  junction  solar 
cell  configuration.  A  technique  similar  to  cyclic  voltammetry  is  applied 
to  study  the  competition  between  redox  charge  transfer  and  the  anodic 
dissolution  of  CdS  in  order  to  achieve  a  more  stable  cell  configuration. 
Different  parameters  affecting  the  cell  efficiency  such  as  the  counter 
electrode  material  and  the  tunneling  through  the  thin  insulator  layer, 
produced  by  photo  anodization  are  investigated.  2)  Low  temperature  one 
and  two  beam  TAV  spectroscopy  are  performed  on  high  resistivity  Fe  doped 
InP  samples  and  the  results  demonstrate  the  characteristic  exciton  peaks 
and  no  quenching  effect  by  bias  light  (as  opposed  to  GaAs  samples)  which 
is  attributed  to  a  lower  density  of  interface  states.  3)  TAV  versus 
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